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ABSTRACT 

In this thesis, a bacteriophobic urinary Foley catheter has been developed. The bacteriophobic 

effect is based on a homogeneous super-hydrophobic coating with a specific micro- and 

nanostructure covered by a homogeneous metallic silver film, which create an uncomfortable 

environment for bacteria, avoiding bacterial attachment to the surface but without causing any 

effect on bacterial growth. 

To achieve this, a set of super-hydrophobic nanostructured coatings based on different 

polymers has been developed. Plasma-polymerized pentafluorophenyl methacrylate (pp-PFM) 

and Polydopamine (PDA) have been used as base polymers, being coated with a thin film of 

metallic silver. All of them showed a reduction in bacterial adhesion between 4 and 6 orders of 

magnitude regarding the uncoated PDMS, as well as the ability to repel protein adhesion in in 

vitro tests. 

The PDA-silver coating was selected to be implemented on the urinary catheter. This urinary 

catheter has been shown to maintain the bacteriophobic effect for 30 days in vitro, tested with 

simulation-use tests in flow and static conditions, using uropathogenic bacterial strains and 

clinical isolates. Moreover, the catheter has been validated in vivo using catheterized pigs as 

animal model for 15 days. During this period, the catheter has been able to maintain bacterial 

adhesion 2 orders of magnitude lower than commercial standard or antimicrobial catheters.
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RESUMEN 

En esta tesis se ha desarrollado un catéter urinario tipo Foley bacteriofóbico. El efecto 

bacteriofóbico se basa en un recubrimiento super-hidrofóbico micro- y nanostructurado con una 

topografía específica, recubierto por una película de plata metálica homogénea, que crea un 

ambiente incómodo para las bacterias, evitando la adhesión bacteriana a la superficie, pero sin 

provocar ningún efecto sobre el crecimiento bacteriano. 

Para conseguirlo, se ha generado un conjunto de recubrimientos nanoestructurados super-

hidrofóbicos basados en diferentes polímeros. Se han utilizado como polímeros base el 

metacrilato de pentafluorofenilo polimerizado por plasma (pp-PFM) y la polidopamina (PDA), 

recubiertos con una fina película de plata metálica. Todos ellos mostraron una reducción en la 

adhesión bacteriana de entre 4 y 6 órdenes de magnitud con respecto al PDMS sin recubrir, así 

como la capacidad de repeler la adhesión de proteínas en ensayos in vitro. 

El recubrimiento basado en PDA-plata fue seleccionado para ser implementarlo en el catéter 

urinario. Este catéter urinario ha demostrado mantener el efecto bacteriofóbico durante 30 días 

in vitro, probado con ensayos de uso simulado en condiciones de flujo y estáticas, utilizando 

cepas bacterianas uropatógenas y aislados clínicos. Además, el catéter ha sido validado in vivo 

utilizando cerdos cateterizados como modelo animal durante 15 días. Durante este período, el 

catéter ha podido mantener la adhesión bacteriana 2 órdenes de magnitud por debajo de los 

catéteres estándar comerciales y los antimicrobianos.
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RESUM 

En aquesta tesi s’ha desenvolupat un catèter urinari tipus Foley bacteriofòbic. L’efecte 

bacteriofòbic es basa en un recobriment superhidrofòbic micro- i nanostructurat amb una 

topografia específica, recobert per una pel·lícula de plata metàl·lica homogènia, que crea un 

ambient incòmode per a les bactèries, evitant l’adhesió bacteriana a la superfície, però sense 

provocar cap efecte sobre el creixement bacterià. 

Per aconseguir-ho, s’ha generat un conjunt de recobriments nanoestructurats superhidrofòbics 

basats en diferents polímers. S'han utilitzat com a polímers base el metacrilat de pentafluorofenil 

polimeritzat per plasma (pp-PFM) i la polidopamina (PDA), recoberts amb una fina pel·lícula de 

plata metàl·lica. Tots ells van a mostrar una reducció en l’adhesió bacteriana d’entre 4 i 6 ordres 

de magnitud respecte a PDMS sense recobriment, així com la capacitat de repel·lir l’adhesió de 

proteïnes en assajos in vitro. 

El recobriment basat en PDA-plata va ser seleccionat per implementar-lo en el catèter urinari. 

Aquest catèter urinari ha demostrat mantenir l’efecte bacteriofòbic durant 30 dies in vitro, provat 

amb assajos d’ús simulat en condicions de fluix i estàtiques, utilitzant ceps bacterians 

uropatògenics i aïllats clínics. A més, el catèter ha estat validat in vivo mitjançant porcs 

cateteritzats durant 15 dies. Durant aquest període, el catèter ha pogut mantenir l’adhesió 

bacteriana 2 ordres de magnitud per debat dels catèters estàndard comercials i els antimicrobians 
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1.1 MOTIVATION AND AIMS 

The development and use of medical devices throughout history has allowed humanity to 

increase its health and life expectancy. These instruments are used in all fields of medicine, 

correcting or modifying the structure or function of the body for some health purpose1. One of the 

oldest and most used medical devices are urinary catheters. Urinary catheters, basically, are 

tubes placed into the body through the urethra to drain and collect urine from the bladder. 

For more than 3.500 years, urinary catheters have been used in virtually every healthcare 

setting and contribute to improvements in patient care by relieving urinary retention2,3. The most 

known design of an urinary catheter is the Foley catheter, which consists in a tube that is inserted 

through the urethra and is held in the bladder by an inflatable balloon3 ( 

Figure I. 1). 

 

Figure I. 1. Foley catheter. Diagram of two-way Foley catheter inserted through urethra into the bladder. The yellow 

arrows represent urine flow through the catheter into the external collection bag. Image prepared by the author. 

Foley catheters are usually made by materials such as gum-elastic, plastics as poly-vinyl 

chloride (PVC), polyurethanes (PU), medical silicones (MS) and latex rubbers4. These materials 

have been developed over the years to include most of the desirable characteristics in a urinary 



Chapter I. Introduction 

 

29 

catheter. These characteristics include high tensile strength, soft and pliable in order to provide a 

high resistant structure to the catheters that being able to resist big weights and torsions without 

losing their form. Also, an inherently chemical resistant to diverse compounds such as nitrogen 

or phosphate salts, proteins and cell debris to avoid the catheter occlusion. Finally, the most 

important urinary catheter’s characteristics are the biocompatibility and the ability to meet flow 

requirements while maintaining a minimally invasive circumference4,5. Currently, latex and 

silicone Foley urinary catheters are most used medical devices and urinary catheterization is 

probably the most frequent medical act performed in hospitals6,7. It is estimated that up to 20 % 

of patients need this intervention during hospitalization and this number is even higher on surgical 

wards6. Moreover, 4 % in the community have urinary catheters in situ at any given time and its 

use is gradually growing, due to the increasing elderly, obese and diabetic populations7,8. 

Not surprisingly, catheter-associated urinary tract infection (CAUTI) is the most important 

disease associated with these devices and the most prevalent cause of hospital-acquired 

infection with an incidence of 40 % of nosocomial infection9–11. Moreover, in the United States 70 

to 85 % of complicated urinary tract infections outside of a medical environment are attributable 

to indwelling catheters, accounting for 1 million cases per year12. CAUTI are associated with 

increased morbidity and mortality, and are collectively the most common cause of secondary 

bloodstream infections12. Although most CAUTIs are asymptomatic becoming in a chronic urinary 

infection, it is important to highlight the close relationship between symptomatic expression of 

CAUTI and the increased rate of mortality and morbidity in diabetic, immunocompromised or frail 

elderly patients12,13. 

Adherence and colonization of urinary catheters is the key event to initiating CAUTI 

pathogenesis. A urinary infection usually starts with periurethral contamination by an 

uropathogenic bacteria, followed by colonization of the urethra and subsequent migration of the 

pathogen to the bladder, an event that requires appendages such as flagella12. Uropathogens 

that cause CAUTI follow the same initial steps. The major route of infection is ascending at the 

time of insertion of a catheter through the urethra, via mucosal layer. After uropathogens reach 

the bladder, they can colonize the urothelium and the urinary catheter lumen10. Bacteria get a 

successful colonization owing to the fibrinogen accumulates on the catheter providing an ideal 

environment for the attachment of uropathogens that express fibrinogen-binding proteins, due to 

robust immune response induced by catheterization12–17. After their initial attachment on catheter 

surface, bacteria forms biofilm and promotes epithelial damage12. The urinary infection is able to 

reach to kidneys, producing pyelonephritis16 and, if left untreated, the infection progresses to 



Chapter I. Introduction 

 

30 

sepsis by crossing the tubular epithelial cell barrier17 normally between 3 to 10 days after 

catheterization18 (Figure I. 2). Risk factors to develop early CAUTI, regardless of the patient's 

main medical condition, are paraplegia, incontinence, cerebrovascular diseases and female 

sex19. 

 

Figure I. 2. Process and pathogenesis of urinary tract infections. 1) Contamination of the periurethral area by 

catheterization, colonization of the urethra and migration to the bladder. 2) Inflammatory response in the bladder and 

fibrinogen accumulation in the catheter surface. Colonization of the bladder and catheter surfaces. 3) Urothelial damage 

and infection. Bacterial multiplication and biofilm formation, catheter lumen obstruction. 4) Bacteraemia. Ascension to the 

kidneys, sepsis and general infection. Image prepared by the author. 

Watching this critical medical situation, CAUTI poses a risk to public health that cost to the 

health system $ 5.418 per patient on average considering a medium-size hospital, reaching $ 

10.197 in patients admitted in intensive care units20,21. The cost of treating this infection is due to 

lengthening the patient's stay in the hospital, incrementing the possibilities to acquire other 

nosocomial infection or a complication22. 

Actual treatments to fight CAUTI are almost entirely based on antibiotic therapies17, which are 

molecules that attack to bacteria by disrupting outer membranes, blocking receptors or 

dysregulate ion bombs as an example23,24. To fight CAUTI, trimethroprim sulfamethoxazole, β-

lactamases such as cefotaximases and oxacillinases, ampicilin C-type and carbapenemases are 
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the most used antibiotics25. These antibiotics can be oral or intravenous and treatments last a 

week at least. 

The exclusive use of antibiotics has a problematic issue. Antibiotic resistant is on the rise. 

Antimicrobial resistance in bacterial pathogens are associated with high morbidity and mortality, 

especially in gram-negative uropathogenic bacteria26,27. Uropathogenic strains are becoming 

increasingly difficult to treat owing to the widespread emergence of an array of antibiotic 

resistance mechanisms and the rapid expansion of these genetic elements in hospital 

enviroments28–30. Focusing only in CAUTI, amoxicillin with clavulanic acid, a commonly used 

antibiotic, showed a high resistance (87.5 %) in treatments carried out in 2013 in catheterized 

patients, adults or children without discrimination31. Treatment failure implies a relapse of the 

infection. Patients need new treatments and suffer a worsening of their quality of life, involving 

numerous adverse effects. As there is a shortage of effective therapies, lack of successful 

prevention measures, and only a few new antibiotics per decade, it is necessary the development 

of novel treatment or prevention options. 

Options to prevent the antibiotics use are currently explored, trying to find new therapies to fight 

CAUTIs. Some of these new techniques involve antimicrobial peptides32 or lytic enzymes33 as 

direct urethral treatments or embedded into a hydrogel covering urinary devices. In addition, 

current proposed solutions are based on nanoparticles as antibacterial treatment or attached on 

catheters surfaces as antibacterial coatings34–36. Finally, phagetherapy37 and vaccination38 as 

control or treat CAUTIs are promising strategies but, currently, all of them are in seed-state or 

they have not been considered general solutions and their use is reduced to specific applications 

or for research purposes33,39. 

A seductive alternative to CAUTI treatment is to prevent the infection by antimicrobial urinary 

catheters. One of the most explored strategies consists of immobilizing antibiotic substances on 

the catheter surface. The release of these substances to the environment can be controlled using 

degradable hydrogels. These antimicrobial substances are released until exhaustion, when the 

urinary catheter loses its antimicrobial effect and is vulnerable to bacterial colonization. Urinary 

catheters coated with hydrogel and antibiotics inside were proposed and leaved to the market as 

antimicrobial urinary catheters around 200140 but, they has not been shown to be a clear 

advantage over conventional silicone-based catheters. So, their use is associated with research 

proposes due to the low effectivity and the non-solution to antibiotic resistance problem compare 

with their manufacture cost. Close to these catheters, there are urinary catheters on the market 
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with antimicrobial properties, based on the release of silver salts from a hydrogel instead of 

antibiotics41. However, these catheters also have the problem of exhaustion and the loss of its 

antimicrobial properties. As an example, Lubri-sil® are silicone Foley catheters coated with a 

hydrogel containing and releasing silver salts. This catheter has a useful life of less than 28 days, 

showing a reduction of infections in the first 5 days of implantation, reaching the infection rate of 

a common urinary catheter after that. Also, in randomized clinical trials, low urinary tract infections 

were observed in the silver impregnated catheters with not significant differences between silver 

and non-treated catheter groups42. This effect may be due to the depletion of the catheter silver 

or its blockage by mucosa and cellular debris, losing the antimicrobial silver effect. 

As seen, technologies for releasing antimicrobial substances locally from the surface have 

proven to be ineffective or short-lived. An interesting approach is to use structures, micro- and 

nanostructures, that are found in nature with an interesting antimicrobial effect. These 

topographies on different surfaces (legs, wings…) can avoid bacterial colonization by a natural 

bactericidal physical mechanism, without the release of any substance. An extended study of this 

phenomenon is the cicada wings (Psaltoda claripennis)43, whose ordered nanopillars prevent 

bacterial deposition (Figure I. 3A). The general idea is to be able to replicate this physical 

antibacterial mechanism and create inert surfaces that can avoid bacterial colonization without 

releasing any type of antimicrobial substance. 

In light of this, biophysical manipulation of material surface topography to mimic natural 

structures present in some insects and plants, can confer interesting physical and chemical 

characteristics to surfaces44. Some authors have created structures such as nanopillars, patterns 

or pyramids45, managing to avoid colonization of the surface with some effectiveness. These 

structures can affect the bacterial adhesion mechanisms and the permanent establishment of 

bacteria on the surface, through a physical effect of repulsion. Some of these structures can even 

cause physical damage to bacterial structures such as membranes, being considered bactericidal 

surfaces46. Most studied nanostructures have a diameter between 50 to 80 nm, 10 times smaller 

than medium-size bacteria, with average density at 40 structures/µm2 and roughness of 40 nm44,47 

. With appropriate density, the cell membrane covers the top cap and also part of the vertical 

structure wall, leading to large stretching degree44,48. However, specific conditions present the 

highest bactericidal efficiency against Staphylococcus aureus44 and others conditions affect to 

other bacterial species. This kind of biophysical models reveal that the bactericidal effect depend 

on the bacterial species, the membrane type, the bacterial size and the attachment 

conditions45,48,49, being a partial solution to colonization problem. 
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Recent systematic studies of the topographical effect on bacterial activity and biofilm 

development are focused in nanopillar, nanosphere and microneedle structures as the most 

promising structures to avoid bacteria colonization (Figure I. 3) 45,47,48,50–52. Some examples of 

these technologies are the nanopillars presented in the work of Watson et. al (2019)48, where the 

authors explained the physical action of attack on bacteria (deformation/rupture) by nanopillar 

surfaces or the work of Serrano et. al (2015)53, who described a method for generating 

nanostructures at the surface of commercial sutures and their potential for preventing biofilm 

formation. But, nowadays, there are not medical devices with modified surfaces by nanostructures 

into the market, specially, there are not urinary catheters based on these technologies. 

 

Figure I. 3. Field emission scanning electron microscopy images of different bio-inspired nanostructured surfaces. Image 

of bio-nanopillars in cicada wings43,50 (A), to inspire the modification of different substrates with polymer micro-cones or 

microneedles fabricated using a templating method50 (B), titanium nanotubes grown via anodic oxidation50 (C), 

nanopillars fabricated by UV nano-replication technology44 (D) or titanium nanowires by hydrothermal manufacture 

process (E)54. Red bar: 200 nm, black bars: 1 µm. Figure extracted and modified from previously cited works with 

academic purposes. 

One of the reasons why these technologies are not taken to in vivo studies or even to the actual 

application is that, on numerous occasions these technologies are not suitable to real medical 

devices because their complex fabrication process or its low scalability, remaining as proofs of 

concept in the laboratory. Furthermore, one of the most complex problems to overcome is the 

application of these nanostructures on flexible surfaces, specifically medical silicones. The 

nanostructures and their components must be able to adapt to the shape of the medical device, 

in our case the urinary catheters, and not suffer tears, breaks or cracks when the device deforms, 
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moves or twists. But, overcoming the scalable manufacturing barrier and achieving a flexible and 

resistant nanostructured coating on silicone, these technologies could represent the future of anti-

infective biomaterials. 

For these reasons, to find a complete solution to avoid bacterial colonization must be a synergic 

technique, combining nanostructure technology easily to manufacture and an element to help it 

to promote the bacterial repulsion from surfaces. 

Collectively, the use of modified surfaces to combat bacterial colonization and infection is a 

promising solution to the growing problem of nosocomial infections associated to medical 

devices51. Micro and nano-topographies and non-fouling chemistries represent a promising 

combination for long-term antibacterial activity. 

At this point, antimicrobial metals have enjoyed a rich history of use in medicine and could be 

an appropriate tool to our purpose. The Edwin Smith papyrus, an ancient egyptian medical text, 

is one of the first written works that documents the use of a copper salts as astringent55, also, 

there are many historical applications of silver (Ag) in medicine, including the use of silver nitrate 

(AgNO3) to prevent gonorrhoeal eye infections in new-borns56 , Ag foils to prevent infections in 

surgical wounds53,57 or silver salts impregnated in urinary catheters, as previously mentioned58. 

Medicinal use of metals was prevalent until the discovery of antibiotics in the 1920s. Now, at the 

end of second decade of the twenty-first century, with the burgeoning threat of multidrug 

resistance and the dearth of new antibiotics in the pipeline, the use of antimicrobial metals is 

undergoing a renaissance55. Silver is an excellent agent to fight bacterial infections. The 

mechanism of action against bacteria is not clearly defined but, there is some evidence of silver 

ions interacting with sulfhydryl groups of proteins59. Also, silver ions are deposited in the cell wall 

as granules damaging it, and consequently, the electron transport chains losing their activity in 

bacterial respiratory process, components of DNA replication, and outer cell layers exhibit 

structural abnormalities57,59,60 . The antibacterial process depends on the concentration of silver 

ion available in media and the bacterial capacity to process silver ion by proton-bombs61. This 

resistance to silver ions is determined by sensor/responder genomic system (SilRS)62, located in 

some plasmids in gram-negative bacteria such as Pseudomonas aeruginosa61,63. However, 

chromosomally silver resistant mechanism has not been identified at that time and, perhaps it is 

a mutation in outer membrane porin proteins that conferee a deficient cation flux that not provide 

of advantages to bacteria and it is poorly diseminate57. Thus, silver stills one of most useful metals 

to avoid bacterial activity. 
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For all these reasons, synergic strategies between silver compounds and nanostructures to 

avoid bacterial colonization in medical devices could be the solution. This work proposes avoiding 

bacterial infection modifying medical device surfaces by a complex nanostructure with a metallic 

silver coating, demonstrating a controlled bacteriophobic, bacteriostatic or bactericide effect. 

Based on previous work of Dr. Gilabert, Dr. Texidó and Prof. Borrós64 in GEMAT group, different 

nanostructures applied to materials commonly used in medical devices, such as medical-grade 

silicone, will be explored. Playing with the shape and roughness, nanostructures will provide an 

effective antimicrobial surface in different bactericide grades. To obtain the nanostructure, two 

polymer coating strategies will be proved, using pentafluorophenyl methacrylate (PFM) and 

dopamine (DA) monomers as base films. 

The final objective to this technology is to be applied on Foley urinary catheters. The modified 

catheters will be physically and chemically characterized according to standard guides and its 

bacteriophobic effect will be proven. Tests will be carried out in vitro and in vivo, to verify its 

efficacy as close as possible to reality. 

To test the modified urinary catheter characteristics and its new bacteriophobic properties in 

vitro, biofilm methods and techniques to study bacterial attachment on surfaces will be revised. 

Currently, one of the biggest issues for biomaterials development is the study of their functionality 

in approximate real environments. Since the term biofilm was introduced in 1978, research is 

focused on the formation mechanism and how to eliminate it65. Several methodologies have been 

developed for study biofilm physiology, structure and composition by testing biomass66 or 

bacterial viability67. However, there is a lack of consensus among the diversity of techniques used 

to grow and study biofilms, especially on biomaterial surfaces65,68. Clear example are ISO 

standards to test biofilm, focus on food industry and metal or plastic materials as polyethylene. 

ISOs 22196:2011 and 846:2019 evaluate the antibacterial activity of antibacterial-treated plastics. 

Protocols are designed to test the ability of treated plastics to kill microorganisms over 24 h period 

of direct contact in static conditions. At present time, an official protocol to study bacterial 

interaction with surfaces and how surfaces can avoid bacterial colonization at long times does not 

exist. Because of this, the present work will explore different techniques to study bacterial 

interactions with medical surfaces, how biofilm starts to grow using systems, bacteria and 

conditions near to reality and how quantify and show the bacteriophobic properties of different 

modified medical materials in vitro and in vivo. 
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Considering the above-mentioned failures in the current prevention of urinary catheters 

colonization and the limitations to study bacterial interaction and attachment with biomaterials 

used in medical devices, the main objective of this thesis is the development of new urinary 

catheter with bacteriophobic properties and the techniques to understand bacterial interaction 

with it, mimicking an environment as closely as possible to reality. 

Therefore, to accomplish the main objective of this work, this thesis has been separated into 

the following goals: 

Chapter II; Development and optimization of different protocols to study bacterial interaction with 

medical devices in vitro and in vivo. 

• Traditional techniques and new ones were compared to understand the importance to 

use the correct materials and bacterial strains to study and extrapolate bacterial 

interactions and biofilm development on surfaces. Also, a new in vitro model to study 

biofilm growth on surfaces simulating urinary catheterization conditions was developed. 

The use of real and artificial urine, uropathogenic bacterial strains and different times 

of exposition in continuous flux, mimicking urinary flow, provided new tools to 

understand the formation of biofilm in urinary devices and what factors influence it. By 

last, the techniques were adapted to study the development of biofilm on medical 

devices in vivo, obtaining highly sensitive protocols. 

Chapter III; Design and characterization of a set of nanostructured surfaces functionalized with 

metallic silver coating on medical-grade silicones. 

• Based on previous work in GEMAT group, four new bacteriophobic or bacteriostatic 

surfaces were developed. Samples were manufactured by PFM and DA using different 

methodologies. Controlling the polymerization during the manufacture process, 

surfaces showed different levels of complexity and shapes in their nanostructure, which 

were enhanced by the silver coating applied on the polymers by two different Tollen’s 

reactions. The coatings were characterized and their behaviour on contact with 

bacteria were tested. Synergic effects between silver coating and nanostructures to 

avoid bacterial colonization were studied with the objective to select the one that was 

implemented in the urinary catheter. To apply the technology to urinary catheters 

various criteria were considered: industrial scalability, reproducibility and cost. 
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Chapter IV; Implementing selected technology to real urinary catheters. 

• Chemical and physical characterization of the device were carried out in this chapter. 

It was necessary to ensure that the coating is stable in real-life situations, with special 

attention on usage time and chemical conditions. To do this, urinary catheters were 

studied under flow conditions using different media, temperature and times to 

characterize the technical features of the new device. Also, in vitro tests to ensure that 

the bacteriophobic effect developed previously was transferred to the urinary catheter 

were done. 

• In the second part of the chapter IV, the bacteriophobic silver-coated urinary catheters 

were tested in vivo with pigs as animal model. Protocols to implant the devices and to 

test their impact in pigs was created. Also, a complete study to test the efficacy of new 

silver-coated urinary catheters avoiding bacterial colonization was realized, using the 

protocols obtained in chapter II. 
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ABSTRACT 

In this chapter, different strategies have been proposed for the development and the evaluation 

of bacterial biofilms on materials commonly used in medical devices. Tests in vitro, in complex 

environments simulating normal use of the devices, and tests in vivo were used to understand 

the formation of biofilm on medical silicones. 

2.1 INTRODUCTION 

As explained in the previous chapter, the aim of this work is to develop new antibacterial urinary 

catheters to fight CAUTIs. For this purpose, different strategies to obtain antibacterial surfaces 

have been developed and tested in different ways. But, to apply these strategies to real medical 

devices and evaluate their functionality, the bacterial behaviour in contact with materials present 

on medical devices must be studied. Nowadays, identifying and studying bacterial adhesion in 

materials used in medicine present a great technical challenge. This chapter introduces the 

current techniques to study bacterial biofilms and their drawbacks. In order to solve it, a new 

methodology have been developed to determine bacterial adhesion and biofilm formation on the 

surface of materials used in medicine and real medical devices. Techniques have been validated 

both in vivo and in vitro tests, being sensitive enough to observe from punctual bacterial adhesion 

to mature biofilms formed by mixed populations. 

To define these new methodologies to study bacteria on medical materials, it is necessary to 

understand how a biofilm develops on surfaces. Bacteria exist in two states, planktonic or sessile 

cells. Planktonic bacteria can growth exponentially and colonize new niches. These bacteria 

express adhesion structures and they are metabolically active whereas sessile bacterial 

populations are focused on perseverance, forming protective structures known as biofilms, 

usually attached on surfaces1. 

Biofilms are defined as structured communities of microbial species embedded in a biopolymer 

matrix on either biotic or abiotic substrata2,3. Most relevant characteristic of biofilms is its 

resistance to biocides, antibiotic chemotherapy and clearance by humoral or cellular host defence 

mechanisms1,2,4, becoming a reservoir of active bacteria that can develop serious infections in 

case of colonize healthcare environments. Biofilm formation is a complex process which depends 
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on multiple variables, including the bacterial specie involve, surface characteristics, nutrient 

availability, hydrodynamics and quorum sensing5–7. Briefly, there are at least three phases 

involved in the biofilm formation process2,8,9: Attachment of bacteria to surfaces by different 

appendages, division of attached cells on surfaces and aggregation of bacteria from the bulk fluid 

to the developing biofilm (Figure II. 1). This last accumulation step requires coordinated efforts 

from the biofilm community to produce a viable mature biofilm, ensuring the oxygenation and 

distribution of nutrients to the different bacterial strata. 

 

 

Figure II. 1. Developmental stages in biofilm formation. (1) One or more planktonic bacterial species adhere to a biotic or 

abiotic surface by different mechanisms or appendages. (2) Attached bacteria loss their appendages and start to duplicate, 

forming microcolonies. (3) Bacteria change their metabolism, bacteria start to send different signals (sRNAs, pDNA and 

different molecules of quorum sensing), matrix formation begins. (4) The matrix is a complex environment, water and 

nutrient-exchange channels are formed, bacterial division slows down and the set is resistant to external microbicidal 

agents. Image prepared by the author. 

In last two decades, the knowledge about biofilms has increased due to the advances in 

molecular and imaging tools, revealing that biofilms are complex and dynamic structures. A clear 

example of the complexity of biofilm matrix was presented in 2001 for the first time, when 

observing biofilm was possible by a confocal laser scanning microscope, shown living biofilms of 

Pseudomonas aeruginosa by staining process with fluorescent probes10. After that, biofilms were 

considered highly hydrated open structures constituted of 73 to 98 % of extracellular substances 

and large void spaces, allowing the circulation of nutrients and signalling molecules and 

catabolites. This view changed the idea of biofilms like rigid structures and showing the need of 

create new strategies to visualize bio-structures completely7,11. 
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The new vision of bacteria-surface interactions has made to rethink the tools to study biofilm 

development. However, nowadays, there is a lack of consensus among the diversity of techniques 

to visualize and quantify bacteria or biofilms12,13, and not only in the scientific community. A clear 

example are the standards guides, such as ISOs 22196 and 846, that evaluates the antibacterial 

activity of antibacterial-treated plastics in food industry. Currently, an official protocol to study 

bacterial interaction with surfaces and how surfaces can avoid bacterial colonization does not 

exist. Bringing the biofilm study problem to medical devices, there is a giant lack of standard 

protocols and information of how to study the behaviour of bacteria on materials used in medical 

industry. None of the available standard protocols are indicated to study surface colonization, 

biofilm formation, or the effect of materials on bacterial attachment. 

For this reason, the study of the development of a biofilm on materials for medical use, such as 

plastics and silicones, is currently a technical challenge. To understand biofilms in all their 

complexity, how bacteria interact and adhere to materials should be studied first. For this, testing 

their interaction with the material by techniques that allow a direct visualization of the bacteria and 

the surface, without neglecting the state of these bacteria (live, metabolically active, latent, or 

dead) is necessary. Currently, there are few tools that allow the visualization of this process 

directly, without intermediaries that camouflage the real behaviour of the bacteria or its state. 

Microscopy and bacterial counts, in combination, offer certain information that is often incomplete 

and losing the overall bacterial-surface vision, focusing only on the biofilm as an independent 

structure and not as the result of an interaction between the material and the bacteria. 

Along with the techniques, another critical factor is the parameters commonly used in biofilm 

tests that influences the understanding of biofilm development. Currently, biofilms developed in 

vitro are studied for short times, under controlled conditions and in complete media, not in a real 

infection environment. Also, one of the major problems of these standards is the use of materials 

such as polystyrene or glass for tests, rare materials in medicine, instead of real medical devices. 

This supposes a loss of complexity of the tests, misunderstanding which parameters can be key 

in the development of a mature biofilm. For all that, this scenario represents an added problem 

when designing strategies to avoid bacterial colonization and biofilm formation. 

Seeing the biofilm formation process entirely and, furthermore, being able to interfere in the 

biofilm formation process, it is necessary to carry out the tests aimed at it. Directly or indirectly, 

the most used techniques are extensively shown in the annex, Table II. 1. However, in this 
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chapter, the most common techniques have been commented and summarized below and in 

Figure II. 2. 

 

Figure II. 2. Overview of methods to grow and characterize biofilms. It includes different biofilm devices, methods to 

assess adhesion extent and strength, techniques to measure biofilm biomass, viability and matrix composition and 

visualize the biofilm structure. Techniques are divided into groups according to the stage of biofilm development when 

are used. In situ techniques are subject to the material and the morphology of the surface to be studied (silicones, plastics, 

sheets, tubes, spheres…). Different microscopy techniques to visualize biofilm matrix and bacteria can be used in any 

moment of biofilm development. Image prepared by the author based on the information obtained from different reviews14–

21. 

Different qualitative parameters are usually considered when evaluating and studying biofilms 

by visualization techniques using different microscopy tools. These parameters are the physical 

structure of a mature biofilm, such as the types of nutrient and gasses transport channels, as well 

as the integrity and shape of the individual bacteria that compose the biofilm (if they are not 

embedded in the matrix) or, in case of studying the adhesion of bacteria to a surface, the integrity 

of their membranes, shape, volume and their distribution on the surface17,22. To test antibacterial 

surfaces, it is interesting to focus efforts on studying two processes: how the bacteria interact with 

the surface and the development of a complex biofilm on it12–14,17. The evaluation and visualization 

of these phenomena serves to identify the antibacterial mechanisms of the surface: bacteriostatic, 

bacteriophobic or bactericide. But, showing biofilm physiology and structure on a specific material, 
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especially in in vivo studies where bacteria usually are mixed species with different conformations, 

is of special interest23–25. 

Most used techniques are based on Scanning Electron Microscopy (SEM) or confocal imaging 

microscopy. Microscopy has the advantage of producing fascinating images that can be used 

directly as general information source of biofilm. As example of the use of microscopy to study 

the biofilm structure, Field Emission Scanning Electron Microscopy (FE-SEM) has been widely 

used (Figure II. 3). Pompilio et. al26. visualized Staphylococcus aureus biofilm onto polystyrene 

after three day of incubation in 2015, one of the first in vitro studies of biofilm beyond 48 h. 

However, the provided images showed a partial-biofilm developed, breaks in the biofilm structure 

and the stratification were not appreciated despite being gram-positive bacteria, who better 

withstand the stress of preparing the samples for FE-SEM. To increase the clarity of the images, 

Transmission Electron Microscopy (TEM) and cryo-SEM were used for the determination of the 

Proteus mirabilis biofilm structure and composition on infected urinary catheters. But, despite of 

a high level of resolution and detail, concluding remarks were not obtained. One of the main 

causes was the destruction of the exopolymer matrix during sample preparation16. If the objective 

of the study is to verify the efficacy of an antimicrobial surface, the loss of the matrix is especially 

important and generates a lot of extra considerations. The visualization techniques must ensure 

the integrity of the structure of the biofilm, since the rupture of the matrix may be because of the 

surface and to learn how biomass interacts with the surface. 

 

Figure II. 3. FE-SEM images of S. aureus at 3 days of incubation on polystyrene by Pompilio et. al (2015) (A) and images 

from colonized urinary catheters by E. faecalis in vitro from the study of Kart et. al (2017) (B and C). Images modified and 

reproduced with academic purposes. 

The problem of correctly visualizing biofilm on a surface is increased when studying complex 

surfaces, such as those of medical devices. The use of imaging to study biofilm formation in real 

medical devices has been rarely used and few studies have been carried out. The major problem 
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to obtain information directly from urinary devices are the shape of the device, usually tubes with 

a narrow lumen where bacteria are. The shape amplifies the problem of losing the biofilm matrix 

by natural detachment due to the sample-overtreat. One of the most recent works in this field is 

the study of the colonization of urinary catheters by Enterococcus faecalis by Kart et. al (2017)27 

(Figure II. 3 B and C). In this work, a SEM images of bacteria on silicone catheters are shown but, 

it is necessary to emphasize that the culture of the bacteria was not carried out in the whole device 

but in a fragment for 1 to 5 days. Moreover, many of the problems described above were found: 

biofilm breakage, biomass loss and ultimately and loss of structural information. 

Conversely, confocal laser scanning microscopy is a valuable tool for the study of biofilms, as 

it allows real-time visualization of fully hydrated, living specimens19,28. Various extracellular 

compounds can be labelled fluorescently and visualized. As an example of the molecule 

visualization and quantification is the use of the staining TOTO-1 to stain extracellular DNA in 

Staphylococcus epidermidids biofilms in vitro (Figure II. 4). The biggest drawback of the use of 

confocal microscopy images is the limitation given by the probes. It is necessary to use a 

fluorophore for each element to be visualized, either direct or non-specific. Currently, there are 

probes for any element to study: bacterial membranes, genetic material, proteins (or a single 

specific protein), polysaccharides ... but with a big limitation: it is necessary to use fluorophores 

that emit signal at sufficiently separated lengths to properly observe the set of elements, 

otherwise, cannot be distinguished. 

In case of studying antimicrobial surfaces, applying confocal techniques is complicated. Being 

able to visualize the surface under the bacteria or the biofilm is key to understanding the 

interaction between the elements. Furthermore, in the case of applying this technique to complex 

medical devices, especially curved ones, focusing biofilm layers is extremely difficult22,28. 
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Figure II. 4 A. Confocal microscopy image using TOTO-1 syto to stain extracelluar DNA of S. epidermidis biofilms in vitro. 

Image from the work of Schlafer and Rikke (2017)15, reproduced with academic purposes. Bars: 5 µm. B. Classical sample 

preparation to visualize different elements of biofilm, bacteria or matrix: single-probe preparation marked as F and 

sandwich preparation scheme. 

One of most mentioned advantage of microscopy is the ability to quantitatively analyse 

biofilms11,29. This method of quantification is usually applied to punctual bacterial adhesion on 

modified surfaces, counting bacteria in a specific area and assuming the rate bacteria per area. 

Biofilm quantification is too complicated because the multiple layers of bacteria and the complex 

matrix around them camouflaging the total number of bacteria attached on surfaces. This 

methodology has serious problems, including the impossibility of distinguish between life or dead 

bacteria attached (or casual deposited) on surface. Few authors can show structural damage on 

bacterial membrane, assuming that bacteria are dead, but this technique is subject to subjective 

interpretation. 

Considering the limitations of microscopy as a counting tool, a lot of authors have tried to 

quantify the bacteria embedded in biofilms. Many of the reported in vitro methods use flat surfaces 

to grow biofilms16 but curved surfaces, as urinary catheters, cannulas, stents or tubes used in 

medicine, present a different set of challenges. Complex structures such as presented in medical 

devices are also difficult to visualize under microscope, therefore, quantification techniques gain 

importance. Different methodologies to disrupt and extract biofilm from surfaces and medical 

devices were tuning to quantify bacteria. Notable among these, is the use of sonication and vortex 

agitation are relatively successful21,27,30. But most of the techniques to disrupt biofilms are applied 

on biofilms that have grown only for 18 to 48 h. In clinical settings, where medical devices remain 

in situ for weeks, biofilms develop over a longer period and are much harder to disrupt. In urinary 

catheters case, crystalline biofilms responsible for catheter associated urinary tract infections 
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(CAUTI) are known to be often caused by mixed pathogens with complex salt-biological matrix 

structures strongly attached to catheter’s lumen31. In this context, Mandakhalikar et. al (2018)32 

studied the optimization of biofilm-extraction method from catheterized mices, revealing very 

significant differences between methodologies. Therefore, the application of different techniques 

to visualize and quantify the biofilm can offer different information about its status, leading to 

confusion. 

In addition to all explained above, there is a problem with the duration of the experiments to 

test biofilm development in a surface. In vitro studies that analyze the behavior of bacteria and 

the development of biofilms on surfaces are carried out in short periods of time (commonly 4 to 

24 hours and a maximum of 48 hours)33–35. In case of studying surfaces with bactericidal, 

bacteriostatic or bacteriophobic effects, the study time is more significant. The duration of the 

effect of these antimicrobial surfaces cannot be corroborated beyond the hours in which they have 

been in contact with bacteria. Techniques that can study the bacterial interaction with the surface 

for long periods will be very useful. In this area, the Quartz Crystal Microbalance with Dissipation 

monitoring (QCM-D) stands out as a powerfull tool to test bacterial interactoin with surfaces and 

how biofilm develops14,36. However, techniques such as QCM or QCM-D can be applied in vitro 

in very specific systems, not on medical devices. 

Despite of medical devices are the target of the studies, generally, they are not the platform of 

choice for researchers to study biofilm due to the complexity involved in developing biofilms on 

medical devices. The size of the medical devices, their design and their shape are usually the 

main drawbacks. Developing biofilm in vitro on complete medical devices by making bacteria 

interact with the areas of interest involves a complex optimization process. Because of this, a 

significant gap exists in this field. As surface-associated biofilms are highly dependent on the 

topography of the substrate, its chemical characteristics and the level of exposure to gasses and 

water11, testing biofilm development in real medical devices is a point to achieve. 

Furthermore, biofilms can take up nutrients directly from the material where bacteria are 

adhered, especially, important feature when studying antibacterial surfaces23. Because of this, 

the same bacterial biofilm can vary depending on the selection of the base material where biofilm 

is growing43. So, an interesting approach is to study biofilm on materials used in medical devices 

manufacture. These materials are commonly plastic and rubber with generally lightweight, an 

excellent flexibility and an inexpensive manufacturing cost37. Also, they present low levels of 

cytotoxicity, used for short or long times on patients. However, because of they are the most 
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widely used materials in single-use or implantable medical devices, they have the highest levels 

of bacterial colonization, especially on silicones and polyurethanes38,39, despite of the fact of they 

are considered low-colonizable materials40,41. Moreover, the natural topography of materials, its 

micro- and nanostructure, plays a fundamental role in bacterial adhesion and biofilm 

development23,42,43. Therefore, it would be interesting to study materials that show the same 

micro- and nanostructure than the real products. 

The last parameter to consider when studying biofilm is the bacterial strain used to develop it. 

To test biomedical materials are usually used laboratory models whose results cannot be 

extrapolated to the rest of bacterial species33. Model bacteria are very different from pathogenic 

clinical isolates. Ideally, the most common bacterial clinical-isolate strains should be used to test 

the surface where these bacterial infections develop. As an example, in catheter associated 

urinary tract infections (CAUTI) would be interesting to use uropathogenic bacteria with specific 

adhesion mechanisms for urinary epithelium and with a process of biofilm formation that includes 

urease in its matrix44–46. 

Therefore, this chapter reviews traditional methodologies and parameters usually tested to 

understand biofilms, highlighting the need to bring them closer to the real medical devices. 

Furthermore, current protocols were discussed, noting the need to find simple and versatile 

techniques that can be extrapolated from in vitro tests to in vivo tests, without varying 

reproducibility and reliability. 

With the above goals in mind, this chapter proposes an easy-to-use methodology to visualize 

and quantify, with high sensitivity, attached bacteria to silicone surfaces and real medical devices 

silicone-based. Developed techniques must be sensitive enough to study antibacterial surfaces, 

with low attached bacteria, avoiding general results such as black photo results. The big goal is 

to show the real behaviour of bacteria on antibacterial (or not) surfaces, bringing the conditions 

as close as possible to reality. Also, one method to study bacterial attachment and early biofilm 

mimicking urinary devices in vitro has been proposed. The method consists of simulating 

environmental and physical conditions of urinary tract using QCM-D and a clinical isolate 

uropathogenic strain as infective strain model. To probe this model, the role of human albumin 

present in urine on biofilm formation has been studied. 

Finally, as the real problem is to study biofilm development beyond in vitro tests, in real medical 

devices, the techniques should be able to perform the biofilm evaluation in real environments. 

The methodologies proposed will be applied in in vivo studies, testing its versatility to visualize 
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multi-specie biofilm structures on real medical devices at long times (> 20 days), identifying the 

bacterial strains which form part on it. 
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2.3 RESULTS and DISCUSSION 

2.3.1 Evaluation of conventional techniques, materials and bacterial strains to 

study the development of biofilms on surfaces. 

In this section, conventional techniques to grow and study biofilms on surfaces will be evaluated 

to establish a reproducible method, sensitive enough and as close as possible to real conditions. 

These techniques should be used to study the biofilm development on medical devices both in 

vitro and in vivo, considering all the drawbacks and challenges explained above (Figure II. 7 A-

D). 

To evaluate the importance of bacterial culture technique on materials and to determine how 

put in contact bacteria with surfaces for future experiments, two common bacterial set ups were 

tested: placing the sample at the bottom of the container where the culture medium is located or 

placing the sample on the side or floating with the face of interest in contact with the medium. To 

prove this phenomenon, counts of colony forming units (CFU) per cm2 of E. coli CFT073 and P. 

aeruginosa PAO1 were made in PDMS placed at the bottom or the top of the well (Figure II. 7 A). 

As can be noted in Figure II. 7 A, important differences in the counts of adhering bacteria were 

observed regardless of the bacterial strain used. Bottom samples presented massive deposition 

of dead bacteria, bacterial debris and bacterial secretions nonrelated with biofilm matrix on 

surface, disrupting the bacterial interaction with surface and creating partial biofilm mixed with 

biological waste. Placing material at bottom of wells produced unstable bacterial adhesion. 

Biofilms formed with this procedure were unstable and heterogeneous, losing principal 

characteristics of biofilm on surfaces: be anchored to the surface resisting washes. This could be 

due to the limitation of using media in static conditions, without refill, and an inoculum that reaches 

a stationary phase. By contrast, surfaces that were put in contact with the media by floating or on 

the side of well, showed a well strong biofilm, wash resistant. Samples were easy to manipulate, 

and biofilm held homogeneously on the surface. All bacterial debris, waste substances and 

biological residues fell into the bottom of the well. This situation leaved the surface in contact with 

bacteria free of debris. Only bacteria and biological remains that actively interact with surface, 

were deposited on it. This experiment remarks the importance of the design and the setup of the 

tests for the study of bacterial adhesion to materials. 
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Figure II. 7. A. Bacterial counts per cm2 of E. coli CFT073 and P. aeruginosa PAO1 attached to the surface of PDMS. 

PDMS was placed at the base of the well (bottom) or on the surface, floating (top). B. Crystal violet stain of biofilm formed 

on different surfaces. P. aeruginosa PA01 and S. aureus subs. aureus strains were used as model. Measures were taken 

at 543 nm and normalize per cm2 to compare between surfaces. The test was carried out 3 times with 3 to 5 replicates 

per surface. C. Different strains of Escherichia coli attached differentially to PDMS and NUSIL. D. Colony forming units 

per cm2 extracted from PDMS, NUSIL and urinary catheters using different protocols based on vortexing and sonication. 

Vortexing (V) was applied during 2 min and sonication (S) was applied during 10 min in water bath. Escherichia coli 

CFT073 was used as adhesion model. Statistical analysis was performed with multiple comparations between materials 

and protocols. Protocol S-V was used as reference. P-values correspond to: (*) p-value < 0.05, (**) p-value < 0.01, (***) 

p-value < 0.001, (****) p-value < 0.0001

Next steps were understanding the importance of the right selection of the material on which 

studying the development of a biofilm, as conventional biofilm-study materials were tested 

(poly(1-phenylethene, PS) and borosilicate glass). As implantable medical device materials, 

polydimethylsiloxane (PDMS) and medical silicone (NUSIL) were used in this chapter (Figure II. 

7 B). After growing biofilm on selected materials, in order to evaluate biomass deposited on 

materials, as a reference of biofilm formation, crystal violet staining was used. 

Results present in Figure II. 7 B reflects the common drawback of crystal violet staining17,53. 

Four problems stand out: the poor reproducibility shown in the high deviation values, the loss of 

biofilm mass attached on surfaces due to the high manipulation of samples, the impossibility of 
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distinguish between live and dead bacteria and the ignorance of the stage of the biofilm. However, 

tested materials were compared using crystal violet stain standard protocol to quantify biomass 

adhered to each surface in this case. As shown in Figure II. 7 B, two different bacterial strains 

was used. Pseudomonas aeruginosa and Staphylococcus aureus were adhered with different 

values to each material. PS had higher level of bacterial adhesion, as previously reported in 

bibliography54. Considering the differences between silicone-based materials and PS, PS should 

not be use as reference despite of its extended use in the research community, if possible. 

Furthermore, despite being one of the standards, borosilicate glass did not reflect in any case the 

real behaviour of biofilm formation and biomass deposition to surfaces, offering poor data that 

cannot be extrapolated to other materials. 

Lastly, PDMS and NUSIL were compared in biomass-attachment field using different bacterial 

strains (Figure II. 7 C). Four strains were used: Escherichia coli DH5α (laboratory model for 

cloning), Escherichia coli BL21 (laboratory model for protein expression and purification, 

proteases deficient), Escherichia coli CFT073 (urological clinical isolate, uropathogenic and drug 

resistant model from USA, purchased in ATCC®), and Escherichia coli 07 (uropathogen clinical 

isolated from infected urinary catheters). The most notable differences are due to the adhesion 

systems expressed by these strains (adhesins, pili, fimbriae and flagella) directly related with their 

pathogenicity46,55,56. As shown in Figure II. 7 C, different bacterial strains presented different 

adhesion on PDMS and NUSIL, being significant the difference between strains and not between 

materials. Specifically, differences between E. coli strains were proven. Clinical isolate E. coli 

CFT073 and 07, uropathogenic strains, possess a plethora of both structural (fimbriae, pili, curli 

and flagella) and secret toxins or virulence factors that contribute to their capacity to attach on 

surfaces (and cells) causing infections46. Laboratory model E. coli DH5α and BL21 showed less 

adhesion and biofilm formation to surfaces, as expected. In addition, the differences in adhesion 

counts between PDMS and NUSIL were more important using these bacterial strains. The use of 

strains that naturally do not have adhesion mechanisms to surfaces should not be recommended 

to study how bacteria interact with surfaces, due to test will offer non-real data. It has been shown 

that it is necessary to carry out studies of interaction between surfaces of interest with key 

bacteria, lay assay laboratory models. 

It is not only important the material, the bacterial strain and the culture conditions to understand 

biofilm development. Quantification methods provide key information to understand material-

bacteria interactions, as well as the metabolic status of adhered bacteria and the grade of maturity 

of the tested biofilm. But bacterial quantification methods on medical devices have a problem: in 
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clinical settings, medical devices remain in situ for days or weeks, where biofilms develop over a 

longer period. This biofilm is much sturdier and more challenging to dislodge to quantify the 

bacterial content. Because of this, many of reported in vitro methods use flat surfaces to growth 

biofilms17,36,57 but medical devices are usually curved tubes with a lumen section where biofilm 

develops. These complex structures make biofilm extraction even more difficult. 

Looking for a sensitive-enough method to ensuring the extraction of all biofilm and bacteria 

attached to a surface, various protocols had carried out with few variations, based on the work of 

Mandakhalikar et. al.32. Using simple techniques to biofilm disruption: vortexing (V) and sonication 

(S), bacterial extraction were tested on PDMS and NUSIL coupons and urinary catheters 100 % 

silicone based (sizes from 10 to 20 Fr), shown in Figure II. 7 D. As can be noted, biofilm was 

extracted from surfaces using three different protocols and then, colony forming unites (CFU) per 

cm2 were plated and counted. All these methods allowed quantify adherent and metabolically 

active bacteria but, it was necessary to find the most sensitive protocol in order to recover all 

bacteria from the complex medical devices. S-V-S protocol showed the highest number of CFUs 

recovered per cm2, with the smallest deviation. However, all three techniques represent an 

increase in the sensitivity of biofilm extraction, compared to what is usually used7,32. But, the 

statistically significant differences shown between extraction protocols were evident, so S-V-S 

protocol will be the method used to extract bacteria and biofilm throughout this work. This protocol 

was used to quantify attached bacteria to PDMS and NUSIL using different bacterial strains for 

the rest of the tests made in the Figure II. 7. 

Thus, in this section we have analysed and discarded the traditional techniques of growth and 

study of biofilm. Crystal violet stain test is a not useful tool to study bacterial adhesion on surfaces. 

It will also not be useful for the study of antibacterial surfaces, due to its high variability and low 

sensitivity. However, this technique has been used to highlight the need to study the biofilm 

formation on the surfaces of interest and not on materials for standard use. Furthermore, material 

and bacterial strain used in the tests play an important role in the study of bacteria-material 

interactions and biofilm development. From now on, bacterial strains from clinical uropathogenic 

isolates, biofilm formation models or bacteria with clinical relevance will be used. Also, bacteria 

will be grown on surfaces of interest (NUSIL, PDMS or urinary catheter) to test these materials 

and their physical or chemical properties regarding bacterial attachment. 

In order to quantify live bacteria adhered to surfaces, specifically in urinary catheters, the third 

proposed protocol (S-V-S) will be used. However, these techniques offer indirect information 
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about the material and the interaction of bacteria on it. That is why it is necessary to develop 

visualization techniques for testing antimicrobial surfaces, to know the surface-infection 

relationship closely. 

2.3.2 Microscopy techniques to observe bacterial attachment and biofilm 

formation on surfaces. 

As explained in the Introduction section, microscopy techniques present a several problems 

when studying interactions between bacteria and materials. Different strains of P. aeruginosa 

have been grown on PDMS and visualized under confocal microscopy to study the bacterial 

adhesion phenomena to silicones. Figure II. 8 A and B show images of the same surface 

colonized by P. aeruginosa PAO1. These tests highlighted the need to generate a large image 

library to obtain robust statistics due to the difference in bacterial colonization on the same 

sample. Furthermore, the images shown in Figure II. 8 C and D correspond to clinical isolates of 

P. aeruginosa grown on PDMS at different times which showed an intermediate level of bacterial 

adhesion. The images show bacteria on a plane, but it is more difficult to see how bacteria are on 

the surface because the loss of visualization of the material under them. Using this technique, it 

was not possible to obtain information on how bacteria had adhered to the surface: randomly or 

following a pattern given by the material. The maturity of the biofilm, the presence of strata or its 

shape neither could be observed. Therefore, confocal fluorescence microscopy was used in this 

work to provide complementary information to the study but not as a main tool. 
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Figure II. 8. Confocal microscopy of P. aeruginosa on PDMS surfaces. Images were taken after stain with Live-Dead cell 

staining kit. Biofilm is not homogeneous and depending on the area targeted, may give biased information. Also, surface 

under biofilm is camouflaged by the technique and the topography cannot be appreciated. 

Similarly, Scanning Electron Microscopy (SEM) or Field-Emission Scanning Electron 

Microscopy (FE-SEM) offer information about bacterial colonization and their interaction with 

surfaces22. This information can be useful determining how bacteria interact with surfaces and 

even understanding how antimicrobial materials affect bacterial adhesion. FE-SEM have been 

widely used in studies although they cannot provide reliable information about the state (living or 

dead) of bacteria. 

However, SEM techniques have other difficulties in obtaining bacterial images from surfaces. 

One of them is the need to fix the sample to the surface before viewing. Standard protocols to fix 

bacteria and biofilm are based on serial dehydrations of matrix using water and ethanol11. In this 

part, a protocol was developed to fix natural biofilms of mixed bacterial species, formed on 

silicone-based medical devices to visualization with FE-SEM. This protocol tries to keep the 3D 
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structure of biofilm matrix intact and the integrity of bacteria attached on surface, avoiding the 

loss of biofilm texture or the bacterial form. In addition, avoiding the cracking of biofilm, on the 

entire surface, was a goal. 

Two protocols to fix bacteria were created. Figure II. 9 shows FE-SEM images obtained using 

the two protocols explained in materials and methods section. Briefly, first one uses 2.5 % 

glutaraldehyde solution and ethanol diluted in water to fix bacteria. Modified protocol uses 4 % 

formaldehyde solution and ethanol diluted in PBS or water to fix bacteria. 

First protocol was used on samples what are shown in Figure II. 9 A, C and E, and the second 

one was used on Figure II. 9 B, D and F. 
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Figure II. 9. FE-SEM images of a biofilm or bacterial adhesion on PDMS coupons. Homogeneous layer of adhered 

bacteria. Different fixation protocols were applied to surfaces to fix bacteria and biofilm structures. First described protocol 

was applied to A, C and E samples and the second one was applied to B, D and F samples. White arrows remark the 

interesting points of each image. 

As can be seen in Figure II. 9 A, bacteria presented a diffused morphology without any 

appreciation of matrix or structure, as well as Figure II. 9 C, where crushed bacteria can be seen, 
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having lost their volume and shape, drawing small craters in their centre. This poses a problem 

when analysing the morphology of bacteria and how they can be affected by the surface. In 

studies on antimicrobial surfaces respecting the bacterial morphology is essential, to know if the 

surface influences them. On the other hand, Figure II. 9 E showed adhered bacteria on the 

surface, homogeneously in monolayer, but the film was broken and lifted. This loss of film can 

occur throughout the sample, giving incomplete information about the true bacterial behaviour on 

that surface. 

In contrast, second protocol applied on the images of Figure II. 9 B, D and F, showed the 

monolayers of bacteria adhered clearly without open, broken or raised areas. In case of image F, 

the shape, volume and structure of the individual bacteria could be fully appreciated. This protocol 

maintained the structure and texture of microcolonies and the connections between them. So, 

this protocol makes it possible to study how the bacteria are attached to the surface as well as 

the integrity of their membranes. These images provide much more information of bacterial 

adhesion on surfaces and offer a real scenario on which studying the effect of external agents, 

such as antimicrobial ones. So, protocol 2 has been used in this work to visualize single strain 

bacteria, mix populations and in vitro or in vivo biofilms on 2D samples or real medical devices. 

According to the information obtained and discussed for the visualization of biofilm on silicone-

based surfaces, and once the extraction and quantification of the bacteria adhered to the surfaces 

have been optimized, the guidelines are established to study biofilm and bacterial adhesion on 

the surface in a reproducible and sensitive-enough way, using different techniques such as FE-

SEM or bacterial quantification protocols. 

2.3.3 In vitro study of bacterial adhesion and biofilm development on simulated 

complex environments. 

Previous section highlights the need to create standardized methodologies to growth and 

analyse biofilm on surfaces. The above methods provide very valuable information about the state 

of the attached bacteria on surfaces, the number of bacteria interacting with the material and the 

shape and mature level of biofilm developed on surfaces. However, to study the interaction of 

bacteria with antimicrobial materials in depth, knowing about the bacteria-material adhesion 

mechanism and the interactions with material structures, it is necessary to find much more precise 

tools. 
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Studying urinary infections, there are elements which is rarely taken into account, such as the 

media composition on biofilm develops, the flow conditions and the bacterial strain58. In a real 

infection, media varies with the evolution of the infection and the environment response. The 

presence of biomolecules, salts or waste proteins can interact with surfaces and affect bacterial 

adhesion, growth and biofilm development, creating a complex system where infection is 

developed18. If the purpose is to study the interaction of bacteria with medical device surfaces, it 

is necessary to recreate as close as possible the conditions where biofilm will develop. 

As previously mentioned, recreating the environmental conditions in which a biofilm develops 

on a surface is necessary to understand it. In case of urinary catheters, to recreate an urinary 

infection is extremely complex because bacteria grows in a continuous flow in urine, which is an 

aqueous medium composed mostly of water with dissolved salts, short peptides, free amino acids, 

cell debris from the bladder epithelium, and waste proteins47,59. 

In this sense, one of the main proteins that it can find in urine derived from previous pathologies 

is human albumin (HA). HA could play a critical role during biofilm formation. Excreted HA is used 

as a diagnostic value in the initial detection of renal disease because is an indication of 

proteinuria60, which is also a predictor of progressive kidney damage, and a cardiovascular risk 

marker and predictor61–64. These dissolved molecules can play and important role during the 

bacterial attachment because it is well known that molecules, such as fibrinogen or urea crystals, 

can interact with hydrophobic surfaces, as urinary catheters, providing new anchor points where 

bacteria can attach and grow65,66. Also, HA can interact with different surfaces as silicone or 

polystyrene67, forming a layer which can cover urinary medical devices facilitating the bacteria 

anchoring. However, there is a lack of information on biofilm models that do not study the 

relationship between the presence of HA dissolved in urine and the bacterial attachment on 

urinary catheters, the development of biofilm and the further development of an urinary infection. 

In addition to the above, select the strain model is a key factor. To understand urinary infections 

on urinary catheters, an uropathogenic strain, clinical isolate Escherichia coli CFT073 was used, 

which produce bacteriuria and other catheter associated urinary tract infections45,68. 

Uropathogenic strains possess unique structural and virulence factors44 that contribute to their 

capacity to adhere to catheters surface forming biofilm45,46. 

Taking all these into account, a model will be developed to study E. coli CFT073 adhesion to 

surfaces in conditions close to reality. This model has been explained briefly in Figure II. 10. 
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Figure II. 10 Model to study biofilm formation on QCM-D chamber for hydrophobic surfaces. Under constant flow, artificial 

urine with human albumin and other biomolecules was circulated through the QCM-D chamber. Elements present in 

artificial urine were adhered on the sensor, creating a layer of biomolecules where bacteria can be anchored (2). After 

that, bacteria were circulated to observe how interacts with the created layer of biomolecules in different ways (3). Finally, 

attached bacteria developed a biofilm under flow conditions using artificial urine as a growth media (4). 

First, for the creation of a suitable model to study the influence of HA dissolved in patients’ 

urine, two types of urine (artificial urine and urine from healthy donors) have been evaluated with 

the QCM-D. The experiment procedure was designed to evaluate the QCM-D output signal 

complexity for selected media. The output signal must present simple frequency and dissipation 

shifts that reflect the real behaviour of urine through urinary catheter but without noise or complex 

signals that mask HA contribution on the hydrophobic surface. 

Changes in both frequency and dissipation signals were recorded by QCM-D using a 

polystyrene-gold (PS-gold) sensor during 12 hours in continuous media flow without recirculation. 

The results of the evaluation of artificial urine, the frequency and dissipation changes, are shown 

in Figure II. 11. As expected, the artificial urine through the QCM-D chamber caused a frequency 

shift due to the adhesion of mass onto the sensor surface. More specifically, it is possible to 

identify two stages in the QCM-D signal evolution profile: the first one corresponds with the first 4 

hours of experiment (Figure II. 11 zone I) and the second one, from 4 to 12 hours of incubation 

(Figure II. 11 zone II). 

During the first stage it can be observed a slight mass increase that may be attributed to the 

adsorption of peptides and proteins present in the artificial urine on the hydrophobic surfaces of 
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the QCM-D sensor69. The second stage reveals a progressive and slower frequency and 

dissipation shift until it reaches a plateau as most binding sites were occupied in the first phase, 

improving the layer uniformity by the molecule ordering and packing in this phase65,70. 

In addition, changes in the dissipation, Figure II. 11 A, revealed that the mass adsorbed on the 

sensors surface during the second stage became softer and dissipative. This may indicate that 

the layer of biomolecules adsorbed in the surface is stable and other molecules from urine start 

to interact and form complexes with them, forming a soft structure71,54. Microscopy images of 

QCM-D sensor during the circulation of artificial urine to observe changes on surface are shown 

in Figure II. 11 C. After 2 hours of circulation, small structures appeared heterogeneously on the 

surface of the sensor which are clearly visible at the endpoint of incubation. The formation of 

these structures fits with the observed changes in frequency and dissipation of the QCM-D signal 

output. 

 

Figure II. 11 Frequency and Dissipation changes monitored using QCM-D during the circulation of artificial urine (A) and 

artificial urine with 0.3 mg/mL of human albumin (B). Data was obtained using a polystyrene – gold sensor. Overtone 7th 
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is shown. Time lapse of the sensor surface using QCM-D window module (C). Microscopy images were taken at time 0, 

30 min, 2 hours and 12 hours during the circulation of artificial urine and artificial urine with 0.3 mg/ml of human albumin. 

For the evaluation of artificial urine with HA, 0.3 mg/mL HA in artificial urine was circulated 

through QCM-D chamber, monitoring differences in the output signal. It is widely described the 

adsorption behaviour and conformational dynamics of HA on hydrophobic surfaces70,72,73. Thus, 

it should be expected a similar two-phase adsorption behaviour in aqueous solution, like the one 

described for bare artificial urine in Figure II. 11 A. As anticipated, the first stage of artificial urine 

circulation with HA (Figure II. 11 B) presented a dramatic shift in frequency and dissipation 

indicating a rapid adsorption of HA on the surface of the sensor. However, after 4 hours of 

circulation, a second stage of adsorption events can be observed, reflected in an increase of 

frequency values. As previously described, frequency shifts should indicate a loss of mass from 

the sensor surface74 or a water desorption75 from HA layers. However, in this case, positive 

frequency values can be explained as a result of a collapse and a saturation of the sensor surface. 

This can be directly related to the formation of amorphous HA aggregates or biomolecules 

complexes as well as HA fibers72,76 due to the high concentrations of HA used. These structures 

under flow may change the sensor oscillation increasing the frequency signal output. The time 

lapse obtained through QCM-D window module to monitor the mass deposition on the sensor 

provided evidences validating this hypothesis. Images taken at 12 hours (Figure II. 11 C) reveal 

the formation of a higher number of fibbers attached to sensor surface than the ones formed when 

artificial urine was recirculated without HA. 

To that extent, the ability of the QCM-D technique to provide information of artificial urine 

behaviour and HA deposition on hydrophobic surface under constant flow has been demonstrated 

and, in the light of these discussions, we propose a model to study the effect of high 

concentrations of HA dissolved in artificial urine by QCM-D whose times of incubation do not 

exceed 2 h. 

As previously mentioned, biomolecules such as protein and short peptides adsorbed on sensor 

surface are responsible of shifts and variations on frequency signals during artificial urine 

circulation. To validate this behaviour on our model during the QCM-D assay, total amount of 

protein was quantified through microBSA assay at different times (Figure II. 12). Moreover, the 

same quantification was performed on silicone (PDMS) coupons incubated with the same 

conditions, to verify that PS-gold QCM-D sensors work as a representative platform to study 
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adhesion on hydrophobic surface. Thus, the results may be equivalent to urinary catheter 

systems, which are manufactured using silicone as main material. 

 

 

Figure II. 12 Protein quantification of QCM-D sensor on Polystyrene – gold sensor and PDMS coupons for different 

incubation times (30 min, 2 hours and 12 hours). Samples were incubated with artificial urine and artificial urine with 

0.3g/ml of HA. 

Reflecting the behaviour monitored through QCM-D, adding HA to urine increases the protein 

adsorbed on surface, reaching its maximum value at 12h an increase on deposited protein was 

observed at 2 and 12 hours, but not in the first 30 minutes, which remarks the importance of 

performing long-time studies to understand the role of HA in the studied system. 

The higher amount of protein adsorbed at 12 h match with sensor saturation phenomenon 

observed in Figure II. 11 B, supporting the hypothesis and validating the suitability of our model. 

For the studied time interval, the amount of deposited protein increases with the time of 

circulation for both surfaces. It is interesting to note that both graphs presented a similar profile 

for protein quantification values, indicating a certain degree of similarity between both 

hydrophobic surfaces. As a result, HA adhesion on hydrophobic surface can be monitored through 

QCM-D, providing an explanation of the biomolecules adhesion behaviour. 

Next step was to validate the model using real urine to approximate it as close as possible to 

reality. Circulation of real urine with and without HA for 12 hours revealed different frequency and 

dissipation profiles in the QCM-D monitoring output, especially when profiles are compared with 



Chapter II. Study of biofilm development in medical materials. 

 

77 

the same test performed with artificial urine (Figure II. 11 A and B). After 1 hour of real urine 

circulation, a sudden drop of the frequency value was observed indicating a mass increase on 

the surface of the sensor. This fact indicates that in real urine, the higher number of biomolecules 

present in media interact with the surface59, being adsorbed in less time than the biomolecules 

from artificial urine and forming a rigid layer. After 2 h of test, the QCM-D output signal became 

erratic in the frequency and dissipation values. This effect can have been caused by a 

precipitation of big clusters of molecules from real urine that interacted with HA. QCM-D window 

module images revealed the early formation of aggregates after 30 min of circulation, supporting 

the idea (Figure II. 13). As can be seen in supplementary materials, real urine with HA at high 

concentrations form a precipitate after 24 h at room temperature. This phenomenon may indicate 

that HA creates complex aggregates with some biomolecules present in real urine that are not 

present in artificial urine76. These results showed that unfortunately, real urine cannot be used to 

study bacterial adhesion on surfaces and how dissolved HA can favour or not the bacterial 

attachment and biofilm development. 

 

Figure II. 13 Microscopy images from sensor surface. Images were taken during real urine circulation at time 0, 30 min, 

2 hours and 12 hours with or without 0.3 mg/ml of HA dissolved. Heterogenous aggregates are shown in early stages of 

the study. 

2.3.3.1 Effect of dissolved human albumin in urine in first bacterial 

attachment and biofilm development 

To evaluate the effect of HA over the bacteria attachment it has been used the previous 

developed model to study Escherichia coli CFT073 (uropathogenic model strain) behaviour under 

different conditions to recreate CAUTI conditions. First, artificial urine with and without HA was 
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circulated through QCM-D chamber during 2 h (Figure II. 14) forming a thin film of biomolecules 

onto the sensor surface. After circulation of urine with and without HA, bacteria were inoculated 

for 1 h in continuous flow. After that, artificial urine without HA in all cases, was used as a bacterial 

growing media to study biofilm formation. 

Regarding the biofilm formation in absence of HA, it can be seen in Figure II. 14 A, that in the 

first stage of the test, artificial urine behaved as previously studied in the model (Figure II. 14 A). 

In a second stage, bacteria came into the QCM-D chamber and a frequency decrease was 

observed, indicating, that can be easily associated with the bacteria attachment phenomenon. 

After the stabilization of bacteria, artificial urine provided the bacterial growing substrate, bacteria 

replicated and produced a progressive decrease on frequency values until 11 h of test, revealing 

again a mass increase on the sensor surface. At 11 h of experiment the QCM-D profile changed 

by increasing the frequency and showing little mountains and valleys until endpoint. This indicated 

a loss of mass from sensor surface or a stagnation of bacteria development. However, as 

previously reported by Lubarsky et. al75, this profile, showing a film hydration and dehydration 

may be related with biofilm development and maturation. As explained in literature, this 

phenomenon takes place during the multi-layered structure related to a mature biofilm. In addition, 

frequency values were staged and maintained over time while dissipation increased notably. 

These values showed that the film deposited on surface became much more viscoelastic, one of 

the principal characteristics of biofilms77. Additionally, using microscopy images it was possible to 

confirm the different stages of the biofilm development (Figure II. 14 C), resulting in a mature 

biofilm completely attached at 18 h. 
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Figure II. 14 Study of influence of HA dissolved in artificial urine in first bacterial attachment and biofilm development. 

QCM-D profile of artificial urine (A) and artificial urine with HA (B). After 2 h incubating with artificial urine with or without 

HA, E. coli CFT073 in PBS was circulated through the sensor during 1 h, followed by artificial urine sterile without HA in 

all cases during 18 h. Values of frequency (red lines) and dissipation (blue lines) were taken by QCM-D. Only three 

overtones are represented on graphs: 7th, 9th and 11th. Images obtained by microscopy with X 10 magnification (C). 

After the analysis of biofilm formation on sensor surface using artificial urine, we studied the 

contribution of HA to the biofilm growth. Urine with HA was led through the QCM-D chamber and 

HA interacted with sensor surface during 2 h forming a rigid layer78, as can be noted in the 

dissipation values. (Figure II. 14 B). Once E. coli CFT073 was introduced, in contrast with the 

profile of Figure II. 14 A, no washing effect was observed, and the circulation of bacteria caused 

the frequency values drop quickly. After 8 h of test, frequency values decreased more sharply, 

coinciding with a pronounced rise in dissipation values, showing that the formed film on surface 

becomes more viscoelastic, indicating a more structured and developed biofilm than the one 
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tested without HA77. Comparing microscopy images between both conditions (Figure II. 14 C), 

the adhered mass of the test with HA is bigger, homogeneous and stratified than the one shown 

in the test without HA. These results indicate that HA plays a critical role in the first stages of 

bacterial attachment, allowing more attached bacteria and producing a rapid biofilm development 

and maturation. 

2.3.3.2 Analysis of bacterial motility on surface and biofilm flow by FFT. 

Planktonic bacteria attach to the surface using their appendages as anchoring points. Once 

bacteria are bonded to the surface, the interaction between them is promoted. Hence in the 

interphase bacteria-surface act physical forces that include van der Waals forces, steric 

interaction and electrostatic interaction, as well as interaction produced by bacteria appendages 

which entangles bacteria with the biomolecules present on the surface20,79. During the formation 

of stable biofilm, bacteria present a characteristic flagellar movement that produces a fluctuation 

originated from the dynamic activity of bacteria interacting with the surface of the substrate80,81. 

Once the biofilm is consolidated, the bacterial motility is drastically attenuated because bacteria 

are embedded into the biofilm structure losing their appendages81 (Figure II. 15). Changes present 

in motility during previous stages of biofilm consolidation may provide information about how 

biofilm has been developed and its maturation grade. 

According with the mentioned mechanism, we studied E. coli CFT073 bacteria motility using 

QMC-D in artificial urine model to study the role of HA promoting biofilm formation and the impact 

on the kinetics of biofilm consolidation. Hence, characteristic fluctuations on the resonance 

frequency were analysed, which represent a quantitative indicator of dynamic activities performed 

by adhered bacteria on a surface. The study of these fluctuations using fast Fourier transformation 

(FFT) is able to evaluate the response of bacterial cell to environment changes51. FFT is a useful 

tool to study fluctuating time series providing the corresponding power spectrum plots, which 

reflects the contribution of individual harmonics function of specific frequency to overall time series 

as function of frequency. Hence, a peak in the power spectrum corresponds to a characteristic 

frequency indicating a periodicity on the experimental data. This periodicity during cell 

environments analysis is easily associated with cell motility as it has been described in 

bibliography51. 
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Figure II. 15 Bacterial interactions with surfaces. Bacterial interactions with surfaces. First, bacteria are adhered to 

substrate due to the interactions of their appendages and the electrostatic forces. Flagellum may interact with surface and 

a flagellar movement is produced, which is attenuated at the end of biofilm consolidation. Bacteria inside a mature biofilm 

can move by Brownian movement and biofilm mass swings. 

Based on frequency changes monitored through QCM-D for artificial urine with and without HA 

in presence of E. coli CFT073 (Figure II. 14 A and B), we focused on the motility study in three 

stages of interest. First, the stage when artificial urine (or artificial urine with HA) was introduced 

in QCM-D chamber. Next, the stage when E. coli CFT073 inoculum was circulated into the system 

and finally, the frequency shift during biofilm development (Figure II. 16). 

The motility study was performed comparing the power graphs of the three studied stages, with 

and without HA (Figure II. 16 A-H). All stages were studied under physiological urine flow 

revealing a characteristic functionality in all power graphs as observed in bibliography51. Although 

the urine flow may cause an additional fluctuation in monitored data, FFT analysis was carried 

out under those conditions to evaluate the model in a medium as close as possible to that existing 

in urinary catheters. 
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Figure II. 16 Power density spectra obtained after applying FFT algorithm to sections of interest of the QCM-D monitoring 

output signal. The studied stages were: A first stage with urine circulating on the sensor surface before E. coli CFT073 

incubation without HA (A) and with HA (B) (2 hours). A second stage with E. coli CFT073 incubation on surface without 
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HA (C) and with HA (D). Bacterial biofilm development during test (18 h) after E. coli CFT073 attachment on surfaces 

without HA (E) and with HA (F). And finally, the complete profile of tested surfaces without HA (G) and with HA (H). 

Figure II. 16 A and B show the power density spectra of the resonance frequency for the first 

stage of urine circulation with and without HA respectively. The profile shape revealed the 

attenuation of peaks at ~ 0.02 Hz and 0.1Hz in the power density spectrum of artificial urine with 

HA (Figure II. 16 B) indicating small changes in the surface dynamic activity attributed to the 

formation of HA structures adhered on the sensors surface, supporting the behaviour previously 

observed with QCM – D monitoring. 

When bacteria were circulated in QCM-D chamber for one-hour, different profiles were 

observed depending on if the urine circulated containing HA. As can be shown in Figure II. 16 C, 

the power density spectra of artificial urine during bacteria addition revealed the presence of 

different frequency fluctuations in the 0.001 – 0.1 Hz zone as well as the presence of resonance 

features in the zone of 0.1 – 1 Hz, where the peak at 0.2 Hz was especially significative. These 

changes in the dynamic activity on the sensor surface indicated that bacteria were interacting with 

the surface bioenvironment formed in the previous part. The changes on the motility of the surface 

may be attributed to the flagellar movement of the adhered bacteria. However, Figure II. 16 D 

revealed an attenuated power density profile indicating a reduction of the dynamic activity. It may 

be considered that this reduction was produced by the fact that bacteria were not being attached 

to the surface of the sensor. However, frequency shift on QCM -D profiles as well as QCM-D 

chamber time-lapse images performed during this stage, clearly demonstrate the adhesion of 

bacteria and the formation of different structures attributed to HA. Our hypothesis is that bacteria 

presented a high degree of affinity for HA structures, being strongly integrated on these structures 

or even embedded on them. Bacteria – substrate anchorage and posterior bacteria flagellar 

movement were mainly determined by the static and dynamic properties of the HA structures. 

The power density spectra of the biofilm development (Figure II. 16 E and F) is of relevance. 

E. coli CFT073 biofilm formation with HA in sensor surface (Figure II. 16 F) presented a higher 

attenuation of the frequency amplitudes compared with the same test performed with artificial 

urine without HA (Figure II. 16 G). It was also observed the suppression of resonance features, 

specifically a high resonance frequency near 0.1 Hz. That attenuation indicates that the reduction 

of the general motility of the elements present in the sensor surface occurred not only during the 

bacteria adhesion stage but also during the whole test. This motility reduction indicates that the 

biofilm produced in HA is more stratified and matured than the one produced at low HA 
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concentrations. The power density spectra of the complete test (Figure II. 16 G and H) support 

the previous statements, where plot for artificial urine with HA presented a more attenuated profile 

and the loss of predominant peaks from artificial urine without HA. 

In this section, not only a biofilm has been generated in environmental conditions similar to 

observed during the development of a CAUTI, but also this model has been used in order to find 

the role of HA present in urine at high concentrations in bacterial attachment and medical devices 

colonization. It has been found that dissolved HA in urine produces complex structures allowing 

the immobilization of bacteria on surfaces. This early and strong bacterial attachment accelerates 

the formation of mature biofilm on surface. 

The QCM-D technique allowed understanding the importance of proteins present in complex 

media in bacterial adhesion to surfaces process. The dynamic model allowed the study of 

bacterial adhesion at long times and how adhesion phenomenon varied according to the presence 

of proteins capable of interacting with the material. For future proposals for antimicrobial 

materials, it will be necessary to consider that the material not only repels the bacterial interaction, 

but it would be interesting that the material repels the protein interaction as well. Despite the 

results obtained, QCM-D can only be used to obtain in vitro approximations. These methodologies 

can approach real situations by mimicking flows or infection times, but they cannot be 

extrapolated to analyse the formation of biofilms in situations of real infections or in vivo studies. 

Therefore, this technique is relegated to studies of material-bacteria interaction in vitro. 

2.3.4 In vivo study of biofilm formation on medical devices 

The techniques developed in the previous sections presented good results applied in vitro. 

However, the biofilm to be studied is formed on medical devices under real conditions. Real 

biofilms are more complex than in vitro ones, affecting their characterization. Biofilms formed on 

medical devices are usually matrices of mixed bacterial populations and species. These bacteria 

build mixed biofilms by synergies or compete to occupy the niches. In addition, these biofilms are 

much more mature and stratified than the laboratory-developed ones, so, their visualization is 

much more complex, even though a correct evaluation gives a lot of information. The techniques 

to visualize and quantify these biofilms must be sensitive enough. Because of this, the techniques 

developed in previous sections will be reviewed to verify their adaptation to in vivo tests. 

For evaluation of the developed methods, a study of biofilm development on tracheal stents 

was made. After 30 days of implantation, tracheal stents were extracted from pigs. Three tests 
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were performed, illustrated in Figure II. 17: (1) an extraction and quantification of the live bacteria 

embedded in the biofilm via the sonication and vortex protocol using different media and culture 

conditions, (2) an isolation of the extracted bacterial species and their identification by MALDI-

TOF and (3) a visualization of the biofilm by FE-SEM. 

 

Figure II. 17 Scheme of techniques for biofilm visualization, quantification, and bacterial identification from real medical 

devices in in vivo studies, specifically, in tracheal stent implanted during 30 days in mini pigs. 1) Bacterial quantification 

in different media (complete media such as blood agar or chocolate agar and regular media such as TSA or LB-agar) 

using the protocol of biofilm extraction and quantification previously studied. 2) Bacterial isolation from cultures and 

identification by MALDI-TOF technique. 3) Visualization of biofilm structure by FE-SEM, previously fixed and dehydrated 

on the medical device studied according to the protocols developed. 

First, samples were gently washed in sterile PBS and kept there for no more than 2 h after its 

extraction. This step prevented that bacteria dyed and eliminated biological debris not adhered to 

the stent, such as mucosa and blood. After that, the tracheal stent was cut into two fragments; 

one of them was treated to visualize biofilm by FE-SEM. Biofilm was extracted and quantified 

from the other fragment. After quantification of the bacteria extracted, each different specie was 

isolated and identified by MALDI-TOF. 

Bacterial quantification was made according to the protocol S-V-S described in previous 

section. To ensure the correct growth of bacteria complex and standard media were used and 

bacteria were grown during 48 h (Figure II. 18). 
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As can be noted, it was possible to extract the biofilm formed on the tracheal stents using S-V-

S protocol. After that, bacteria were quantified. The average number of bacteria adhere to stent 

per cm2 was 10E09. The technique was sensitive enough to extract and quantify from 100 ± 30 

CFU/cm2. Different species were observed depending on the medium used, so, the identification 

of the bacterial species was done for each of isolated specie. 

 

Figure II. 18 Biofilm images and bacterial quantification on tracheal stent. A) Image of tracheal stent after 30 days of 

implantation in pigs after washing. B) Bacterial quantification from tracheal stent after 30 days of implantation in pigs. 

Bacterial cultures were made in complete media (blood agar, BA and chocolate agar, CA) and regular media (TSA). The 

cultures were growth in atmospheric conditions and in an incubator with 5 % of CO2 atmosphere at least 48 h. 

Once the extraction was carried out, different bacterial species were isolated and cultivated in 

appropriated medium and growth conditions. After, these bacterial species were identified using 

MALDI-TOF technique (Figure II. 19). Bacteria were classified into three ranges, according to 

their relationship with respiratory infection. Bacteria belonging to the natural respiratory microbiota 

were classified as non-pathogenic, in green. Bacteria that are commonly found in the respiratory 

tract but can trigger respiratory infections as opportunistic pathogens were classified in yellow. In 

addition, these bacteria were found in higher numbers than those established as normal due to 

their high presence in the extracts, despite of the difficulty of culturing. Respiratory pathogenic 

bacteria were classified with red colour. As results shown, revealed bacterial strains can explain 

the infection progress of the pigs. Respiratory pathogenic bacteria were found in a much higher 

percentage than usual. In addition, MALDI-TOF offered the possibility of finding which pathogenic 

bacteria was causing the infection almost entirely and colonizing the device almost completely. 

In this case, Klebsiella pneumoniae was the most isolated bacterium from the tracheal stent (33 

% of total bacterial counts (1E09 CFU/cm2)). 
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The complete analysis of bacteria extracted from MALID-TOF test are able in supplementary 

information. 

 

Figure II. 19 Bacterial identification by MALDI-TOF from tracheal stent after 30 days of implantation in pigs. Bacteria were 

classified according to their respiratory pathogenicity (red), opportunistic pathogens of respiratory, digestive or urinary 

tracts (yellow), natural microbiota (green) and unidentified microbiota of minipig (silver). The percentage indicate the 

number of bacteria of each specie isolated presented in the medical device compared to the total number of isolated 

bacteria. 

After bacterial quantification and identification, biofilm was visualized by FE-SEM to observe 

the its maturity level and morphology. The images are showed in Figure II. 20, from A to I. Images 

correspond to the tracheal stents, showing a highly stratified mature biofilm in different ways. The 

images showed a complex, layered and mature biofilm formed on the tracheal stent (Figure II. 20 

A-D). In the biofilm matrix, the formation of microcolonies (spheres) about 5 to 7 µm diameter 

connected and superimposed, could be observed. The connections between the spheres, the 

channels and the biomass are well stablished. In the biofilm it can see depth structures and details 

about the biofilm anchoring points to the surface. An example is the appearance of pillars, 

supposedly flexible and created from extracellular mucosa. 

The biofilm was completely structured in layers, which had a complex system of channels. 

These channels are created to give way to water, gases and nutrients and thus prevent the loss 

or death of the deeper levels of the bacterial biofilm. Channels often appear in biofilms of very 

mature mixed populations. Therefore, a high level of colonization and infection is assumed in this 

medical device. 

Figure II. 20 E and F showed a different tracheal stent, where biofilm seemed less structured. 

Individual bacteria (bacilli) can be seen embedded in a mucous matrix. However, this mucous 
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layer covering the tracheal stent was homogeneous and it seemed to be in an earlier stage of 

biofilm development than mentioned above. Furthermore, the images showed an uniform film, 

without breaks due to manipulation and without lifting of the bacterial matrix, its loss or blurring. It 

is evident that there are clear differences between the two biofilms studied, so the technique can 

preserve mature biofilms and biofilms in early stage of development without losing any detail. 

Finally, biofilm thickness data were obtained using the FE-SEM measurement tool (Figure II. 

20 G and I). The thickness was measured using a raised area of the biofilm just in the cutting area 

of the scalpel. As can be seen in the Figure II. 20, there is a thickness difference of almost 12 µm 

between them. The mature biofilm observed in images A to D corresponds to the thickness 

measurement of 15.30 µm, while the biofilm in early development had a measurement of 3.82 

µm. Therefore, it is easy to relate the complexity and maturity of a biofilm with the thickness of 

the film shown. It is necessary to emphasize that, due to the dehydration techniques that were 

carried out to be able to visualize the samples in FE-SEM, the thickness of the film could vary 

considerably. However, we assume that the relation is maintained. 
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Figure II. 20 FE-SEM images from 100 % silicone-based tracheal stents after 30 days of implantation in pigs. Different 

zooms from tracheal stents are shown in images A to F. Biofilm thickness are shown in G and I images from two different 

tracheal stents. 
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The opportunity to participate in the in vivo analysis of tracheal stents infections, confirmed that 

the optimized protocols for quantifying bacteria and visualizing mature biofilms from mixed 

populations are applicable to real environments. The techniques to extract and quantify biofilm 

were sensitive enough to observe different degrees of bacterial interaction with the device. The 

formation of mature biofilm composed of different bacterial species on tracheal stents did not pose 

a problem for its quantification. In addition, the biomass fixation techniques allowed visualizing 

the adhered biofilm on the curved surface of the devices with a high level of detail. Thus, the tests 

allowed a better understanding of the development of a tracheal stent infection during the first 

month of implantation. So, these techniques may be useful during the study of biofilm in urinary 

catheters during the following chapters due to the similarities between the device
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2.4 CONCLUDING REMARKS 

In this chapter, protocols and techniques to study bacteria-material interactions have been 

developed. Different materials and techniques used to develop biofilms on surfaces, as well as 

the bacterial strain and medium, have been evaluated. Tests showed that these parameters must 

be as close as possible to reality to obtain remarkable results that can be extrapolated to real 

infective process. Furthermore, techniques have been defined successfully to study bacterial 

adhesion and biofilm formation on materials for medical use, such as silicones and on common 

medical devices, such as urinary catheters and tracheal stents. For that purpose, protocols for 

counting bacteria adhering to surfaces have been obtained. These protocols are sensitive enough 

to count and distinguish bacterial counts from punctual adhesion to mature biofilms. 

Moreover, biofilm visualization techniques for medical devices have been developed using FE-

SEM. It has been possible to observe from first stages of bacterial adhesion to mature biofilm 

structures formed on the surfaces of the medical devices. The images had a high rate of detail 

that provided information about the way bacteria were anchored to surfaces and their structure. 

Moreover, FE-SEM protocols offered information about biofilm structure and formation in in vivo 

environments without drawbacks. Furthermore, the bacterial population of the tracheal stent could 

be isolated and identified using MALDI-TOF. 

In order to obtain more information about bacteria-material interactions and the parameters that 

could promote bacterial adhesion to surfaces, QCM-D has been used to evaluate the adhesion 

of bacteria in complex media like urine under flow conditions. The QCM-D studies showed a clear 

relationship between the presence of protein in the medium and the improvement of bacterial 

adhesion and the biofilm development in urine-like media. 

In vitro and in vivo tests have been performed obtaining well established protocols to detect 

bacteria on surfaces in different environments and conditions. These techniques and protocols 

allow the evaluation of the antimicrobial materials developed in the following chapters and can be 

applied to the study of the bacterial interaction with urinary catheters. 
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ABSTRACT 

In this chapter, a set of micro- and nanostructured surfaces based on different polymers coated 

with a metallic silver film has been applied on silicones. The effect of these coatings on bacterial 

growth and bacterial adhesion to surfaces has been studied, with the aim of selecting one of them 

to be implemented on urinary catheters. 

3.1 INTRODUCTION 

Previously, the early bacterial adhesion and biofilm development on surfaces was studied at 

different conditions. The elements and conditions that promote bacterial adhesion to materials 

related with medical devices were tested. Similarly, the main limitations of the techniques currently 

used have been exposed. Thus, sensitive-enough protocols have been implemented for the study 

of surface colonization on complex surfaces to detect different stages of bacterial attachment and 

biofilm maturation in vitro and in vivo. 

As previously described, to reduce the impact of catheter-associated urinary tract infections 

(CAUTI) in healthcare system is critical to avoid the bacterial colonization on urinary catheters. 

CAUTIs can be originated from multiple bacterial species, which cause different severity grade of 

infections depending on diverse factors such as environmental, pathogenesis level, virulence of 

the strain and patient’s previous symptomatology. Despite their intrinsic variability, CAUTI 

pathogens have common colonization mechanism1–4, which open ups a windows of opportunity 

for generalist CAUTI prevention approaches. 

To improve urinary catheters design to prevent CAUTIs, different strategies have been 

explored. A promising approach consist in the modification of the medical device surface to 

provide antibacterial properties5. This surface functionalization usually consists in antibacterial 

agents immobilized through weak interactions allowing the release from surfaces to bacteria. 

Most common strategies involve bactericide agents such as metallic ions5–8 as silver, copper, zinc 

and chloride or iodine salts among others, e.g. antimicrobial peptides9, when are released, they 

promote bacterial membranes degradation, interact with electron chain transport, proteins or DNA 

killing bacteria. Among them, metallic ions are generating special attention due to the fact that 

target simultaneously bacterial cell walls and intracellular targets via physical interactions, 

generating reactive oxygen species10. Thus, it is much more difficult for bacteria to develop 
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resistance against them10,11. The liberation of metallic ions from immobilized molecules on the 

surface of a medical device produces a burst release that ensure a high bacterial mortality12,13. 

Moreover, stopping bacterial growth by releasing bacteriostatic effectors in the first hours of 

medical device implantation can protect the device and the patient14,15. 

At this point, with the surge of multi-resistant bacteria and the shortage of new antibiotics, the 

use of metals with antimicrobial properties is on the rise. Silver has a long history, but it is a trend 

in all these forms: metallic silver, silver salts and colloidal silver, as antimicrobial metal. Silver has 

been used as an effective antibacterial agent for many centuries and has retained effective 

antibacterial activity throughout that period. The mechanism of action against bacteria is not 

clearly defined but, there is a discussion about the silver ions interacting with thiol groups of 

proteins16. Also, silver ions are deposited in the cell wall as granules damaging it, and 

consequently, the electron transport chains losing their activity in bacterial respiratory process, 

components of DNA replication, and outer cell layers exhibit structural abnormalities16–18 (Figure 

III. 1). The antibacterial process depends on the concentration of silver ion available in media and 

the bacterial capacity to process silver ion by proton-bombs19. Yet, there have been no conclusive 

reports on the development of bacterial resistance to metallic silver. There are, however, some 

reports of bacterial resistance to ionic silver. Such resistance may involve reducing silver ions to 

the less toxic neutral oxidation state or active efflux of silver ions from the cell by P-type adenosine 

triphosphatases or chemiosmotic silver ions/H+ antiporters20. However, chromosomally silver 

resistant mechanism has not been identified at that time and, perhaps, it is a mutation in outer 

membrane porin proteins that conferee a deficient cation flux that not provide of advantages to 

bacteria and it is poorly disseminate, as explained in the introduction chapter18. Thus, silver stills 

one of most useful metals to avoid bacterial activity. 
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Figure III. 1. General mechanisms for antimicrobial mode of action of silver. Focusing on bacterial membrane, silver can 

disrupt the electron transport chain, affecting metabolically to bacteria and promoting a leakage of cellular ATP. Also, 

bacterial permeability can be altered, producing an osmotic imbalance and a impair transport activity. Adhesion 

mechanism and flagella can be destabilised. Inside bacteria, protein and enzyme denaturalization and ribosome 

disassembly promote a protein deficient metabolism, altering the signalling system and the duplication ratio. Reactive 

oxygen species are metabolized, promoting an oxidative stress. By last, interaction with DNA promote mutations and the 

inability to duplicate. Image made by the author. 

The cytotoxicity studies carried out with silver offers an interesting point of view. If we want to 

standardize the use of silver-modified medical devices, it is necessary to know how silver can 

interfere with the metabolic processes of eukaryotic cells, just as it does in prokaryotes. Over the 

years, numerous cytotoxicity studies have been carried out on silver in all its forms, ionic, metallic 

and salt forms. Silver is present in human body and it can bioaccumulate in organs such as the 

liver or kidneys, however, the amounts necessary to suffer tissue damage or organ failures were 

recorded in works such as Lansdown, A. (“Silver in health care: Antimicrobial effects and safety 

in use interactions between skin and biofunctional metals” and “A pharmacological and 

toxicological profile of silver as an antimicrobial agent in medical devices”)21,22, where he indicated 

that the systemic toxicity of metallic silver was studied in 30 healthy volunteers who consumed 

silver leaf (oral, 50 mg / day) for 20 days. Apart from transitory changes in hepatic enzymes, the 

treatment was well tolerated without symptoms of argyria. This study laid the foundation for silver 

tolerance in the body and will be used as a reference in this work. However, the use of silver in 

medical devices has been relegated to its integration as a salt form in hydrogels. These hydrogels 

usually coat medical devices and release silver in ionic form, producing an effective short-term 

antimicrobial effect. Antimicrobial release strategies have disadvantages that once all the metal 

ions have been released, surfaces loss all their effectiveness, leaving the device and the patient 
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unprotected once the hydrogel has degraded or all available ions have been consumed. 

Furthermore, accumulation of biomass or biomolecules from bacteria or the environment on 

surfaces can block the release of ions and providing a new colonizable niche by bacteria, as is 

the case of urinary catheters3,23,24. 

To avoid all the drawbacks offered by releasing strategies, bacterial colonization can be 

avoided through a new approach: modifying the surface topography of the materials at micro and 

nanoscale which interferes with bacterial adhesion. Surface topography-based approaches 

prevent bacterial colonization without releasing any type of antimicrobial agent. Bacterial 

colonization is avoided creating surfaces with poor interaction with bacteria during firs steps of 

bacterial adhesion. This phenomenon of low bacterial interaction confers to surfaces the ability to 

repel bacteria, called bacteriophobic effect98. As a common way to improve the low-surface-

energy properties in medical devices, the surface morphology or roughness could be further 

modified25. These surfaces were initially inspired by the specific nanotopographies of insect 

wings, and other surfaces found in nature, due to the presence of hierarchical nano-features, 

such as hairs, pillars, needles, plates, which endowed the surfaces with natural anti- wetting and 

antibiofouling characteristics26. Using micro and nanopatterns with different forms and structures, 

self-cleaning and low adhesion surfaces have been presented with different effects on 

bacteria27,28. The isolation of bacteria or the prevention of the adhesion by creating a bactericidal, 

bacteriostatic or bacteriophobic environment using nanostructures is considered the next 

generation of antimicrobial surfaces26,27,29. The mechanism is based on the deformation or break 

of the bacterial membrane when enters in contact with the surface morphology in the first steps 

of biofilm formation, during bacteria adhesion (Figure III. 2)28,30. 
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Figure III. 2. Scheme on the effect of a nanostructure surface on bacterial adhesion. Nanostructures affect the integrity 

of the bacterial membrane, subjecting it to stresses and deformations that it may not withstand. Image created by the 

author of this thesis based on the work of different authors28,29,31,32. 

One of the most interesting characteristics of nanostructures as protection tools against 

bacterial infections is their long-lasting effect and their non-selective effect, perhaps providing a 

general solution to bacterial colonization. The discovery that the regular arrays of nanopillars 

found on cicada (Psaltoda claripennis) wings were also capable of lysing non-specific bacteria 

has led to a surge in the use of biomimicry to develop surfaces whereby the nanotopography is 

capable of mechanically inactivating bacteria26,33. Inspired on it, a lot of shapes and patterns have 

been explored. Among them, nanopillars and nano-needles are not the only ones capable of 

disrupting bacterial membranes by stress, although they seem to be the most obvious structures. 

But softer structures that generate microenvironments that repel bacteria through other strategies 

are also effective28,34. The main micro and nanostructures created and explored using the 

techniques mentioned above in recent years are shown in Figure III. 3, as a diagram. 

There is a debate about the ideal size of these structures. Considering the size of bacteria, 

different structures can cause different effects: from massive generation of pores and nano-

ruptures by needles, deformation and loss of functionality due to larger structures or complete 

membrane ruptures that make bacterial survival unviable. In addition, nanostructures can 

interrupt complex adhesion processes to the surface, interfering with the adhesion systems, 

adhesins and fimbriae, making bacteria uncomfortable in the surface. The homogeneity of 

microstructures and their separation also play an important role in the bacterial adhesion 



Chapter III. Antibacterial nanostructured metallic-coated surfaces 

 

107 

prevention. The nanostructures must be close enough so that bacteria do not lodge in the valleys 

created, using it as a refuge (Figure III. 3). But these structures should not be so close that they 

do not offer any opposition to bacterial adhesion, allowing deformation of the bacterial wall. 

Finding the balance between these parameters and the homogeneity in the construction of the 

surfaces are, nowadays, the greatest challenges in the manufacture of these structures. 

 

Figure III. 3. Diagram of the most common topographies that confer bacteriophobic properties to base materials. The 

diagram shows how different structures can interact in different ways with bacteria, causing different effects on them. 

Different topographies prevent the correct bacteria-surface interaction. Depending on the shape and size, the structures 

can cause from tension and rupture of the membranes to deformation of the bacterial wall, killing or inhibiting bacteria. 

Furthermore, topographies induce expression of different bacterial appendages, inhibit bacterial duplication, avoid or 

favour the adhesion of biomass to surfaces, create micro-currents that prevent adhesion or alter adhesion patterns, 

inhibiting bacterial communication29,35–37. Image prepared by the author. 

Various strategies to create nanostructures with different patterns and shapes have been 

explored in recent years. The most used techniques are based on modifying the base material by 

erosion, using a mould to create a patterned material or generating a structure by polymerizing 

various compounds. Several examples include plasma etching, which uses non-hazardous and 
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process-stable gases, based usually on fluorine chemistry to earth surface structures. Etching 

has several advantages such as the capacity of achieving high aspect ratio structures but the 

difficulty to obtain uniform structures, the long reaction duration and the low scalability are its 

worst disadvantages38,39. Another of the most used methods to generate nano structures is based 

on the mechanical or chemical exfoliation of materials. The exfoliation of single layers of graphene 

by sonication generates crystals in a simple step, but this method is difficult to control26. More 

controlled methods are based on chemical vapor deposition6,40, where the growth of the films on 

a substrate occurs through the vaporization of volatile precursors using gas flow and temperature 

control to favour chemical reactions. The advantages of these techniques are that they are not 

restricted to certain materials, but any substrate can be a candidate for modification. However, 

the use of these polymerization techniques and creation of nanostructures are a technical 

challenge, require a great deal of technical training for manufacturing personnel and require a 

large investment to be industrially scaled38,41,42. These disadvantages hold back the 

implementation of these technologies in real medical devices. An alternative may be creating 

nanostructures or modifying the surfaces using simpler and scalable chemical methods, based 

on reactions that do not require sophisticated equipment, such as water-based reactions or low-

heat ones43. These polymerization reactions can usually be applied to various base materials and 

are easily adaptable to complex morphologies, such as those presented by current medical 

devices. The parameters that define these processes are easily modulable, creating different 

topographies with different characteristics just by playing with the polymerization parameters. The 

total control of the resulting morphology and the option to modify it later chemically to modulate 

its effect are the most valued features. 

Both, nanostructures and antimicrobial coatings strategies can work together, avoiding their 

disadvantages and finding synergies to increase their antimicrobial potential. Thus, it is interesting 

to create a set of micro and nanostructures that provide a physical repulsion effect to bacteria, 

enhanced with a thin coating of metallic silver, which adapts to the structure and provides an 

uncomfortable environment to bacteria. To create nanostructured surfaces, the use of polymers 

that serve as a pattern to immobilize molecules of interests, such as metallic silver, in a controlled 

way, is explored26,37. Different surfaces based on two different polymer coating strategies applied 

on medical-grade silicones can be obtained. Using pentafluorophenyl methacrylate (PFM) and 

dopamine (DA) monomers as principal molecules, and controlling the parameters of the different 

polymerization methods, films with different topographies and roughness can be obtained. After 

that, the surfaces are coated with a metallic silver film by a well-known diamminesilver(I) ion 

reductive process. Modifying the shape and roughness, surfaces provided an antimicrobial effect 

from bacteriophobic to bactericidal grade. These coating structure can be made on silicone-based 
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materials: PDMS and NUSIL and they have been studied using all the techniques developed in 

the previous chapter to test the antimicrobial activity. 
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3.3 RESULTS and DISCUSSION 

Two methods based on PFM or Dopamine polymerization were proposed to obtain micro and 

nanostructured surfaces by polymerization of a polymeric patter for the immobilization of silver 

nanostructures on silicone-based surfaces. Subsequently, the structures were covered with a thin 

film of metallic silver by reduction, respecting the topography. Using these two strategies, four 

micro- and nanostructured silver-based surfaces was obtained and characterized in order to test 

their antimicrobial capacities for future applications. 

3.3.1 Nanostructured silver surfaces based on plasma-polymerized 

pentafluorophenyl methacrylate. 

Previously in GEMAT group, silver-nanostructured surfaces have achieved by immobilizing 

metallic silver on flexible substrates through plasma-polymerized pentafluorophenyl methacrylate 

(pp-PFM)6,40,47. PFM thin films offered highly reactive ester groups that allowed them to react with 

amine bearing molecules, such as amine sugar, to create reductive surfaces capable to reduce 

silver salts to metallic silver coatings6,40,46. These surfaces showed an interesting bactericidal 

behaviour through oxidation of the metallic silver coating, with a controlled release profile of 

bactericidal silver ions55. In addition, PFM polymerization processes are versatile to obtain films 

with different thickness, orientation, shape… creating different polymeric microstructures on 

silicones. By controlling the PFM polymerization parameters, the polymer structure on the base 

material can be modified, modifying the bacteria-surface interactions. 

In this work, it was found that, depending on the conditions of plasma polymerization, the 

thickness and the tortuosity of pp-PFM thin film can be controlled and modulated. The capacity 

of control the polymerization process produced samples with different surface micro- and 

nanostructures. After polymerization process, silver was deposited on surface by reductive 

capacity of the polymer showing different silver morphologies depending on the pp-PFM structure. 

Hence, it is possible to differentiate three nanostructures formed from the silver layer: Sharp 

blades, thick blades and leaves, which structure and their proposed mechanism against bacteria 

is showed in Figure III. 9. 
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Figure III. 9. Graphical abstract of three different surfaces. Surfaces present different complexity grade according to their 

synthesis. Based on their visual macroscopic structures, samples were named as: “sharp blades” (A), “thick blades” (B) 

and “leaves” (C). 

Among all the conditions that affect the polymerization of PFM, and therefore the conformation 

of the pp-PFM chains, the most critical were the polymerization time (time that PDMS samples 

were exposed to pp-PFM plasma) and the post-polymerization time (time that pp-PFM vapor were 

kept constant after the polymerization). The variation of these conditions to obtain the described 

structures is shown in  

Table III 1. 

It was found that low times (3 minutes each) in both, polymerization and post-polymerization 

process allow the obtention of a thin pp-PFM films, where the nucleation of silver created multiple 

sharp structures of 200 nm long and a about few nanometres wide (“Sharp blades” Figure III. 10 

A.1 and A.2).
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Figure III. 10. Field emission scanning electron microscopy of three silver surfaces. The graph represents the base 

silicone (PDMS, dark grey), the pp-PFM coating (yellow) with different shapes according to the tortuosity observed in the 

FE-SEM images and the silver coating with different morphologies (light grey). Samples were named according to the pp-

PFM tortuosity and the nanostructure observed on their surface. Surface with “sharp blades” (A, A.1 and A.2), surface 

with “thick blades” (B, B.1and B.2) and surface with “leaves” (C, C.1, and C.2). Mechanism underlying the influence of 

surface morphology on bacteria adhesion based on the roughness profile of “sharp blades” (A.3), “thick blades” (B.3) and 

“leaves” (C.3) morphology. Scheme of the bacteria is represented to scale in relation to the roughness profile. 

Increasing the post-polymerization time allows the termination of PFM chain growth after 

plasma process. This allows the reactive points of the plasma polymerized polymer chain to react 

with the vapour of the PFM and increases the “mountainous region morphology”, where peaks 

and valleys are clearly more recognizable (Figure III. 10 B.1). The result after silver nucleation 

was similar to the showed in the previous surface but, in this case, the “blades” are obviously 

wider in comparation with the previous structure, naming them “thick blades” (Figure III. 10 B.2). 
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Table III 1: Plasma polymerization conditions for pp-PFM PDMS modification to obtain specific metallic silver structures. 

POLYMERIZATION 

TIME (MIN) 

POST-

POLYMERIZATION 

TIME (MIN) 

A - SHARP BLADES 3 3 

B - THICK BLADES 3 10 

C - LEAVES 10 10 

Higher polymerization and post-polymerization times (10 minutes) result in a more complex 

structure due to and increasing of pp-PFM chain tortuosity, where silver nucleation sites lead to 

the generation of silver leaves covering the main surface (Figure III. 10 C.1) with a thickness of 

less than 50 nm. Behind the leaves structures it can be found that the “mountainous region 

morphology” is maintained but, unlikely the leaves morphology, a significative particle growth was 

observed: nanoparticles present a size higher than 200 nm (Figure III. 10 C.2). 

Roughness profile of studied surfaces was performed to evaluate the ability of the morphology 

to create unfavorable conditions for bacterial adhesion and to elucidate a hypothesis for the 

antibacterial – bacteriophobic mechanism. Figure III. 10 A.3 shows the roughness profile for a 

representative region of the sharp blades surface. The profile confirms the presence of blades 

with a height about 150 nm and a distance between blades less than 100 nm while thick blades 

present a similar roughness profile (Figure III. 10 B.3) with blades about 100 nm height separated 

less than 80 nm. Previous reports indicated that physical impediments leaded by the roughness 

of the surface topography may play an interesting role avoiding bacteria interaction and 

attachment56. Figure III. 10 A.3 and B.3, shows a schematic of the bacteria-surface interaction 

indicating how multiscale wrinkled surfaces can difficult the bacterial attachment due to limited 

surface area available. 

The characterization of the “leaves” structure is much more complex due to its random 

morphology leaded by silver nucleation, showing a micro- and nano-roughness formed by a 

slender “leave” of 10 µm of height and a thickness of less than 50 nm with a separation between 

the leaves that can be higher than 2 µm (Figure III. 10 C.3). Initially, in this case, bacterium can 

easily interact with the surface due to the separation between the leaves however, the once the 

bacteria reach the surface the effect of the nanostructure must be evaluated. 

Surface hydrophobicity was studied due to its role in the bacterial adhesion mechanism. It is 

known that rough surfaces with low hydrophobicity present more sites for bacterial attachment 

11,57 providing protection from the shear forces produced by the exposition to biological medium32. 
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With this phenomenon in mind, water contact angle (WCA) of the silver surfaces was measured 

using uncoated PDMS coupon as control (Figure III. 11 A). PDMS samples showed a 

characteristic WCA around 95º indicating a well described hydrophobic behaviour of silicones. 

However, the modified surfaces revealed a WCA around 150º indicating that these surfaces are 

in the range of super-hydrophobicity. 

The nano-structuration of the silver surfaces present a high accentuated roughness that 

contributes increasing the hydrophobicity to super-hydrophobic range. As described in literature, 

the combination of nanostructured rough surface with super-hydrophobic behaviour may act as 

an antifouling surface and/or promote the air entrapped beneath the liquid in the topography and 

therefore, reducing the bacterial adhesion and obtaining a bacteriophobic effect 57–60. 

Once hydrophobicity was studied, the amount of total silver deposited on surfaces was 

evaluated. It is interesting to highlight that the developed surfaces present the same amount of 

silver as shown in Figure III. 11 B, regardless of the complexity of their structure. These results 

indicate that super-hydrophobicity behaviour is not achieved due to an increase of the amount of 

silver in the surface but by a redistribution of how this silver has been anchored to it. Considering 

that, all changes produced by the surfaces on bacterial adhesion are associated with a nano-

structuration of the silver surface. 
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Figure III. 11. Characterization of three different surfaces based on PFM-silver coating. A. Water contact angle of the 

developed silver surfaces compared with uncoated PDMS. B. Silver quantification by cm2 for each silver surface tested 

by ICP. C. Protein quantification from surfaces after 24 h of incubation with Fetal-Bovine Serum. Statistical analysis 

indicated a significative difference between control and all three surfaces, with a minimum p- value of < 0.05 (*) and a 

maximum p-value of < 0.001 (***). 

To relate the superhydrophobic capacity with the repulsion of proteins present in complex 

media, the modified surfaces were put in contact with FBS and the protein adsorbed on them was 

quantified. As can be seen in the Figure III. 11 C, the amount of protein adsorbed by the PFM-

silver modified surfaces was significantly reduced in all proposed samples. This low protein-

adsorption is a highly desirable characteristic since, as demonstrated in the previous chapter by 

QCM-D experiments, a stable interaction of proteins with the surfaces of materials can promote 

bacterial adhesion in complex environments24,49. Therefore, it is expected that this low-protein 

interaction favours a more lasting bacteriophobic effect. 

3.3.1.1 Silver ions release and its effect on bacterial growth. 

The release of silver ions from the silver surfaces plays an important role in the bacterial 

adhesion mechanism and in the bacteriostatic/bactericide effect of the surface16,21. The amount 
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of silver released to bacteria medium can provide an idea of the contribution of silver ions to 

bacteria elimination, i.e., lower concentrations of silver ions would imply a major contribution of 

the surface nano-structuration on bacterial adhesion reduction. To evaluate the accumulated 

silver ion released in media from the three developed silver surfaces, 1 mL of each sample was 

taken from media (and replaced with fresh media) at different time points during 530 h and 

analysed by ICP, (Figure III. 12 A). 

Figure III. 12. Accumulative release of silver ion from silver surfaces (A) and growth curves of P. aeruginosa PAO1 (B), 

S. aureus subs. aureus (C) and E. coli CFT073 (D) in contact with PDMS as a control surface and the three surfaces with 

“sharp blades”, “thick blades” and “leaves”. 

It is interesting to note that the three silver surfaces with different nano-structuration present 

different profiles of silver ions release. On the one hand, the surface with “leaves” morphology 

revealed an initial burst release of 0.23 ± 0.03 ppm during the first 72 hours followed by a change 
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in the slope of the release profile. This behaviour may be explained through local oxidation 

reactions of silver leaves with the oxygen in the bacteria media which is promoted by the high 

specific surface that presents the leaves morphology. Hence, the first stage of the release would 

correspond with the silver release of poorly attached thin leaves (first 72 hours), followed by a 

sustained release of thicker leaves (from 72 h to endpoint). After 530 h of study (22 days) the 

release of silver ions does not reach a plateau indicating that silver leaves are a significant silver 

reservoir. On the other hand, “sharp blades” (Figure III. 12 A), showed an initial minimum burst 

release of 0.05± 0.02 ppm during the first 24 hours of incubation, followed by a sustained release 

that almost reaches the plateau. These differences can be explained because the “sharp blades” 

structure is less exposed to media than silver “leaves”, and therefore less exposed to local 

oxidation, presenting a sustained release of silver ions. Finally, the “thick blades” morphology 

showed a silver ion release below previous surfaces and being close to the quantification limit of 

the analytical method (10 ppb). This effect may be attributed to the blade thickness as well as to 

the tortuosity of the silver layer that protects the stability of silver blades making them more 

resistant to oxidation. Considering these results, it can be considered that the “thick blades” 

structure does not produce the release of silver ions in a significative way. 

In addition, to exclude that silver ion release was caused by chemo-adsorbed silver during the 

Tollens reaction, silver release profiles were also obtained immersing the samples in acetic acid 

(Figure III. 13). Graphic shows the accumulative release of silver from the surface to media. The 

contribution of chemo-adsorbed silver is more present in complex structures such as known as 

“leaves”, stabilizing its release at 80 h. It is interesting to observe how the release profiles in acetic 

acid stagnate at the concentrations observed in the rapid release of the profiles made in aqueous 

medium. This phenomenon indicates that the chemosorbed silver is "washed" in the medium at 

first minutes, while the release effect over time is given by the oxidation of the metallic silver 

anchored to surface. 
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Figure III. 13. Silver release from surfaces using acetic acid as medium. 

In order to evaluate the bactericidal or bacteriostatic effect of the different silver ion release 

profiles, the different silver surfaces samples were put in contact with three different bacterial 

strains to study their growth evolution: Pseudomonas aeruginosa PA01, Staphylococcus aureus 

subs. aureus and Escherichia coli CFT073 (Figure III. 12 B, C and D). 

As it can be observed, bacterial growth profile showed several differences regarding on the 

exposed silver surface. The surface with the “leaves” morphology revealed a standard 

bacteriostatic behaviour on gram-negative strains (P. aeruginosa and E. coli) completely avoiding 

the bacterial growth (Figure III. 12 B and C), however, a delay on bacterial growth was observed 

on S. aureus. These behaviours are consistent with the silver release profile observed for the 

“leaves” morphology, where a high amount of silver ions was released into the medium, affecting 

bacterial duplication and viability. To demonstrate that the bacteriostatic effect observed with 

“leaves” surfaces is maintained over time, all the growth curves (gram-negative P. aeruginosa, E. 

coli and gram-positive S. aureus) were extended up to 50 h. No bacterial growth was observed in 

case of gram-negative and gram-positive S. aureus did not reach the stationary phase 

(absorbance values of end point measurements shown in supplementary materials, Figure III. 

14). To demonstrate that the effect of surface with “leaves” on bacterial growth is bacteriostatic 

and non-bactericide, after 18 h of incubation, a bacterial sample was collected and cultivated in 

fresh medium overnight, measuring absorbance data without the presence of any surface, to 

evaluate if the bacteria were eliminated (antibacterial behaviour) or bacteria remained alive but 

without the ability to replicate (bacteriostatic effect). 
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Figure III. 14. Representation of the end point of the growth curve at 600 nm and 50 h for each studied strain in contact 

with each of the proposed surfaces, using PDMS as a control surface. 

Erratic bacterial growth profile was observed in the gram-negative species while gram-positive 

S. aureus was normally recovered (data not shown). This phenomenon indicates that the silver

ion release of “leaves” samples dramatically reduced the population of gram-negative bacteria, 

but it was not eliminated, while gram-positive S. aureus was only inhibited and its viability was 

less affected. This effect is in complete consistency with the literature about silver ion affection 

on gram-positive strains10,16 because gram-positive species present a bacterial wall composed of 

several layers of peptidoglycan with a thickness 15-80 nm that makes difficult for silver ions 

interact with respiratory chain, secretion systems or other components of inner membrane61. In 

this sense, the presence of this wall reduces the efficacy of antimicrobial effect of silver ions, as 

expected. 

In contrast, the surface with “sharp blades” morphology presented different behaviour 

compared with the “leaves” morphology due to the general reduction of silver ion release profile. 

Thus, it was observed a delay on the beginning of the exponential phase in bacterial growth 

(Figure III. 12 B, C and D) that can be associated with the initial burst release of silver ion (Figure 

III. 12 A). This silver burst avoided the bacterial duplication, but it did not affected growth

completely. Once the bacteria have replicated enough to overcome the silver ion effects, bacteria 

were able to overcome the effect of the released silver and began their exponential growth phase. 

It was observed that this effect is more attenuated in gram-positive species such as S. aureus 

(Figure III. 12 C). If the incubation times are extended to 50 h in P. aeruginosa and E. coli, the 
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growth curves reach the stationary phase, almost matching the PDMS control (Figure III. 14) 

which indicates that silver ion release is not able to kill bacteria, but it slows their growth. 

Finally, the “thick blades” morphology did not present any effect on bacterial growth in any 

bacterial strain (Figure III. 12). However, it was observed a lengthening on the adaptation phase 

in E. coli but reaching a stationary phase at the same time as the control at 18 h period considering 

that profile a normal growth. These results are consistent with the provided with the silver ion 

release profile revealed in the Figure III. 12 A, where the “thick blades” morphology surface did 

not release significant silver ions once placed in medium. This result is especially interesting 

because any possible variations on bacterial adhesion obtained on this surface will not be able to 

be associated with the effect of silver ion but on the interaction between bacteria and the surface 

morphology. 

3.3.1.2 Bacterial adhesion characterization. 

Characterization of how the nano-structured silver surfaces affect the bacterial adhesion after 

incubation with the developed samples, FE-SEM microscopy, Live and Dead staining and 

bacterial counts with the same bacterial strains studied in Figure III. 12 were performed. 

First, samples were observed by FE-SEM after bacterial incubation (Figure III. 15). E. coli 

CFT073 was selected to show its attachment on metallic silver surfaces because it is a reference 

strain in the field of clinical pathogens due to its specific appendages that interacts with tissues 

and surfaces4,62. Non modified PDMS was used as a control (Figure III. 15 A) revealing a uniform, 

homogeneous and stratified layer of bacteria, indicating that bacteria have been adhered on the 

surface without difficulty. Bacteria were disposed randomly indicating that bulk PDMS surface 

topography does not produce a specific orientation effect on bacteria. Also, bacterial division 

could be observed indicating that bacteria were metabolically active on PDMS substrates. Signs 

of bacterial preference to be anchored on specific areas of the PDMS such as, a specific 

orientation of bacteria, bacteria-free areas or deformations in bacteria structure were not 

observed. 
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Figure III. 15. Field emission scanning electron microscopy images. PDMS as a control surface (A), surface with “sharp 

blades” (B), surface with “thick blades” (C) and surface with “leaves” (D) were incubated with E. coli CFT073. Bacteria 

were artificially painted in green to improve their visualization. 

In contrast to PDMS behaviour, surface with “sharp blades” morphology (Figure III. 15 B) 

revealed significative less bacteria attached on the surface than PDMS control (p-value < 0.001, 

in bacterial adhesion quantification). Bacteria were randomly attached without showing a specific 

orientation. The morphology of the bacteria as well as their positions on the surface revealed 

some degree of membrane disruption which indicates that bacteria in the surface were dead. 

Considering that the formation of bacterial aggregates or microcolonies were not observed on all 

“sharp blades” studied samples, the anchored bacteria may be attributed to random bacterial 

attachment. In a similar way, surface with “thick blades” morphology (Figure III. 15 C) presented 

bacterial orientation according to the valleys of the grooves, preferring to anchor themselves to 

these grooves instead to the tops. These bacteria did not present structural membrane damage 

or affected volumes indicating no membrane disruption. Instead of that, bacteria seem to be not 

able to find a suitable anchoring site because it revealed significant less adhered bacteria than 

onto the PDMS control and similar to the “sharp blades” morphology. Considering that this surface 

does not present a release of silver ions, this effect can be attributed mostly to the bacteriophobic 

effect of the metallic silver nano-blades. Therefore, because of the nanostructure of the coating, 

bacteria are not able to be properly attached to the surface, being anchored by weak interactions. 

In this way, bacteria can be detached from the surface returning to the medium and avoiding the 
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adhesion process and the formation of biofilm. Finally, Figure III. 15 D, shows the image of 

“leaves” morphology surface after being incubated. As can be observed, the “leaves” structures 

were unhooked after the incubation with bacteria. Remains of these “leaves” structure can be 

seen on the surface, showing holes and eroded areas caused by medium exposition. The erosion 

also revealed the characteristic “mountainous” structure, where the grooves presented more 

tortuosity than the previously observed in the other metallic structures. This way, the “leaves” 

structures may have been formed through a nucleation process being an extension of the nano-

blades present on the others surfaces. These leaves are weakly anchored to the main silver layer 

resulting in a dynamic surface where after exposition to a medium, silver “leaves” are detached 

producing an actively release of silver (in colloidal and ionic form). This massive release of silver 

affects the bacterial growth showing aberrant bacterial growth dynamics or inhibiting all strains as 

previously observed in the growth curves (Figure III. 12). Due to the structural changes produced 

on the surface after being exposed to bacteria media, FE-SEM images do not provide conclusive 

information about how bacteria interact with the “leaves” morphology. However, the surrounding 

bacterial behaviour to silver “leaves” detachment could be observed through confocal microscopy 

with the possibility to discern between living and dead bacteria (Figure III. 16). 

In order to evaluate the behaviour of bacteria surrounding the “leaves” morphology surface, 

PDMS was used as a control with P. aeruginosa as a gold standard strain to study the bacterial 

attachment (Figure III. 16A). The surface with “leaves” morphology was incubated with, E. coli 

(Figure III. 16 B), S. aureus (Figure III. 16 C) and P. aeruginosa (Figure III. 16 D) to show total 

bacterial deposition discriminating between live attached bacteria, microcolonies and dead 

attached or deposited bacteria. PDMS (Figure III. 16 A) showed a layered and stratified biofilm, 

composed mostly of live bacteria (in green). Bacteria were attached to the surface extensively 

and, after adhesion, bacteria began to divide and secrete extracellular matrix, forming a 

microcolony, a platform where bacteria are promoted. These microcolonies with enough 

incubation time will form a structured biofilm. 
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Figure III. 16. Confocal microscopy of PDMS incubated different studied bacteria strains. (A) P. aeruginosa and surface 

with silver “leaves” incubated with and E. coli (B), S. aureus (C) and P. aeruginosa (D). Samples were stained with 

Live&Dead cell staining kit: red dye shows dead bacteria with membrane damage and green dye shows live and 

metabolically active bacteria, biofilm matrix was not stained. 

The structure with silver “leaves” presented a very different behaviour compared with the PDMS 

control. E. coli CFT073 and P. aeruginosa PAO1 had similar bacterial growth in the presence of 

silver ions, as previously mentioned on Figure III. 12, but showed different ability to be adhered 

the silver “leaves” surface. E. coli (Figure III. 16 B) revealed a clear surface without observing 

adhered bacteria. Despite E. coli presents a high amount of pili and specific adhesion 

mechanisms, once exposed to silver “leaves” structure, bacteria were unable to overcome the 

barrier of local release of silver ions and the potential effect of the surface morphology, where 

remaining leaves may produce a bacteriophobic effect in a similar way than observed in the other 

silver surfaces. By contrast, P. aeruginosa (Figure III. 16 C) was able to be adhered to the surface, 

as can be seen in the high concentration of bacteria in the image, but attached bacteria was found 

dead (red bacteria), probably due to the effect of silver ions released. As shown in Figure III. 16, 

bacteria were attached individually and showed no signs of biofilm formation. However, early 

stage microcolonies (green clusters) were observed among the dead bacteria. It seems that the 
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erosion of the surface reduces the surface ability to avoid bacterial attachment. Finally, S. aureus 

sub. aureus, shown in Figure III. 16 D, presented a homogeneous attachment of bacteria on the 

silver metallic surface, where the attached bacteria were partially live and dead almost in equal 

parts. This high number of attached bacteria was expected considering that S. aureus growth is 

less affected by the release of silver ions and therefore, more suitable to be adhered on the 

surface. Despite bacteria are localized on the top of silver surface through confocal microscopy, 

it is important to highlight that bacterial adhesion was punctual and reversible. Individual 

bacterium with no connection between them was observed and no indication of bacterial clusters 

formation was shown, therefore, the development of a biofilm on the surface was improbable. 

The next step in the evaluation of the developed surfaces was the quantification of the total 

amount of living bacteria onto the surfaces in order to validate the ability of the coating to avoid 

the surface colonization. Samples were placed in medium with different bacterial strains and 

incubated to ensure bacterial growth and the ability to interact with the surfaces, and after that, 

samples were vigorously washed to remove weakly adhered bacteria. The remaining bacteria 

were plated and counted considering that each bacterium, alive and able to replicate, will generate 

a colony forming unit (CFU). Results are shown in Figure III. 17 for each strain used in this work: 

E. coli CFT073, P. aeruginosa PAO1 and S. aureus subs. aureus, growth in each proposed

surface: “sharp blades”, “thick blades” and “leaves”, using PDMS as adhesion reference control 

surface. 
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Figure III. 17. Bacterial counts on each surface (CFU/cm2) with PDMS as a control. Three different bacterial strains were 

used in order to check that the behaviour shown does not depend on the species. The bacterial strains used were: P. 

aeruginosa PAO1, S. aureus subsp. aureus and E. coli CFT073 on surface with “sharp blades” (A), surface with “thick 

blades” (B) and surface with “leaves” (C). Statistical analysis indicated a significative difference between control and all 

three surfaces, with a minimum p- value of < 0.05 (*) and a maximum p-value of < 0.001 (***). Statistical analysis between 

the developed surfaces revealed no significant statistical differences with p-values from 0.056 (P. aeruginosa, “Leaves” 

vs “Thick blades” to 0.7 (E. coli, “Thick blades” vs “Sharp blades”). 
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As can be seen in the Figure III. 17, the three developed surfaces showed a significative 

reduction of the adhered bacteria for each bacterial strain, where CFU per cm2 revealing a 

reduction of 3 logarithms at least in the worst case (S. aureus on surface with “thick blades”) and 

8 logarithms in the best case (P. aeruginosa on surface with “leaves”) in contrast with the 

uncoated PDMS control. Despite that silver surfaces present different mechanism to avoid 

bacterial adhesion as well as the intrinsic differences of bacterial strains, the bacterial adhesion 

reduction is similar for each case. 

For the gram-negative strains (P. aeruginosa and E. coli CFT073) the presented surfaces 

represent a highly efficient method to avoid bacterial adhesion, reducing more than 6 orders of 

magnitude. This effect is mainly produced by a disruption of the bacterial outer membrane, 

achieved by the action of the surface morphology combined with the release of silver ion, which 

makes bacteria feel uncomfortable next to the surface. It is interesting to note that the surface 

with “thick blades” morphology (Figure III. 17 B), which do not present a ion release profile, 

reaches a similar adhesion reduction value similar to the other surfaces, indicating that the 

bacteriophobic effect developed, only with a surface based approach, can be as efficient as the 

release of silver ions, the bactericide surface. 

Gram-positive bacteria (S. aureus) revealed higher adhesion on the silver surface. This 

behaviour can be explained due to the nature of S. aureus cell wall and membrane systems. S. 

aureus has a rigid peptidoglycan outer membrane that is harder to be disrupted than the gram-

negative bacteria outer membranes30. This way, the silver ion released from the “sharp blades” 

and “leaves” structures (Figure III. 17 A and C) did not affect the growth of gram-positive S. 

aureus, increasing the bacterial population in the media offering more opportunities to bacteria to 

interact with the surface and to be adhered. However, “sharp blades” (Figure III. 17 A) is the 

surface which showed better S. aureus adhesion reduction, which may indicate that, the silver 

ions in combination with a nanostructured surface capable to disrupt the surface membrane is an 

optimal approach to avoid the bacterial adhesion. 

At the end, modifying the properties of the pp-PFM thin film, structural changes were produced 

on the metallic silver coating affecting its morphology and therefore how bacteria interact and 

adheres to the surface. In this regard, by modifying the polymerization conditions of pp-PFM, 

three different silver morphologies with three different associated behaviour against bacteria were 

obtained. The three developed strategies against bacteria revealed an outstanding potential to 

avoid the bacterial adhesion, revealing more than 6 order of magnitude of CFU reduction on 
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bacterial counts compared with uncoated PDMS. This effect, along with the fact that these silver 

surfaces can be easily used to coat all kind of materials, including elastomeric ones which are 

more challenging to coat, represents an interesting solution to avoid bacterial colonization on 

medical devices. 

3.3.2 Technology approach to a urinary catheter 

Despite of the fact that the three developed surfaces (“sharp blades”, “thick blades” and 

“leaves”) showed an outstanding bacteriophobic behaviour based on their nanostructure, these 

interesting surfaces must be manufactured on the lumen of urinary catheters. Once the in vitro 

tests on flat silicone surfaces have been completed, it is necessary to start the tests in a real 

urinary device, to verify that the manufacture process is scalable. 

The main physical characteristics of an urinary catheter are the length of the drainage tube and 

its external diameter. It depends on these characteristics that the patient drains the urine correctly 

with the greatest comfort and the least damage to the urethral epithelial tissue. Because of this, 

a medium-size urinary catheter for men (20 Fr or 6.7 mm diameter and 40 cm length) was used 

to adapt these surfaces to the device and check its operation. 

First, 1 to 5 cm sections of urinary catheters were introduced into the reactor chamber, obtaining 

homogeneous pp-PFM polymerizations with a complete silver coating, equivalent to the previous 

studied ones. However, when introducing the complete urinary catheter, the pp-PFM films 

obtained were not homogeneous, showing a gradient from the ends of the tube towards the 

centre. This may be because the vacuum was not carried out completely inside the tube and the 

distribution of the PFM monomer was not uniform. This gradient polymerization resulted in not 

homogeneous silver deposition and uncoated areas. This fact caused a lack of nanostructured 

surface areas and the absence of metallic silver deposited homogeneously along the tube. This 

partial modification of the device did not avoid the bacterial attachment and biofilm formation 

correctly, not achieving the desired bacteriostatic or bacteriophobic effect in the urinary device. 

Furthermore, the manufacturing process was intended to be industrially scalable, so, eliminating 

cold vacuum plasma polymerization was a priority. 

Due to the foregoing, alternatives to PFM and plasma polymerization were explored to achieve 

the same nanostructured surface effect with antibacterial properties using simple methodology, 

with a more industrialized vision. 

In this context, the possibility of achieving an effective nanostructure on silicones, specifically 

on the entire urinary catheter, using dopamine arose. As explained before, dopamine as monomer 
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can polymerize in a wide range of conditions, coating surfaces homogeneously in a one-step 

reaction described between 2007 and 2018, being Polydopamine (PDA)43,48. PDA coating has 

been demonstrated to functionalize a wide array of material surfaces, including superhydrophobic 

surfaces such as silicones. Hence, PDA has opened a new route for surface modification and has 

garnered great interest, especially in biomaterials science. 

3.3.3 Bacteriophobic nanostructured-silver coated surfaces based on dopamine 

polymers 

Polydopamine (PDA) coating provides covalent and non-covalent bonding capabilities for a 

broad range of organic, inorganic and metallic substrates, offering potential applications in the 

challenging field of antibacterial coatings52. The main objective was to achieve a nanostructure 

with a behaviour similar to the structure called in previous section as "thick blades", which 

presented a powerful bacteriophobic effect, without affecting the bacterial growth, protecting the 

host microbiota. 

Once dopamine polymerization process was optimized on PDMS substrates, the metallic silver 

coating was performed. The obtained surface was observed by FE-SEM (Figure III. 18 A-C). As 

can be noted, the surface showed a homogeneous coating filled with thin grooves less than 0.5 

µm wide and a poor tortuosity. The nanostructure of the coating presented a set of structures with 

homogeneous shapes of about 100 nm wide, with some small insertions through the film. These 

structures had small inlays of metallic silver in a small proportion, smaller size and thicker than 

the previously studied ones. 
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Figure III. 18.Nanostructured PDA-silver coated PDMS. A. Scheme of the metallic silver nanostructure. FE-SEM images 

of PDMS coupons modified with PDA and metallic silver coating at different zoom (B) magnification of 2.00K and C) 

magnification of 50.00K). 

As explained before, it is shown that both wettability and surface morphology influence the 

bacterial adhesion, with neither super-hydrophobicity or low surfaces roughness alone sufficient 

for reducing initial retention of bacteria35. Super-hydrophobicity is the goal of these surface due 

to hydrophobic surfaces are friendly to bacterial attachment in complex environments, needing to 

avoid bacterial deposition by other methods such as antibiotic release. Hydrophobic or 

superhydrophobic strategies have not been addressed because these surfaces interact more with 

proteins present in a complex medium in flow. Hydrophilic surfaces are more susceptible to being 

covered by cellular debris and proteins, offering a platform for bacterial adhesion that is not of our 

interest63. 

To test the hydrophobic behaviour of the PDA-silver coated surfaces, WCA was measured and 

compared with PDMS as a standard grade of hydrophobicity in silicone-based medical devices 

(Figure III. 19 A). As expected, WCA measures of modified PDMS showed a super-hydrophobic 

coating with a statistical difference between control and modified samples. The super-
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hydrophobic effect of the surface is given by the microstructure of the surface, which can trap air 

between its formations, giving anti-fouling properties to the material49,64. 

In order to study the amount of silver deposited on PDMS surfaces, after manufacturing, 

samples were digested with nitric acid and analysed by ICP (Figure III. 19 B). The total silver 

deposited per cm2 was similar to the rest of the samples manufactured before with the plasma 

polymerization method. Therefore, the dip coating method for nano-structuring and silver coating 

of surfaces continues showing characteristics leading to bacteriophobic properties. 

 

Figure III. 19. Characterization of PDA-silver coated PDMS. A. Water contact angle of PDMS and PDMS coupons modified 

with PDA-silver coating. B. Total silver was extracted from modified surfaces and quantified by inductively coupled plasma, 

showing a silver deposition on PDMS samples of 0.3938 mg ± 0.012 mg of metallic silver per cm2. C. Protein quantification 

from surfaces after 24 h of incubation with Fetal-Bovine Serum. Statistical analysis indicated a significative difference 

between control and modified surface, with a maximum p-value of < 0.001 (***). 

As previous studies have shown in previous studies, avoiding adhesion of protein to the surface 

can help prevent bacterial adhesion. The protein repulsion capacity of the surface was studied by 

incubating with FBS for 24 h and quantifying the amount of protein adsorbed. As can be seen in 

the Figure III. 19 C, the amount of protein retained by the surface was more than 10 times less. 

This effect was similar to that presented by the rest of the antibacterial surfaces generated in the 

previous section, showing protein adhesion less than 5 µg protein per cm2. Low protein adsorption 

in complex environments is a necessary feature when selecting the best approach to create 

bacteriophobic surfaces. Being able to repel proteins present in the urine will be key for patients 

with diabetes, heart attacks or other diseases that present proteinuria24,65,66. Since high protein 

adhesion to the surface of urinary catheters will favour interaction with bacteria and their 

subsequent infection67,68. 
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The metallic silver layer deposited releases silver ions by located oxidation of the surface. This 

phenomenon will take place until the exhaustion, the blockade of the surface or the saturation of 

the medium. However, an unknown amount of silver may be chemo-absorbed by the surface 

during silver deposition reaction, in a non-reduce form. This kind of silver can release it in few 

seconds when samples come into contact with aqueous media, promoting a burst release of 

silver. 

To test the silver release, samples were put in contact with different media for 22 days (529 h) 

at 37 ºC. Media were Mili-Q H2O, as low complexity medium, PBS, as saline medium and acetic 

acid with the purpose of extract all chemo-absorbed silver and show it and then, silver was 

quantified using ICP (Figure III. 20 A and B). 

The graphs of Figure III. 20 shown three profiles of silver release. First, the surface releases 

silver in a burst form when surface was in contact with media at first time, in all media tested. This 

effect may be due to the quickly release of chemo-absorbed silver from surface, producing a burst 

effect. To verify this hypothesis, the silver on acetic acid can be observed. Acetic acid washes the 

chemo-absorbed silver, and, as can be noted in the Figure III. 20 A, at short times of surface 

exposition to the medium, the amount of silver released reaches the same values than observed 

in H2O and PBS. After first times, the tendency of the curve indicated that new amount of silver 

was not added to medium, so, all chemo-absorbed silver has been released in less than 10 h, left 

the surface completely clean. This effect is independent to the oxidation of metallic silver 

deposited on surface, which produces a constant silver ion release from it. After this first burst, 

the silver release is constant due to the local oxidation and it seems that it does not reach a 

liberation plateau. However, in comparation with the previous studied surfaces, the amount of 

silver and the tendency of the release are similar to the observed in the “thick blades” surface 

tested in previous section of this chapter (Figure III. 12 A). So, if graphs are viewed in normalize 

scale, the released silver from this surface will be showed as a stationary tendency in all media 

studied. 

Furthermore, the differences observed between Mili-Q H2O and PBS media were not 

significant. The differences showed may be due to the initial saturation of the media in case of 

PBS respect to Mili-Q H2O, but, at long times of exposure, the amount of silver released was 

similar. 
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Figure III. 20. Accumulated silver release from modified PDMS surfaces in different media: Mili-Q H2O, PBS and acetic 

acid. The test was made at 37 ºC in static conditions for 529 h (approximately 22 days). A. Silver release at short times 

(until 49 h) to appreciate the initial burst of silver. B. Full test of silver release. 

3.3.3.1 Coating characterization for continuous use applied on urinary 

catheters 

In this section, with the aim of adapt this antibacterial strategy to real urinary catheters and to 

be able to carry out studies beyond the laboratory settings, the response of the surface to different 

stresses was studied. One of the most interesting tests to characterize the lifespan of materials, 

specially the medical-used ones, is the accelerated aging test. According to the guide ASTM 

F1980, applying 60 ºC during 3.7 weeks to polymer-based materials, the final effect on the 

material is equivalent to storage it during 1 year at room temperature. So, the samples of PDMS 

modified with PDA-silver coatings were put in a stove at 60 ºC and wet atmosphere into a glass 

vials during, at least, 26 days to test the coating stability. 

In addition to this, the samples were exposed to mechanical stress, being sonicated to observe 

the effect on the coating. This test is not intended to simulate the wear of the coating in actual 

use. It is also not a reflection of the mechanical stress that the coating can be subjected to when 

applied to a urinary catheter. But the test can offer as a small approximation to be able to consider 

the coating as good candidate for the future application to medical devices or to discard it. 

After these tests, samples were analysed by WCA (Figure III. 21 A), FE-SEM images (Figure 

III. 21 B) and ICP (Figure III. 21 C). 
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As shown in Figure III. 21 A, there are no significative differences between WCA measures. 

Stress effects also was observed by FE-SEM (Figure III. 21 B), where aged and sonicated 

surfaces are similar to the sample control (Figure III. 18). No loss of coating or breakage of it was 

seen and micro and nanostructure seem to hold up in good condition. Furthermore, the analysis 

of silver amount deposited on surfaces (Figure III. 21 C) revealed a non-significant difference 

between samples. Finally, it was possible to conclude that the coating is stable after being 

subjected to accelerated aging, which simulates its continuous use for more than a year. In 

addition, the coating resists aggressive sonication without detaching or losing its structure. Since 

the intention of the technology is to cover urinary catheters from the internal area, the coating will 

not suffer mechanical damage, it will not come off or lose its function during use. 
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Figure III. 21. Stress test to characterize the coating after 1 year of simulated storage and physical pressure. A. Water 

contact angle measures after tests on PDMS samples as control and PDMS with PDA-silver coating samples. No 

significant differences were found between the modified samples B. FE-SEM images from surfaces of PDMS with PDA-

silver coating after tests. B1. Aged surface. B2. Sonicated surface. C. Total silver extracted from surfaces of PDMS 

modified with PDA-silver coating after tests, analysed by inductively coupled plasma and normalized per area. No 

significant differences were found. 
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3.3.3.2 Bacterial viability and bacterial adhesion to proposed surface. 

The release of silver ions from the surface affect to bacterial growth, depending on the amount 

of silver released, as studied in previous section (Figure III. 11). In this case, three bacterial strains 

were put in contact with the PDMS samples modified with PDA and a metallic silver coating to 

test the effect of the silver released in bacterial growth, using PDMS as a control material (Figure 

III. 22). The bacterial strains of the test were used in the previous study; Escherichia coli CFT073

(Figure III. 22 A), Staphylococcus aureus subspecies aureus (Figure III. 22 B) and Pseudomonas 

aeruginosa PAO1 (Figure III. 22 C). The bacterial growth was measured by spectroscopy at 600 

nm during 18 h each 30 min and a final measure of these bacterial strains was read at end point 

(50 h), to ensure the stationary phase data were correct. Also, different bacteria of interest were 

tested at end point of growth (24, 36, 50 or 96 h) according to the optimal growth (Figure III. 22 

D). 

As can be noted, the growth profiles of the different bacterial strains were similar to the 

observed growth in contact with the surface called “thick blades”. These results were expected 

due to the similarities shown in silver release profiles. Gram-negative species such as E. coli 

(Figure III. 22 A) were more sensitive to the silver present in medium, but the growth reached the 

stationary phase 6 h later than the control. These species had a longer adaptation phase but did 

not show any other growth problems. In case of P. aeruginosa (Figure III. 22 C), despite of being 

gram-negative bacteria, or S. aureus (Figure III. 22 D), as gram-positive model, the observed 

growth was normal without differences between control and the samples. 

Finally, different bacterial cultures were tested at their optimum time of growth and conditions 

to ensure the growth tendency and the surface behaviour were not strain-dependent. Differences 

between PDMS and modified PDMS with PDA-silver coating were not observed (Figure III. 22 D), 

so, the silver release from the surface did not affect any bacteria, regardless their nature. Among 

the strains shown, Lactobacillus genus are of special interest, in this case, several probiotic 

strains of the female genital tract. These species were not affected in their growth either, so, the 

technology does not affect the natural microbiota of the future host. This fact is of vital importance 

since, if natural microbiota is not affected, new niches for opportunistic pathogens will not release 

and the possibility of an infection can be reduced naturally by keeping the natural barriers of the 

organism intact. 
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Figure III. 22. Bacterial viability. Growth curves of different bacterial species in contact with proposed surface and PDMS 

as a control surface. A. E. coli CFT073 growth curve. B. S. aureus sub. aureus growth curve. C. P. aeruginosa PAO1 

growth curve. D. End point measure of different bacterial species after 36-48 or 50 h in contact with PDA-silver coated 

PDMS samples. Measures between PDMS and coated PDMS showed non-statistical differences. 

These results indicated that the proposed surface in this section was not bacteriostatic or 

bactericide. The antibacterial behaviour, or not, given by this surface in advance will be due 

exclusively to the topography. Therefore, next step was to study bacterial adhesion to the surface, 

with the aim to observe a bacteriophobic behaviour before applying the technology to the urinary 

catheters. 

Bacterial adhesion test was made using the three bacterial models previously mentioned, 

according to the protocols developed in previous chapter and briefly explained in MATERIALS 

and METHODS section. After samples incubation, washes and biofilm extraction, live bacteria 
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were quantified and represented as CFU per cm2 (Figure III. 23). PDMS without modifications was 

used as control. 

As shown in Figure III. 23, a reduction in bacterial adhesion to the surfaces of at least 4 orders 

of magnitude was observed in worst case, corresponding to S. aureus. A maximum of 7 

logarithms was observed in case of E. coli. This test indicated that surfaces present a 

bacteriophobic behaviour, regardless of the bacterial species. 

 

Figure III. 23. Bacterial adhesion to PDMS and PDA-silver coated PDMS surfaces. Different bacterial species were used, 

Pseudomonas aeruginosa PAO1, Staphylococcus aureus subs. aureus and Escherichia coli CFT073. Statistical 

significance was represented as (*) according to the p-value obtained. 

All tests performed show a surface with bacteriophobic properties, capable of avoiding bacterial 

adhesion without affecting bacterial growth. This repulsion effect may be due to the observed 

topography. The nanostructure of the surface that does not offer a stable niche for the bacteria, 

and, at the same time, bacteria are disturbed by the local oxidation of silver and its release in 

amounts that are not considered harmful but constant. All these factors combine with the super-

hydrophobicity, which prevents the deposition of elements that can serve as new anchored points 

for bacteria, camouflaging the nanostructure and the silver release effect at long times of 

exposure. Therefore, this technology can be useful to maintain a surface free of colonization and 

living organisms and free of biological remains for, almost, infinite times. 
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3.4 CONCLUDING REMARKS 

A set of antimicrobial surfaces have been developed and characterized in this chapter. All of 

them have shown a super-hydrophobic characteristic due to the construction of a specific micro 

and nanostructure topography on the surface. These topographies avoided the protein 

adsorption, keeping clean the samples and avoiding a key factor to early bacterial attachment. 

All the surfaces shown an antimicrobial effect, avoiding bacterial colonization by at least 4 

orders of magnitude relative to uncoated samples, regardless of bacterial strain used. But, 

changes in the polymerization methodology led to obtaining different morphologies that have 

been shown to have different effects on bacteria: from bacteriostatic to only bacteriophobic effect. 

The bacteriostatic effect is promoted by a controlled silver release by the silver oxidation from the 

surface, that does not occur on the rest of surfaces. 

Finally, the amount of total silver deposited per cm2 on the surfaces, as well as the amount of 

silver released by the local oxidation of the coatings is well below the threshold considered 

cytotoxic. Therefore, all the proposals can be applied to silicone-based medical devices to give 

them antimicrobial properties without producing side effects. 
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ABSTRACT 

In this chapter, silicone-based urinary catheters have been modified with the previously 

described polydopamine-silver coating. The properties of the new urinary catheter have been 

studied in vitro, simulating its use, and in an in vivo test using catheterized pigs for 15 days. The 

bacteriophobic effect of the new urinary catheter has been evaluated, being compared with 

commercial standards and with the antimicrobial gold standard urinary catheters. 

4.1 INTRODUCTION 

Once bacteriophobic surfaces have been developed, the next step is to evaluate the 

bacteriophobic coating on Foley urinary catheters with the aim to avoid catheter-associated 

urinary tract infections (CAUTIs). 

Foley catheters are flexible tubes with two separated channels, or lumens, running down its 

length. The biggest lumen open at both ends, draining urine into a collection bag and the lumen 

with the smallest diameter has a valve on the outside end and connects to the balloon. Foley 

catheters are normally used for long-term catheterization, between 3 to 28 days or more, in 

seniors or patients with reduced mobility and physical damage, having affected the urinary tract 

or not, or with mental disabilities1. The use of these catheters for periods greater than 3-5 days 

carries risks. The most common side effects of having an urinary catheter, either occasionally or 

chronically, are urethral damage and inflammation of the lower urinary tract with the appearance 

of ulcers and micro-tears in the urothelium of the bladder, which can lead to rapid infection and 

sepsis2,3. Also, discomfort, pelvic and lower back pain are common effects of being 

catheterized4,5. All these effects coupled with the CAUTIs widely described previously, have a 

negative effect on the patient's life6–9. By this reason, currently commercialized urinary catheters 

for long-term catheterizations seek to offer solutions to the problems presented by this type of 

catheterization. 

There are Foley urinary catheters focused on avoiding CAUTIs to improve the patient's quality 

of life. Focusing only on those antimicrobial urinary catheters that are currently on the market, 

Bard Medical® has the largest portfolio of urinary catheter products. Their antimicrobial proposal 

for Foley urinary catheters is based on silver-palladium-gold alloy coating technology, licensed 
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from Bactiguard® and called BARDEX®IC (Figure IV. 1 A), being a gold standard product. This 

coating technology releases silver ions, causing an antimicrobial effect on bacteria and, 

furthermore, describes a galvanic current phenomenon created by the alloy that prevents 

bacterial attachment on the catheter surface17–19. Other brand products on the market are based 

on silver salts, embedded in a hydrogel that degrades in contact with the patient. After 

degradation, silver oxidizes and releases silver ions, with an important bactericidal effect. 

However, these types of products, called Lubrisil® (Figure IV. 1 B), are not available in Europe. 

Another interesting antimicrobial catheter is the Strata-ReleaseNF® nitrofural catheter by 

Rochester Medical® (Figure IV. 1 C). Nitrofural has bactericidal properties and is a common 

antibiotic ointment. In one randomized clinical study in 2012, nitrofural catheters were shown to 

be more effective in preventing bacterial growth and biofilm formation on catheters than silver-

based catheters in the first days of use11,20. 

 

Figure IV. 1. Commercially available antimicrobial urinary catheters. A. BARDEX IC® silver-alloy based urinary catheter 

by BARD®. B. Lubrisil® urinary catheter, based on silver salts embedded on a hydrogel by BARD®. C. Strata-

ReleaseNF®, a nitrofural coated catheter by Rochester Medical®. Images taken from the sales catalogue of the 

mentioned catheters. 

Moreover, a multicentre clinical trial (over 7100 patients) compared two leading antimicrobial 

urinary catheters (BardexIC® silver alloy catheter and Strata-ReleaseNF® nitrofural catheter) with 

a standard uncoated urinary catheter for efficacy in preventing CAUTI, but found no clinically 

important reduction in the rate of symptomatic CAUTI beyond one week10. Two products were 

shown to have a short-term bactericidal effect, preventing infections between 3 and 8 days 

maximum. So, they proved being useful for short catheterizations, but not the definitive solution 

that is still being sought up until now. 
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The reason why these devices are not yet a solution is their strategy to avoid infections. The 

immobilization of substances to a surface that are released to acquire a function, is a strategy 

that has been widely accepted to treat diseases in a continuous and controlled way within a 

period. However, the release of antimicrobials such as silver or antibiotics, have a drawback: once 

the antimicrobial has been fully released, the surface is unprotected again. The existing reviews 

of clinical effect of coated urinary devices on the market have pointed out that many clinical 

studies are too limited in time to provide a solid basis for clear recommendations and indicate that 

the antibacterial claim can be discussed beyond day 7 of use10,11,21. 

For all these reasons, in this chapter a bacteriophobic coating will be implemented on the 

urinary Foley catheter, trying to overcome the deficiencies of current commercial catheters. From 

the set of bacteriophobic nanostructures generated, the coating selected to be applied to the 

urinary catheters was the PDA-silver coating, which is also an industrially scalable process. 

However, adapting the manufacturing process and maintaining the PDA-silver coating properties 

is a current challenge. 

As explained above, the generation of the bacteriophobic environment on the device is due to 

the creation of a certain topography and roughness, building a super-hydrophobic micro- and 

nanostructure on the surface that avoids bacterial attachment. The process of adapting these 

micro- and nanostructures based on silver-coated polymeric films must consider the change of 

base material on which the coating is applied. Medical grade silicones, in addition to having 

demonstrated their biocompatibility, have subtle differences in mechanical properties regarding 

PDMS silicones. These properties must be considered and maintained after being modified with 

the coating. However, the greatest challenge is to adapt the coating to the morphology of the 

urinary catheter, going from building this micro- and nanostructure on flat surfaces to generating 

them inside a tube with diameters between 1.98 mm (6 Fr) and 7.92 mm (24 Fr) and between 10 

and 40 cm in length homogenously. 

Once the coating has been correctly implemented, it will be validated that the urinary catheter 

maintains the key parameters to be bacteriophobic: a super-hydrophobic micro- and nano-

structured surface coated by a homogeneous metallic silver film. For this, in vitro bacterial 

adhesion tests will be carried out at different times, trying to simulate the conditions of use of the 

catheter and the environment of an urinary infection. Moreover, the bacteriophobic effect avoiding 

bacterial infection for long periods of time in a complex environment will be tested using 

catheterized pigs as animal model.
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4.3 RESULTS AND DISCUSSION 

4.3.1 Implementation of the selected coating on the urinary catheter 

After selecting the PDA-metallic silver coating to be implanted in urinary catheters, the 

manufacturing process was optimized to urinary catheters. The reproducibility and the scalability 

of the process were ensured, managing to manufacture batches from 50 to 200 pieces without 

needing to overly adapt the reactions, except by scaling quantities. The obtained coating was 

homogeneous in all devices, ensuring that the most complex parts of the catheter, the drainage 

eye and the port, were correctly coated. The final coated catheters are shown in the Figure IV. 7. 

The image shows the coated parts of the catheter: the entire drainage eye, the catheter tube 

without the appearance of bubbles, degraded areas or uncoated areas, and the port. In the port 

there are two areas: a covered area and another area with the bare silicone. The uncoated zone 

is intentionally, as the urine collection bag is attached to the port in this section and it does not 

need to be coated. This also allows us to appreciate the difference between the base and the 

coated catheter. 

 

Figure IV. 7. PDA-silver coated Foley urinary catheter. A. Catheter appearance after manufacturing. B. End of drain tube, 

where collection bag is connected, and balloon valve (red). C. Drainage eye appearance. 
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Once implemented the coating on the urinary catheter in a homogeneous way with a scalable 

process, tests were carried out to verify the functionality of the device. The PDA-silver coated 

urinary catheters were tested according to ASTM F623 “Standard performance specification for 

Foley catheters” to ensure the meeting of the safety and effectiveness requirements despite of 

the modifications. The tests were made to obtain measures that determine parameters as: the 

flow rate through drainage lumen, the balloon integrity and the resistance to rupture, the response 

to traction and the balloon volume maintenance. In all the tests, data were in accordance with the 

regulation. Thus, the coating was well implemented in the medical device and its modification did 

not alter its function (data not shown). 

To provide the catheter with bacteriophobic capacity, it was necessary to recreate the 

characteristics studied in the coatings developed in the previous chapter. Tests were performed 

to characterize the surface of the PDA-silver coated catheter (Figure IV. 8). 

 

Figure IV. 8. Characterization of the coating applied on the urinary catheter. A. Field-Emission Scanning Electron 

Microscopy images from the surface after manufacturing at different at different magnification (A1, 2.00 K X, bars 10 µm 
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and A3, 100. 00 K X, bars 200 nm.). B. Water contact angle measures to determine the degree of hydrophobicity with 

regard to an uncoated catheter. C. Amount of total silver deposited on the urinary catheter analysed by Inductively Coupled 

Plasma. 

Images from the surface of the catheter were taken by FE-SEM to appreciate the topography 

(Figure IV. 8 A1 – A2). The surface showed a microstructure with small and thin grooves less 

than 0.5 µm thick. By magnifying the image, the nanostructure of the surface was observed. 

Regular size 50-100 nm spheres could be observed with small pieces about 200 nm diameter 

attached homogeneously and distributed along the surface. These small pieces may be 

considered silver reservoirs created by nucleation during the reduction of the silver ions and they 

could be dislodged with the use. However, the surface maintains the topographic characteristics 

that we study in PDA-silver-based coatings. Also, WCA was measured to verify that the coating 

gave super-hydrophobic characteristics (Figure IV. 8 C). WCA measurements were made by 

cutting the curved part of the catheter and taking advantage of the flat area. This area of the 

lumen is flat because the airway passes through the tube to inflate the balloon. As shown in the 

figure, the coating produces an angle increase of 90 to 150 º approximately, which is considered 

super-hydrophobicity. This effect allows repelling protein adhesion and bacterial attachment to 

the surfaces, decreasing contact between proteins, bacteria and surface and greater shear stress 

due to interfacial slip between the superhydrophobic surface and the liquid33,34. Finally, total silver 

deposited onto the catheter surface was evaluated to compare values with the previously obtained 

in flat PDMS surfaces. As can be noted in the Figure IV. 8 C, the amount of silver deposited was 

0.396 ± 0.009 mg Ag0 per cm2. The deposited silver had a difference of ± 0.0018 regarding the 

data obtained in flat PDMS-PDA-silver coated, being not statistically significant. 

Thus, the coating was reproducible enough to be implemented in urinary catheters, maintaining 

all the properties previously studied in flat silicones: super-hydrophobicity, amount of deposited 

silver and a micro and nanostructured surface, guaranteeing the bacteriophobic properties of the 

device. 

4.3.2 Silver release in comparison with current medical devices 

Due to the strict European regulation of medical devices, it is important to consider if the amount 

of silver released by the urinary catheter is significant, not only for its active effect on cells, but 

also for the future classification of the device within regulatory standards. This study compared 

the release of silver from a urinary catheter with one of the only silver devices on the European 

market: the tracheostomy cannula. Silver cannulas have been widely used after a tracheostomy 
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to prevent the patient from closing the open pathway in the trachea for long periods. It was decided 

to compare the proposed coating of the urinary catheter with a silver cannula because commercial 

silver urinary catheters based their bactericidal activity on the release of silver in salt or ions form 

to the medium. 

Measurements of silver present in the medium in contact with the devices were taken daily for 

21 days (Figure IV. 9). Samples were obtained from the medium and analysed by ICP. No 

elevated initial burst release was shown. The amount of silver released by local oxidation at 15 

days was about 0.01 µg / mm2 (accumulated silver in the medium), which data were according to 

silver release tested in previous chapters from flat surfaces. 

The silver release profile of the cannula was studied for 15 days in PBS medium, at 37 ºC under 

static conditions (Figure IV. 9). As can be seen in the figure, the amount of silver accumulated in 

the medium by the cannula was 7 times higher than the released by the catheter at the end of the 

study. The cannula showed a continuous silver release with an initial high burst of silver (at 30 

min after contact with the medium reached 0.03 µg/mm2). The urinary catheter showed a similar 

behaviour, an initial burst of silver perhaps due to the liberation of the chemo-adsorbed silver or 

the release of previously observed clumps of silver. 

 

Figure IV. 9. Silver release of different medical devices. A. Silver cannula. B. PDA-silver coated urinary catheter. C. Silver 

release from a silver cannula and PDA-silver coated urinary catheters during 361 h (15 days) in phosphate buffer saline 

at 37 ºC. The study was carried out in continuous flow (1.38 mL/min) with the urinary catheter but not with the silver 

cannula. Silver cannula was tested in static conditions. The amount of silver accumulated in the medium was normalized 

by area for a better comparison between the devices. 
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The fact that the silver cannula, an implantable product approved for medical use, releases up 

to 7 times more silver than the urinary catheter serves as a benchmark for establishing acceptable 

free silver values. All these data are below the limit considered cytotoxic for humans, however, 

the fact that there is already a product on the market with values beyond those released by the 

catheter is a regulatory advantage. 

4.3.3 Antimicrobial properties of new urinary catheter in vitro 

To ensure the bacteriophobic effect of the new urinary device, an in vitro evaluation of the 

antimicrobial capacity was done. To test the non-bactericidal properties, different fragments of 

the catheter were incubated with bacterial culture medium with different bacterial strains. The 

bacteria chosen ranged from laboratory-use strains to clinical isolates and probiotics, to ensure 

the non-strain dependent effect of coating in bacteria. The bacteria were grown until they reached 

their maximum absorbance in appropriate culture media, atmospheric and temperature conditions 

according to each strain (Figure IV. 10 A). As expected, this test confirmed that the coating did 

not present antimicrobial activity. Each strain could reach its stationary phase despite of growing 

in contact with the coated urinary catheter embedded in the medium. The probiotic strains used 

in this study, mainly a Lactobacillus cocktail, also did not show a delay in their growth curves (data 

not shown) and reached their maximum at the same time as the bacteria in the absence of the 

coated urinary catheter. So, the coating did not affect to the natural urinary microbiota. 
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Figure IV. 10. Antimicrobial properties of PDA-silver coated urinary catheter. A. Absorbance at end point of bacterial 

growth in contact with commercial urinary catheters and modified catheters with PDA-silver coating in appropriate media 

and conditions for each bacterial strain. B. Bacterial adhesion counts on commercial urinary catheter and PDA-silver 

coated urinary catheter with PDA-silver coating after 18 h in contact. NS = not statistically significant. P-value was 

represented as: p-value < 0.01 (**), p-value < 0.001 (***) and p-value < 0.0001 (****). 

To test the bacteriophobic effect of the catheter, being able to reduce bacterial adhesion, 

different bacterial strains were put in contact with the coated lumen of the catheter 18 h at least 

in complete media and 37 ºC. Escherichia coli CFT073 and 07 and P. aeruginosa PAO1 and 1016 

were studied with special attention due to they are the most isolated urinary pathogens in patients 

with urinary infection (Figure IV. 10 B). 

As can be noted in Figure IV. 10 B, all tested strains reduced their presence on PDA-silver 

coated catheter surfaces between 2 to 3 orders of magnitude regarding commercial urinary 

catheters. This result indicates a bacterial adhesion reduction between 99 to 99.9 %. The strain 

type, gram-positive or gram-negative, did not influence the decrease on bacterial adhesion. 

Moreover, despite of the different adhesion factors present in each strain, as the high expression 

of fimbria, the bacteriophobic effect was not lost. 

To test the efficacy avoiding bacterial adhesion for long time, E. coli CFT073, a common 

uropathogen, was selected to be in contact with commercial and coated urinary catheters during 
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30 days (Figure IV. 11 A). During incubation time (overnight), bacteria could interact with the inner 

surface of the urinary catheter, adhere and multiply, beginning the first phases of the formation of 

a biofilm. Also, since the test was carried out under static conditions, the absence of flow helped 

the contact of bacteria on the catheter surface and could favour their irreversible adhesion. So, it 

was considered that this experiment used the most challenging conditions to submit the catheters. 

After first incubation, the catheters were emptied and filled only with fresh medium, without 

bacteria every day. This procedure aimed to observe how the anchored bacteria to the catheter 

surface proliferated, remained or were released, eliminating planktonic bacteria from the medium. 

 

Figure IV. 11. Long-lasting bacteriophobic effect of PDA-silver coated urinary catheter. A. Bacterial adhesion 

quantification at 18 h, 3, 4, 15 and 30 days of attached bacteria on commercial urinary catheters (yellow) and PDA-silver 

coated urinary catheters (blue). Photographs correspond to 72 h of bacterial incubation on urinary catheters, control (left) 

and PDA-silver coated (right). Statistical analysis shown p-value < 0.001 at least. Field-emission scanning electron 



Chapter IV. New bacteriophobic silver-based urinary catheter 

 

179 

microscopy images of commercial urinary catheters (B) and PDA-silver coated urinary catheters (C) after 96 h of bacterial 

culture. White arrows mark bacteria in picture C to better bacterial localization. Magnification of 5 K X with 2 µm bars. 

As can be seen in the Figure IV. 11 A, after 18 h of incubation the control catheter showed 1E6 

CFU / cm2 adhered to the surface, while the PDA-silver coated catheter did not reach 1E4 CFU / 

cm2. At day 3, bacterial counts showed an increase in the adhered bacteria to the internal surface 

of the control catheter, reaching 1E7 CFU / cm2. Also, an increase in adhered bacteria to the 

PDA-silver coated catheter of almost one order of magnitude regarding the first time was 

observed. However, the population did not reach the levels of colonization detected in the control 

catheters. After 4 days of study, the number of adhered bacteria to the control catheter remains 

stable, reaching saturation. Also, the adhered bacteria to the PDA-silver coated catheter remains 

stable, without increasing despite having a free niche and availability of nutrients. Therefore, 

bacteria have reached a population equilibrium, where bacteria are not capable of dividing on the 

surface. In addition to being unable to duplicate, bacteria may not be able to adhere completely 

to the surface, so, they are released into the environment where they can divide until saturation 

levels. These bacteria try to colonize new points on the surface but without being able to establish 

mature populations. At day 15, attached bacteria population on PDA-silver coated urinary 

catheters decreased to 1E3 CFU / cm2. Finally, the lowest adhesion values were observed at 30 

days of incubation (1E02 CFU/cm2). Control catheters kept adhering bacteria levels intact (1E07 

CFU/cm2). This difference could be due to the fact that the adhered bacteria were not permanently 

anchored or had formed resistance structures, but were instead anchored in a punctual or semi-

permanent way, so, with the change of medium daily, bacteria were gradually eliminated and the 

living population was not able to proliferate on the surface of PDA-silver coated catheters. It is 

important to remember that the coating did not affect the growth of planktonic bacteria, therefore, 

the reduction in the bacterial population adhered to the catheter is exclusively related to the action 

of the coating against bacterial adhesion. 

To show how bacteria were arranged on the catheter surface, samples were collected from the 

96 h incubated catheters and observed with FE-SEM (Figure IV. 11 B - C). Bacteria anchored to 

commercial catheters showed a 3D structures, microcolonies that could give rise to a biofilm. By 

contrast, the surface corresponding to the PDA-silver coated urinary catheter was clean, with 

some loner bacteria adhered punctually, marked with white arrows in the Figure IV. 11 C. 

Furthermore, no deposition of salts or crystal constructions were observed on the surface, despite 

being in contact with saline media and biological debris. Thus, the coating was able to keep the 

surface clean for 30 days, without bacterial or biomass deposition on it. 
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4.3.4 Impact of use on catheter coating 

After characterizing the PDA-silver coated urinary catheter ensuring that the bacteriophobic 

properties remained unchanged, it was decided to study the behaviour of the urinary device in a 

simulated-use environment. The objective of the study was to know the evolution and stability of 

the coating subjected to a continuous flow. To do this, an in vitro model of urinary tract was created 

to simulate the use of a complete urinary catheter working. Parameters such as urine flux through 

the urinary catheter, media and temperature were taken into consideration to mimicking the real 

conditions and wear of the device. An important point was that a full urinary catheter was used, 

unlike catheter fragment studies to date25,35, so, it was possible to study the drainage port and 

drainage eyes behaviour, in addition to the catheter tube (Figure IV. 3). Therefore, a PDA-silver 

coated urinary catheter was connected to the system previously mentioned during 21 days at 37 

ºC using artificial urine as medium. During the test, the coating was observed each day and no 

appreciable changes were seen, at naked eye. The coating appeared homogeneous, with no 

visible gradients or cracks. At the end of the test, a piece of the catheter was cut and observed 

by FE-SEM to analyse the surface state (Figure IV. 12). As can be noted in the Figure IV. 12, 

comparing the coating after manufacture process and after 21 days of use, no remarkable 

changes were found. The surface was clear after use, which suggest that the incrustations, the 

bigger ones observed at 5.00 K X, can be detached. Also, crystals were found with a size from 

25 to 225 nm2. The crystallization of the salts present on the medium on the surface may be due 

to drying of the samples before using FE-SEM, without relation with the urinary catheter working 

process. Therefore, within a controlled environment with no pH variations, controlled temperature 

and with a salt medium and constant flow, the coating lasted 21 days without presenting visual 

problems. 
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Figure IV. 12. PDA-silver urinary catheter characterization after 21 days of simulated use. A. Field-Emission Scanning 

Electron Microscopy of catheter surface. Catheter coating after manufacture process. (A1). Catheter coating after 21 days 

of simulate use (A2). White arrows mark the crystals deposited on the surface, generated by the medium used to the test, 
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based on salts. 5 K X Magnification and 2 µm bars. B. Water contact angle of commercial urinary catheters, after 

manufacturing and after simulated use. C. Total silver amount deposited on the catheter surface after manufacturing and 

the simulated use for 21 days analysed by ICP and normalised by internal area. D. Bacterial counts of E. coli CFT073 

after being in contact with the urinary catheter after manufacturing and after simulating its use for 21 days. 

To ensure the bacteriophobic behaviour of the new urinary catheter, one of the most interesting 

characteristics is its super-hydrophobicity. It is necessary to test if after simulating its use, the 

coating continues to show the same hydrophobicity values. Therefore, contact angle 

measurements were made after the simulated use test (Figure IV. 12 B). The results showed that, 

after simulated use, the surface loss a few degrees on average but not significant, maintaining 

the grade of hydrophobicity. Also, to ensure the coating remains intact after simulating catheter 

use, the total amount of silver deposited on catheter surface after manufacturing and the 

simulated use was quantified by ICP (Figure IV. 12 C). In this case, as expected, the amount of 

silver deposited on the catheter surface normalized by area, corresponds to the amount 

previously studied in previous chapters, 0.4 mg / cm2. Therefore, the coating technology does not 

depend on the way it is applied, since the same surface structure and amount of silver per cm2 

was observed in PDMS flat silicones and urinary catheters. Furthermore, after simulating the use 

of the urinary catheter for 21 days, the amount of silver that remained on the surface did not 

represent significant or statistically differences enough. Moreover, to ensure the bacteriophobic 

capacity of the coating after a continuous use, E. coli CFT07 was put in contact with the urinary 

catheters after being manufactured and after 21 days of simulated use ((Figure IV. 12 D). Bacterial 

counts showed non-significant differences between catheters, maintaining a difference of 4 orders 

of magnitude regarding to the standard uncoated catheter. So, it could be concluded that the 

coating of the urinary catheter was stable and did not lose any of its properties with the continuous 

use. 

The last experiment that was performed to characterize the urinary catheter using the use-

simulation system was to measure the amount of free dopamine in the medium after 9 days. Free 

dopamine was measured using High Performance Liquid Chromatography (HPLC) using a 

method previously described in literature23. No dopamine residue was found, so the device was 

taken for granted. This fact was important as dopamine, as a monomer, is a neurotransmitter and 

a precursor of other substances including adrenaline. So, it was interesting to test that there were 

no unpolymerized dopamine residues in the device that could be released when using it. 
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Finally, it can be assumed that after exposing the catheter to a complex environment simulating 

the use of a urinary device, the coating is stable and maintains the properties that give it its 

bacteriophobic character. 

4.3.5 Commercial antibacterial catheter compared to the new bacteriophobic 

catheter 

Because the objective was to bring the PDA-silver coated catheter to a complex environment 

in vivo in order to validate its bacteriophobic capacity, it was decided to use the gold standard 

antimicrobial catheters as control catheters. One of the most widely used catheters with 

bacteriophobic properties based on the release of silver ions and the generation of a galvanic 

current is the BARD® latex catheters (BARD-IC®). To be able to compare the bacteriophobic 

effect of these commercial catheters with the catheter developed in this thesis, a small physical 

characterization was made between them to understand the catheters functioning. 

Hydrophobicity of the coatings is a key parameter to discuss since, as previously shown, lower 

hydrophobic properties can favour bacterial adhesion to plastic surfaces34,36,37. On this occasion, 

the WCA on the inside and outside of the commercial antimicrobial catheter was measured to be 

compared with the commercial catheter silicone-based and the PDA-silver coated bacteriophobic 

catheter (Figure IV. 13 A). Low-hydrophobic behaviour could be observed by WCA in commercial 

antimicrobial catheters, being similar to the commercial silicone-based catheters. The 

antimicrobial silver embedded in the hydrogel that coats the internal and the external catheter 

surface did not show the expected hydrophilic behaviour, neither an increase of hydrophobic 

behaviour. Due to this result, it is assumed that the antimicrobial effect given by this device is 

exclusively due to the release of silver from its surface, and not by a physical effect of repulsion 

of the bacterial adhesion due to the creation of a super-hydrophilic or super-hydrophobic micro or 

nano-structured surface. 
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Figure IV. 13. Commercial antimicrobial urinary catheter characterization and comparison with PDA-silver coated urinary 

catheter proposed by this work. A. Water contact angle of commercial urinary catheter, antimicrobial catheter (internal 

and external face) and PDA-silver coated catheter. B. Field-emission scanning electron microscopy images taken after 

PDA-silver coated catheter manufacturing and after antimicrobial commercial catheter purchase (day 0). Images from the 

surface after 9 days of simulated use with artificial urine are shown in second column (day 9). Magnification 5 K X and 

bars = 2 µm. 
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In addition, the internal surface of the catheter was studied after 9 days of simulated use by 

FE-SEM (Figure IV. 13 C). As can be noted, the commercial antimicrobial urinary catheter surface 

was irregular and presented fragments of unidentified elements on its surface just after unpacked. 

Moreover, the surface presented cracks on its surface that could possibly be due to the collapse 

of the hydrogel after being subjected to the FE-SEM vacuum. However, these irregularities and 

cracks became more evident and deeper after simulating the catheter use with artificial urine at 

37 ºC for 9 days, so the surface seemed to erode while catheter using, regardless of the effect 

that the vacuum of FE-SEM could have on it. The fact that these catheters had an irregular and 

degradable surface can favour bacterial adhesion and catheter occlusion, making it an interesting 

point to study. 

It is possible that the antimicrobial effect of the commercial antimicrobial catheters was the 

result of the carry-over of attached bacteria with remains of the catheter walls because the surface 

erodes with during the use of the device. Since the patient's urine causes a carry-over effect, the 

catheter debris would not cause any harm to the host. So, this model together with the silver 

release, that is advocated in the product description, could grant the antimicrobial characteristics 

that make the catheter an antibacterial product. 

To verify this, it was decided to perform a count of E. coli CFT073 adhered to the internal 

surface of the catheter, omitting the flow, for 96 h. The results can be seen in the Figure IV. 14. 
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Figure IV. 14. Antimicrobial effect of antimicrobial commercial urinary catheter. A. Commercial antimicrobial urinary 

catheter scheme: the test was performed by filling the inside of the tube with culture medium and bacteria, keeping it 

under static conditions for 96 h at 37 ºC. Three fragments of each tested tube (3 per catheter type) was cut (green squares) 

and biofilm or bacteria was extracted and counted. B1 and B2. Field emission-scanning electron microscopy images from 

the commercial antimicrobial urinary catheter internal surface after 96 h of bacterial inoculum. Bacteria were painted 

artificially in green to improve their visualization. C. Colony forming units quantification per cm2, the statistical analysis 

indicated that there were significant differences between the catheters and the commercial control, represented as * (p-

value < 0.05) and ** (p-value < 0.001). 

As can be seen in the Figure IV. 14 C, the bacterial counts obtained in the commercial control 

were expected, according to those previously studied. In the case of the commercial antibacterial 

catheter, there was a decrease of approximately an order of magnitude with respect to the 

commercial antimicrobial catheter, which represents a considerable improvement in the ability to 

repel bacteria and the consequent infections. However, the bacterial adhesion observed on the 

surface of the catheter proposed in this thesis was considerably and significantly lower regarding 

the commercial antimicrobial. The PDA-silver coated catheter presented in this chapter 
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represents an improvement in bacteriophobic capacity of almost two orders of magnitude over 

the commercial antimicrobial catheter and near to three orders over the standard control, being a 

promising data. 

To visualize how bacteria were deposited on the surface of the commercial antimicrobial 

catheter, catheter fragments were visualized by FE-SEM (Figure IV. 14 B1 and B2). The images 

that can be seen in the figure showed bacteria with a normal morphology on the surface, some 

of them in division process, so, metabolically active. Bacteria embedded in the catheter matrix 

could be observed, but it being unknown if this matrix was an early biofilm or a product of the 

catheter structure and the delamination phenomenon. 

The study made it possible to compare the catheters under the same in vitro conditions, 

observing that the catheter PDA-silver coated with nanostructured PDA-silver offered advantages 

compared to commercial antimicrobial catheters currently available in the market. 

4.3.6 New bacteriostatic urinary catheter in vivo test 

Once the urinary catheter had been characterized and the bacterial adhesion to the catheter 

surface had been monitored under the worst possible conditions, an in vivo test was carry out to 

determine in a real setting if the proposed urinary catheter presents bacteriophobic activity and 

this effect is reflected in CAUTI-derived infections and animal welfare. 

Throughout the study, unscheduled events occurred. Most relevant events can be observed in 

the event log (Figure IV. 15 A). During the night of day 3, a pig catheterized with a commercial 

antimicrobial catheter died spontaneously (black triangle). After performing the autopsy, an ulcer 

was discovered in the bladder (Figure IV. 15 B). The ulcer was caused by the catheter, showed 

the catheter passing through it. The loss of urine by this ulceration of the bladder invaded the 

abdomen, causing an acute infection and the death. Furthermore, the animals catheterized with 

the commercial antimicrobial catheters had problems urinating during the entire study. It was 

observed that the catheters from day 3 were occluded. Catheters were washed with sterile PBS 

when necessary (blue circle) to recover their function. It was observed that before the obturation 

of the catheters, the animals were apathetic, without hunger, and with abdominal pain (green 

triangle). Pain subsided once the catheters were washed, so the animals continued to participate 

in the study. Despite the washes, visible amounts of fibrinogen present in the bladder were shown 

after autopsies (Figure IV. 15 B). 
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Figure IV. 15. Events occurred during the study in each of the catheterized animals. A. Events graph. Euthanasia events 

were scheduled in escalation, except in the case of having to advance the euthanasia day due to the condition of the 

animal. Catheter washes were performed with PBS or physiological saline solution. B. Images of some organs of pigs that 

had to be euthanized or were found spontaneously dead, probably explaining the cause of the deaths. 

In the case of commercial uncoated catheters, by the end of the study several animals showed 

signs of fever and acute infection, apathy, and pain. It was decided to advance the date of 

euthanasia due to the suffering of the animals (Figure IV. 15 A, displaced red circles). Once the 

autopsy was carried out, the bladder was discovered about to collapse (Figure IV. 15 B), which 

could be the cause of its pain. Also, in pigs catheterized with antimicrobial commercial urinary 
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catheters, the advance of the euthanasia dates was due to the worsening of the health status of 

the animals or the obturation of the catheters and their loss of function. 

On day 12, one of the animals catheterized with standard commercial urinary catheter suffered 

a rectal prolapse so the euthanasia of this animal was performed. It is assumed that the complete 

plugging of the catheter happened in the late afternoon on the day 12 and urine was accumulated 

in the bladder during the night. Failing to drain the urine properly, the pig's bladder was completely 

filled, and the animal had the urination reflex. By not urinating, the animal underwent overpressure 

and an anal prolapse occurred. On day 13 the prolapse was observed and euthanasia was carried 

out. 

By contrast, the PDA-silver coated silicone catheters were able to pass the entire test without 

reporting pain, fever, or apathy by the pigs. The animals could also urinate correctly, without effort. 

The catheters were not blocked throughout the study and no washing was necessary. Euthanasia 

was performed to pigs within the set dates, only for the reason of completing the study. Because 

of this, the catheterization study was carried out between 12 and 15 days, depending on the 

healthy status of the animals. Moreover, after autopsy, no ulcers or bladder damage were 

observed. Fibrinogen or other substances were also not found. This result indicates that the PDA-

silver coated catheters did not damage the tissue. 

4.3.6.1 Silver biodistribution analysis and histopathology analysis 

Once the events were analysed, the state of the animals after the study was checked to test 

the biocompatibility of the new urinary catheter. Several tests were carried out based on the 

detection of silver in urine and organs by ICP, to check the biodistribution of the metal and its 

possible side effects on the animals. Silver was searched in the following organs: brain, lungs, 

liver, kidneys, bladder and urethra. Furthermore, any damaged, necrotized or coloured area was 

analysed. The extracts were analysed by ICP and no silver positive samples were found within 

the range 1 ppb - 10 ppm / gram of organ (graph not shown). It was interesting not to find silver 

in the bladder of the pigs that were catheterized with the antimicrobial and PDA-silver coated 

catheters due to bladder was the organ most susceptible to presenting silver accumulation in the 

urothelium. 

In addition to organs, silver was analysed in blood samples obtained every other day. Traces 

of silver were found in none of the blood samples. Also, the urine from animals catheterized with 

the PDA-silver coated catheter was analysed in order to find silver. As a control, urine from 
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animals catheterized with the commercial uncoated catheters was used. The results are shown 

in Figure IV. 16. As can be noted, the collected urine at day 0 (after the first urine), 2 and 5 showed 

detectable silver levels. The detected silver had similar results to silver release assays studied 

with the continuous in vitro systems. This release was expected since it corresponds to a primary 

wash of the surface. These burst-release events prevented bacterial adhesion in the first days of 

catheterization of the animals. However, these silver levels were under the silver cytotoxic levels 

(50 mg/day)38 and under systemic silver levels in humans (2 ppm)38–40. So, despite finding traces 

of silver in urine, the levels of silver released do not pose a danger to the future patient. 

 

Figure IV. 16. Silver quantification in urine samples from PDA-silver coated and uncoated urinary catheters. The samples 

were treated with nitric acid between 2 and 4 h after collection and stored at 4 ºC. A silver standard between 1 ppb and 

10 ppm was used for ICP. 

Finally, tissue damage and inflammatory response caused by the implantation of catheters 

were studied through histopathology study. Deep inflammation, micro tears, ulcers, or presence 

of macrophages or other cells of the immune system were looked for indicating inflammation, 

tissue damage, or bacterial infection. All the images obtained can be consulted in the Annex IV 

section, but the most interesting images have been shown in Figure IV. 17. 
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Figure IV. 17. Tissues from organs of catheterized pigs stained for histopathology study. Bladder vertex and trine and 

urethra were studied in all animals. Kidneys were analysed in animals with important tissue damage or necrosis. Bars: 

200 µm. Test was carried out by the histopathology service of the Universitat Autónoma de Barcelona. 

As can be noted in the histopathology analysis, the tissues in contact with commercial urinary 

catheters were seriously affected. Bladder presented purulent inflammation with epithelial 

exocytosis. Multifocal ulcers and intense vascular activation were observed, symptom of a strong 

bacterial infection present in the tissue. Urethra of uncoated commercial catheters showed also 

inflammation and accumulation of macrophages, reaching the conclusion that the bacterial 

infection was also lodged in the urethra. Kidneys showed multifocal inflammation and severe 
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tissue damage. One of the animals presented necrotized tissue that indicated severe kidney 

infection. 

Conversely, the animals catheterized with the antimicrobial catheter showed similar damage to 

the bladder. Neutrophils were found in mucosa of bladder with an intense diffuse purulent-

necrotizing inflammation that affected deep muscle layers and serous organs. Urethra presented 

an intense perivascular inflammation, which indicated the presence of bacterial population. By 

last, kidneys showed severe purulent character and severe inflammation with necrotized zones, 

warning of early kidney failure. 

By contrast, pigs catheterized with the nanostructured silver-coated urinary catheter showed 

low inflammation affecting the mucosa with moderate exocytosis in bladder tissues. With respect 

to urethra, no apparent lesions were found as well as the rest of examined tissues. Images from 

kidneys were not provided. 

4.3.6.2 Determination of bacteria present in urine 

In order to monitor the urine tract infection evolution, throughout the study, urine was collected 

every 2 days through the catheter and urine culture was performed in complete media (blood agar 

(BA) and chocolate agar (CA)) and TSA. In addition, the urine was cultured in MacConkey 

medium (MA), selective for gastro-intestinal gram-negative bacteria, in order to identify species 

such as E. coli. Plates were incubated between 24 and 48 h to ensure the correct bacterial 

colonies growth at 35-37 ºC under normal atmosphere and in an incubator at 5 % CO2. The results 

were graphed in the Figure IV. 18. Bacterial counts were averaged for each tested catheter group 

in different media (Figure IV. 18 A and B). To study each case individually and showing the 

evolution of the infection in urine, each animal was plotted individually (Figure IV. 18 C 1-3). An 

important point to highlight is that the urinary catheters remained open throughout the study, since 

the pigs did not allow the urine collection bag to be connected to the catheter. Therefore, the 

catheters were an open pathway to the bladder, so the animals were not inoculated with any 

pathogenic organisms and it was assumed that a natural infection would occur. 



Chapter IV. New bacteriophobic silver-based urinary catheter 

 

193 

 

Figure IV. 18 Evolution of bacterial counts in urine. A. Urine culture in complete media (BA and CA), average of bacteria 

isolated every two days in urine, collected through the urinary catheters tested. B. Urine culture in Macconkey agar, 

average of gastro-intestinal bacteria. C1-3. Representation of individual bacterial counts in urine for each pig, average 

counts in complete media (BA and CA). Asterisks represent extraordinary events that happened to pigs (catheter 

obturation and catheter flushing). The uncompleted trends correspond to sacrificed animals before the end of the study 

due to acquired infection, damage to the urinary system or having exceeded the markers established in the animal welfare 

assessment table. 

As can be seen in Figure IV. 18 A, at day 2, a bacterial population was detected in urine above 

1E05 CFU / mL, which corresponds to a standard urinary infection. The detectable appearance 

of gastro-intestinal gram-negative bacteria arrived on day 2 in case of commercial antibacterial 

catheters, and they were detected on day 5 in case of standard commercial catheters and the 

PDA-silver coated catheters proposed in this thesis, as shown in the Figure IV. 18 B. 

The evolution of bacterial infection in urine reflected 3 different behaviours depending on the 

catheter type. Standard commercial silicone catheters (Figure IV. 18 C1) showed infection from 

day 2 of the study. Bacterial counts were between 1E7 to 1E10 CFU / mL throughout the study, 
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without stabilizing. This indicated that the infection could continue to spread as it did not reach its 

maximum before finishing the study. 

The profile shown by commercial antimicrobial catheters (Figure IV. 18 C2) was different from 

that shown by the commercial standard product; pigs showed infection on day 2, like the rest, but 

the number of isolated bacteria from the urine was stabilized from 2 to day 7. After, the urine 

infection increased considerably to reach the levels observed in the standard catheter (1E10 CFU 

/ mL). Since it is a commercial antimicrobial catheter based on the release of silver, it is possible 

that the increase in the number of bacteria present in urine was due to the depletion of the 

antimicrobial product, losing its effect. Also, at the days marked with an asterisk (days 7 and 9), 

the urinary catheters were washed with sterile PBS 3 times each pig. The washes were performed 

because the catheters were plugged, and the animals were unable to urinate. These washes 

dragged biofilm and bacteria out of the urinary catheter, recovering its functionality until the end 

of the study. This procedure could reduce the number of bacteria present in the bladder. Catheter 

washes were not quantified. 

Finally, the evolution of infection profile by the PDA-silver coated catheter showed infection in 

urine on day 2, like the rest of the catheters. However, the number of bacteria isolated from urine 

remained stable throughout the study, reaching a maximum concentration of 1E08 CFU / mL on 

the final day. Final bacterial concentrations showed two orders of magnitude less than those 

observed in the commercial catheter and antimicrobial catheters. Furthermore, no events 

occurred during the study, the catheters were not clogged, ensuring the continuous urine flow to 

the outside. The animals were not harmed leading to early euthanasia. 

4.3.6.3 Bacteriophobic effect of PDA-silver coated urinary catheter 

At the end of the study, FE-SEM images were taken to study bacteria directly adhered to 

catheter surface after in vivo study. First, the drainage eyes (the hole that allows the urine pass 

through the catheter) were cut and separated from the rest of the catheter. They were treated to 

fix the biofilm and they were visualized by FE-SEM (Figure IV. 19 B - D). 
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Figure IV. 19 Drainage eyes from urinary catheters after the end of the study. A. Photography of PDA-silver coated urinary 

catheters presented in this work with drainage eyes remarked. B. Drainage eye of commercial urinary catheter extracted 

from pigs. FE-SEM image from the drainage eye, almost occluded after 13 days of catheterization. C. Antimicrobial 

commercial urinary catheter, photography of drainage eye and FE-SEM image after 13 days of catheterization. White 

arrow: biomass detached from the surface. D. PDA-silver coated urinary catheter, photography of drainage eye and FE-

SEM after 15 days of catheterization. White arrow: salt crystal attached on the surface. Dark zones with pores 

corresponded to the carbon tape where the catheter fragment was attached to visualize it. 

Images showed differences between the three drainage eyes from each type of catheter 

studied. Figure IV. 19 B showed the silicone that forms the drainage eye where it is possible to 

visualize the biofilm attached on it. The eye was almost occluded by biofilm. As can be noted, 
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biomass had been structured by thick layers that grew to the eye centre and the composition was 

similar to mature biofilms, showing microcolonies and structured channels. The occlusion of the 

drainage eye causes a failure in the function of the urinary catheter, causing the urine not to flow 

properly and contributing to bacterial colonization in the bladder. 

Secondly, the antimicrobial commercial catheter (Figure IV. 19 C) showed a biomass with high 

mucus content attached to the drainage eye walls that occluded the drainage hold. The eye was 

cut, and the biomass was dehydrated and fixed to visualize it by FE-SEM, due this process the 

biomass was detached from the walls, as can be noted in the Figure IV. 19 (white arrow). 

However, the eye remained partially occluded by the biomass and the interaction with the eye 

wall could be studied. The amount of mucosa and biomass adhered to the drainage eye caused 

its occlusion and it was the cause of the need to wash the catheters to perform their drainage 

function. The prolonged occlusion of the eye could cause the accumulation of urine in the bladder, 

inflammation and even damage together with a continuous urination reflex in the animal, causing 

discomfort and pain. 

Finally, the image D in the Figure IV. 19 shows the drainage eye cut longitudinally of PDA-silver 

coated catheters presented in this thesis after 15 days of in vivo trial. The drainage eye presented 

absence of mucus and biomass and a large accumulation of salts was found. Salts crystals were 

found attached on the wall as simple structures (white arrow in Figure IV. 19 D), not like a salt-

clusters. Structured biofilm or biomass were not found in the surfaces at magnificence between 

60 to 250 X. An important result to highlight was the drainage eyes were not occluded during the 

test, so PDA-silver coated catheters with its intrinsic bacteriophobic effect avoided the occlusion 

of the drainage eyes for 15 days, at least. 

Once drainage eyes were studied, catheters were prepared to observe the inside of the tube 

by FE-SEM and to perform the bacterial counts adhering to the catheter. Two segments of each 

catheter were observed by FE-SEM. One fragment corresponded to the middle area of the tube, 

and the second fragment to the area near the drainage eye. The port area, which was outside the 

animal's body, was not studied, as it was susceptible to external contamination. Images from 

uncoated commercial urinary catheters (Figure IV. 20), antimicrobial commercial urinary catheters 

(Figure IV. 21) and PDA-silver coated urinary catheters presented in this thesis (Figure IV. 22) 

are shown below. 
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Figure IV. 20. Field-emission electron microscopy images of internal surface of commercial urinary catheters, untreated, 

between 12 to 13 days after implantation. 

As can be noted, uncoated urinary catheters, used as a silicone 100 % control catheters (Figure 

IV. 20), presented a complex colonization of the surface. In none of the images the surface of the 

catheter could be seen free under the biomass. Mature biofilms anchored to the surface formed 
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by several different bacterial species were observed. It was also possible to observe areas 

colonized by structures similar to fungi. Between animals, a difference could be observed in the 

biofilms formed on the surface of the removed catheters: microbial prevalence, different biofilm 

structures, layers, channels and crystallization. Biofilms observed in catheters between Figure IV. 

20 A to D were alike. These biofilms appeared to be highly laminated and layered, with great 

depth, where formed and structured channels could be seen. However, areas where colonization 

by fungi predominated were also seen (Figure IV. 20 E). Bacteria seemed to be less present 

without forming complex structures, they are seen anchored to the surface under the fungi but 

without developing further. It is possible that there were areas of the catheter completely colonized 

by fungi that competed for the niche with the bacteria. Finally, it was possible to visualize areas 

with a biofilm based on a matrix that contained bacteria visibly embedded in it (Figure IV. 20 F). 

These images provided an overview of what was happening on the catheter surfaces. The 

devices were completely colonized by different species of microorganisms. The colonized urinary 

catheters became a reservoir of microorganisms that affected the functionality of the devices, 

preventing proper drainage of urine, and the health of the animals, being the obvious ones 

responsible for their infection. 

After that, commercial antimicrobial catheters were studied by FE-SEM (Figure IV. 21). The 

images from the surface of the antimicrobial catheters were unexpected. As can be seen in the 

Figure IV. 21 A and B, different areas of the catheters in different animals were completely 

colonized by microorganisms. In no case could the catheter surface be observed. 
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Figure IV. 21. Field-emission electron microscopy images of antimicrobial commercial urinary catheter surfaces between 

13 to 14 days after implantation. 

Moreover, as shown in Figure IV. 21, the surface was fully colonized, mostly based on bacteria, 

embedded in a deep, layered matrix. Exclusive colonization by one bacterial species was not 

observed, but rather various sizes and shapes of bacteria could be identified, which implies mixed 

colonization of the device. Also, different layers of mixed-population biofilm could be observed, 

with oxygenation and nutrient transport channels created with different textures, indicating 
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different degrees of hydration of the matrix. This high level of biofilm maturation indicated that 

bacterial colonization was well established on the medical device, having already built a stable 

population. In addition, different crystallizations could be observed in the samples (Figure IV. 21 

C and E). One possibility to consider is that they are urea crystals, generated by urea deposition 

on the catheter surface. Urea crystals are usually shaped like a sharp flat triangle, which fits with 

what is seen in the images. The generation of urea crystals can be favoured by bacterial 

colonization, through a basification of the urine due to bacterial activity41,42. These crystals usually 

do not cause harm to patients if they do not reach sizes greater than 50 µm. In this case, crystals 

of this size and greater were observed, which could generate aggregates that block the lumen of 

the catheter tube, generating stones or causing micro-breaks. This bacterial colonization and 

biomass and crystals deposition on antimicrobial catheters revealed one of the great 

disadvantages of these kind of devices: their short half-life. Once the antimicrobial effectors were 

complete released from the catheter surface, it was colonized just as the commercial uncoated 

catheter did. 

By last, samples from the PDA-silver coated catheters in this thesis were observed by FE-SEM 

(Figure IV. 22). The catheters of the three different animals presented a similar degree of 

colonization: very low. Bacteria were observed on the surface of the catheters in the different 

areas studied. These bacteria appeared to belong to a single species since they all had the same 

size and shape. The bacteria were, in all cases, showed on the surface individually and without 

surrounding biomass. Thus, bacteria were not embedded in a matrix nor had they developed 

biofilm. 
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Figure IV. 22. Field-emission electron microscopy images of PDA-silver coated urinary catheter surfaces between 13 to 

15 days after implantation. A2, B2 and C2 images are a zoom from A1, B1 and C1 images. 

As can be seen, Figure IV. 22 A showed a punctual colonization of bacilli, like Figure IV. 22 B, 

and both bacterial species was different. The predominant species on the surface of Figure IV. 

22 C, however, was a coco-like bacterium. This indicates that the surface does not have a 

bacteriophobic effect that works for a single type of cell membrane, but any bacterial species, 
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gram-negative or gram-positive can be avoided. There are bacteria capable of interacting to a 

greater or lesser extent with the surface, and this phenomenon is logical. Our surface does not 

have any antibacterial effect. It does not kill bacteria. However, the surface was able to 

permanently prevent the interaction of bacteria, the formation of microcolonies, the creation of 

biomass and the formation of biofilm on it. The bacterial-surface interaction observed was, 

presumably, due to the presence in higher numbers of this type of bacteria in the urine. 

It is interesting to note the appearance of cubic crystals on the surface of the catheters. Crystals 

were not formed due to the treatment of the sample for FE-SEM and the dehydration processes, 

since they were colonized by bacteria (Figure IV. 22 B2, bacteria on the crystal of Figure IV. 22 

B1). These crystals could correspond to precipitation of triple phosphate crystals, formed by 

phosphate, magnesium and ammonium salts, very common in urine41,43. The presence of these 

crystals in high concentrations warn of the presence of bacteria in urine, symptom presented by 

our animals. 

Comparing the images obtained from the surface of the PDA-silver coated catheters with the 

uncoated control catheters and the antimicrobial catheters, it was possible to conclude that the 

interaction of the bacteria with the surface of the proposed catheters was much lower. The surface 

could avoid the colonization of the surface and the biofilm formation in any of its stages, for at 

least 15 days, without having performed any catheter washing. 

In order to complete the study of the colonization of the different urinary catheters, an extraction 

and quantification of viable bacteria was carried out in different media and conditions (Figure IV. 

23). 
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Figure IV. 23. Mean of bacteria extracted from urinary catheters 12 to 15 days after implantation. Bacteria were extracted 

and plated in optimized conditions (complete media (blood and chocolate agar) at 37 ºC in 5 % CO2 or normal atmosphere 

during 24-48 h. Statistical analysis revealed p-value < 0.001 (***) for commercial uncoated and antimicrobial catheters vs. 

PDA-silver coated catheters data. 

As can be seen, the mean of the bacterial counts obtained from the control catheters, uncoated 

and antimicrobial, was similar in both cases. The counts between the control catheters did not 

show statistically significant differences. However, the PDA-silver nanostructured catheter 

showed a reduction of two logarithms in bacterial adhesion regarding control catheters. In 

addition, the bacterial counts in control catheters would have been much higher if the washes 

would not have been performed on them. So, the difference between the controls and the PDA-

silver coated catheter may have been much greater. 

Despite this, the difference of bacterial adhesion corresponds to 99.99% reduction in bacteria 

present on the catheter surface, compared to uncoated and antimicrobials commercial catheters. 

Current commercial antimicrobial catheters, including those used in this study, claim between 45 

to 90% reduction in bacterial adhesion44. Bacteria-surface interaction reduction percentages 

greater than 70% are considered successful and sufficient to prevent urinary tract infections 

associated with urinary catheter in patients hospitalized for more than 5 days45–47. 
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4.4 CONCLUDING REMARKS 

Throughout this chapter, bacteriophobic micro and nanostructured coating technology based 

on a PDA-silver film has been successfully implemented on urinary catheters. The coating can 

be applied homogeneously throughout the entire medical device, coating the most complex areas: 

the port and the drainage eye. After modifying the urinary catheter, its physical properties and its 

function have been verified, as specified in the ASTM F623 standard for urinary catheters. Tests 

showed no modifications that affected the catheter’s function. 

After implementing the coating, the antimicrobial efficacy was studied, determining the 

bacteriophobic properties against different bacterial species. Furthermore, the long-lasting effect 

of the coating was tested for 30 days in static conditions, maintaining the surface with a low 

bacterial colonization, with a difference between 3 to 4 orders of magnitude regarding the control 

catheters. Moreover, the coating is stable under flow conditions, sustaining its bacteriophobic 

properties after simulating 21 days of use with artificial urine. 

To bring the catheter to a complex environment, an in vivo study was designed with 

catheterized pigs as an animal model. The biodistribution, histopathology and antimicrobial 

efficacy were evaluated comparing the gold standard commercial and antimicrobial catheters with 

the PDA-silver coated catheter. The PDA-silver coated catheter did not harm the animals. No-

significant silver remains were found in organs or urine, proving that the catheter was completely 

biocompatible. Furthermore, during the study, the animals did not show signs of physical pain or 

discomfort, unlike animals catheterized with standard and antimicrobial control catheters. 

Bacterial counts in urine were performed every two days and showed stabilization from day 2 

in the animals catheterized with the PDA-silver coated catheter. The number of bacteria did not 

reach to the number of bacteria isolated from the control or the antimicrobial catheter at any time. 

FE-SEM images obtained from the surface showed clear differences between the control 

catheters and the PDA-silver coated catheters. The commercial antimicrobial and control 

catheters showed a mature biofilm formed on the catheter surface, composed by different 

bacterial species and highly structured. While, the new catheter showed a low bacterial 

colonization. These results were corroborated by the bacterial quantification, extracted from the 

surface of the catheters, which showed a difference of up to 2 orders of magnitude between the 

control or antimicrobial catheters and the catheter proposed in this thesis. 
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With the objective to design new strategies to overcome the problem of bacterial colonization 

on urinary catheters, different techniques have been developed and optimized to evaluate the 

interaction of bacteria with materials commonly used in medical devices, to obtain robust 

protocols for their application in the study of antimicrobial surfaces. 

 The replication of urinary environment, using artificial urine medium as well as bacterial 

strains similar to clinical strains present in urinary infections have demonstrated to be 

necessary to correctly extrapolate results. 

 The most efficient protocol for extraction and quantification of adhered bacteria and 

biofilm was based on the physical disruption through a sonication process in an 

ultrasound bath, vortexing and a second sonication step. This protocol has been applied 

successfully for the extraction and quantification of bacteria and biofilm in different types 

of silicones (PDMS, NUSIL, tracheal stents and urinary catheters). 

 The technique of counting viable bacteria that compose biofilm has been proven to be 

sufficiently sensitive and robust to be applied on complex biofilms formed in real 

environments, such as biofilms developed on tracheal stents implanted in pigs for 30 days 

or in urinary catheters after 15 days of use in pigs. 

 A new methodology base on the dehydration of bacteria protocols using PBS-

formaldehyde solution and a serial dehydration based on PBS-ethanol was evaluated to 

improve the quality of images obtained by Field Emission Scanning Electron Microscopy 

(FE-SEM), maintaining the morphology of biofilm and bacteria. This methodology allowed 

to visualize mature and complex biofilm structures after in vivo tests in both real medical 

devices: tracheal stents and urinary catheters. 

 A methodology based on Quartz Crystal Microbalance with Dissipation monitoring (QCM-

D) has been developed to study bacterial adhesion to hydrophobic surfaces under 

constant flow. This methodology allowed to study changes in a urinary model for the 

identification elements that affect bacterial adhesion. 

 It was found that high concentration of human albumin dissolved in artificial urine was a 

key factor for bacterial adhesion. Thus, protein-rich fluids can make medical devices more 

susceptible to bacterial colonization, concluding that patients with proteinuria may be 

more susceptible to acquiring an infection while catheterized. 
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Once the study protocols have been stabilized, a set of new antimicrobial coatings was 

developed based on the immobilization of metallic silver on polymeric thin films. Four new 

coatings were applied on silicones based on plasma-polymerized pentafluorophenyl methacrylate 

(pp-PFM) or polydopamine (PDA). 

 All samples modified with a nanostructured metallic surface presented a bacteriophobic 

behaviour, showing a reduction in bacterial adhesion of 4 orders of magnitude in tests 

with gram-positive and, at least, 6 orders of magnitude in gram-negative bacterial 

adhesion in vitro. This effect was led by a combination of super-hydrophobic properties, 

a specific roughness and morphology and a protein repulsion effect. 

 Different effect on bacterial growth was observed according to the morphology of the 

silver deposited on the polymer film: 

o The “Thick blades” surface and the PDA-silver surface had not effect on bacterial 

growth. 

o The “Sharp blades” surface inhibited bacterial growth for 4 to 5 hours after being 

in contact with the medium, depending on the bacterial strain. 

o The “Leaves” surface showed a bacteriostatic effect on gram-negative bacteria 

and a slowdown on gram-positive bacterial growth during, at least, 50 h. 

Once the antimicrobial technology was developed, it was implemented on a Foley-type urinary 

catheter to give it bacteriophobic characteristics. 

 The PDA-silver coating was successfully implemented in Foley urinary catheter 100 % 

silicone. The catheter maintained its physical characteristics according to official 

international standards based on ASTM-F623 and ISO 20696 after being coated. 

 The urinary catheter revealed the capacity to reduce bacterial adhesion by at least 3 

orders of magnitude in vitro regardless the bacterial strain used. 

  The long-lasting bacteriophobic effect of the modified urinary catheters was evaluated 

by a study of E. coli CFT073 adhesion and biofilm formation on the urinary catheter for 

30 days, showing a bacterial adhesion reduction between 3 to 4 orders of magnitude 

throughout the test. 

 The stability of the catheter was verified simulating a prolonged use of the urinary catheter 

for 21 days. The amount of total silver (0.4 mg/cm2) and the topography of the surface 

were maintained in vitro. 
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 The modified catheter did not affect to bacterial growth, protecting the local microbiota of 

the catheterized patient. 

PDA-silver coated urinary catheters were evaluated in a in vivo test using pigs. Pigs were 

catheterized with commercial catheters, commercial antimicrobial catheters and with the new 

catheters for 15 days. 

 None of the animals catheterized with the PDA-silver coated catheter suffered pain, 

discomfort, irritation or excessive inflammation, ulcers or occlusion of the catheter with 

inability to urinate. Unlike the animals catheterized with commercial catheters, which 

presented these problems. 

 The study of silver accumulation did not found silver in any organ, showing, together with 

the histopathology studies, that the device is biocompatible. 

 The count of present bacteria in urine showed that the PDA-silver catheter was able to 

reduce the presence of bacteria in urine during the study and the consequent infection of 

the pig due to the removal of bacterial reservoirs in the catheter surface, remaining the 

bacterial counts below of both commercial catheters throughout the study. 

 Biofilm on the PDA-silver catheter showed a punctual bacterial attachment on the surface, 

while the control catheters showed mature, highly structured and multilayer biofilms, 

made up of mixed populations of bacteria, in either: standard or antimicrobial catheters. 

 Finally, the PDA-silver coated catheter showed a bacterial adhesion reduction of, at least, 

2 orders of magnitude (99%) regarding the uncoated and antimicrobial commercial 

catheters. Thus, this new bacteriophobic urinary catheter could potentially reduce the 

incidence of infections associated with the use of a urinary catheter (CAUTIs), being an 

alternative to current urinary devices. 
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ANNEX Chapter II 

Overview of methods to grow and characterize biofilms, which includes different biofilm 

devices, methods to assess adhesion extent and strength, and techniques to measure biofilm 

biomass, viability and matrix composition. 

Table S. 1. Techniques to grow and to study biofilm on surfaces. Data are based on the work of diverse authors, reviews 

and books1,2,11–14,18,21,29,86,87. 

 Advantages Drawbacks 

 
Biofilm growth methods 
 

Microtiter 
plates 

Most commonly and 
inexpensive 

Study of bacterial adhesion on 
polystyrene only 

Sensitive to sedimentation 
End-point measurement 

Exhaustion of nutrients 
Only short-term experiments 
Assessment possible only at a 

sufficiently high cell density 
Not suitable for investigating early 

stages of biofilm formation 

Drip flow 
reactor 

Visualization and quantification 
of biofilm formation on coupons at 
low shear stress 

Poor reproducibility, 
heterogeneity of biofilm 
development on the coupons 

Expensive  

Rotary biofilm 
reactors 

A variety of materials can be 
com- pared in similar nutritional 
and hydrodynamic conditions 

Constant shear stress field 

Low number of microbial strains 
can be analysed 

The geometry of the coupon is 
fixed and determined by the reactor 
design (coupon holder) 

Expensive 

Flow 
chambers 

Suitable for growing biofilms 
with continuous supply of fresh 
medium 

Can be used to study bacterial 
attachment and growth 

Allows nondestructive 
observation of developing biofilms 

Low throughput 
Does not allow direct access to 

the biofilm cells 
Requires peristaltic pumps and 

special equipment  

Microfluidic 
devices 

Can be custom made for 
specific purposes 

Single cells analysis 

Requires special equipment for 
manufacturing and running systems 

Can be expensive  

 
Biofilm direct measurements 
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Light 
microscopy 

Simple sample preparation 
Cheap and easy to perform 

Limited magnification and 
resolution 

Sample staining necessary 
Morphotype differentiation 

relatively gross 
Lacking discriminatory detail 

Confocal laser 
scanning 
microscopy 
(CLSM) 

Resolution compatible with 
single cell visualization 

Reconstruction of 3D images 

Use of fluorophores is required 
Limited number of reporter 

molecules (no universal matrix 
probes exist) 

Interference of local properties of 
the biofilm with the fluorescence 
probes 

Natural auto-fluorescence may 
hide signal of interest 

Field emission 
/ Scanning 
electron 
microscopy (FE-
SEM, SEM) 

Resolution higher than other 
imaging techniques (resolves 
surface details) 

Good depth of field 
Ability to image complex shapes 

Tedious and time-consuming 
sample preparation 

Lacks vertical resolution  

Cryo-SEM 
High resolution capability 
Sample viewed in fully hydrated 

state 

Lower resolution than 
conventional SEM 

Melting and cracking of the frozen 
surface of the sample at high 
magnifications due to the heat 
generated by the focused electron 
beam 

 
Biofilm indirect measurements 
 

Colony 
forming units 
counts (CFU) 

Without restrictions, any strain 
can be studied 

Easy to perform and 
inexpensive 

Only detects the culturable 
fraction of the biofilm population, 
underestimates the number of 
culturable cells due to microbial 
aggregation Time-consuming 

Flow 
cytometry 

Differentiating between total, 
dead and alive bacteria (actively 
dividing) 

Need of fluorophores 
Specific protocol for each strain. 

Expensive 

FISH 
techniques 

Fast and accurate detection 
Able to detect non-actively 

dividing cells 

Insufficient sensitivity 
Low probe permeability 
Poor probe hybridization 

efficiency 
Very limited number of different 

target organisms that can be 
detected simultaneously 

qPCR 
Assesses total number of cells 
indirectly 

Expensive 
Overestimates the number of 

cells due to the presence of eDNA 
Not distinguish between live-dead 

bacteria. 
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Dye stanning 

High throughput 
Does not require removal of the 

biofilm if it has been formed in 
microtiter plate 

Lack of reproducibility Lack of 
sensitivity Overestimation or 
underestima- tion of biofilm 
biomass, depending on the washing 
step 

A standardized protocol is not 
available 

Biofilm mass 
by phospholipid 
count 

Versatile 
Can estimate viability because 

phospholipids are rapidly 
degraded in dead cells 

Low sensitivity 
Sensitive to background lipid 

contamination 
Intracellular 

 
Bacterial adhesion 
 

Quartz crystal 
microbalance 
w/wo dissipation 
module (QCM /-
D) 

Suitable for growing biofilms 
with continuous supply of fresh 
medium 

Can be used to study bacterial 
attachment and growth 

Allows non-destructive 
observation of developing biofilms 

Requires peristaltic pumps and 
special equipment 

Requires equipment 
specialization and complex data 
processing 

Expensive materials 
Not available sensors of all 

materials 

Atomic Force 
Microscopy 
(AFM) 

Non-destructive technique 
Works under ambient 

conditions 
Same resolution along and 

perpendicular to the surface 
3-D reconstruction 
Qualitative and quantitative 

assessment of living bacteria 
under physiological-like conditions 

Inability to obtain a large area 
survey scan 

 

 

Figure S. 1. Real urine with and without human albumin . (A) Real urine from healthy donors after 18 h at room 

temperature and static conditions. (B) Real urine from healthy donors with 0.3 mg/mL HA after 18 h at room temperature 

and static conditions. It can be seen a pink precipitate that indicates the formation of complex between HA and unknown 

molecules from real urine. These aggregates may be the reason of erratic signals registered by QCM-D sensor surface. 
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Table S. 2. Bacterial identification by MALDI-TOF. Values between 0 to 1.700, unreliable identification (-), 1.700 to 1.999 

probable gender identification (+), 2.000 to 2.299 high probability of gender identification (++) and up to 2.300 high 

probability of identification (up to +++). 

Sample ID Organism Puntuation Extra data 

1 Staphylococcus hyicus 1.791 C2 ++ A 

2 Proteus vulgaris 2.339 C4 ++ A 

3 Klebsiella pnemoniae 2.222 C5 ++ A 

4 Actinomyces hyovaginalis 2.142 C6 ++ A 

5 Staphylococcus chromogenes 2.011 C7 +++ A 

6 Citrobacter koseri 2.453 C8 ++ 

7 Pseudomonas aeruginosa 2.055 C9 ++++ B 

8 Klebsiella pnemoniae 2.362  

9 Pseudomonas aeruginosa 2.122 C9 +++ 

10 Pseudomonas aeruginosa 2.335 C9 ++ 

11 Citrobacter koseri 2.385 C11 ++ A 

12 Pseudomonas aeruginosa 2.691 C12 +++ A 

13 Pseudomonas aeruginosa 2.777 D1 ++ 

14 Citrobacter koseri 2.518 D2 ++ A 

15 Trueperella aborisuis 2.058 D3 +++ A 

16 Trueperella aborisuis 1.998 D3 ++ 

17 Actinomyces hyovaginalis 2.313  

18 Proteus mirabilis 2.139 B9 ++ C 

19 Proteus mirabilis 2.443 B10 +++ A 

20 Citrobacter koseri 2.371 
B11 ++++ 

A 

21 Citrobacter koseri 2.158 C1 ++ 

22 Pseudomonas aeruginosa 2.081 C2 ++ A 

23 Pseudomonas aeruginosa 2.035 C3 ++ 

24 Proteus vulgaris 2.271 C4 B 

25 Proteus vulgaris 2.293 C5 +++ A 

26 Escherichia coli 2.382 C6 +++ B 

27 Proteus vulgaris 2.451 C8 ++ 

28 Proteus vulgaris 2.389 C9 +++ A 

29 Escherichia coli 2.033 C10 +++ B 

30 Proteus vulgaris 2.113 C11 ++ A 

31 Citrobacter koseri 2.930 C12 +++ A 

32 Staphylococcus chromogenes 1.999 D1 +++ A 

33 Proteus mirabilis 1.982 D2 ++ A 

34 Staphylococcus chromogenes 2.033 D3 ++++ A 
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35 Klebsiella pnemoniae 2.068 D5 ++ 

36 Klebsiella pnemoniae 2.129 D6 +++ A 

37 Non-identify natural microbiota  D7 

38 Non-identify natural microbiota  D8 

39 Non-identify natural microbiota  D9 

40 Non-identify natural microbiota  D10 

41 Non-identify natural microbiota  D11 

42 Non-identify natural microbiota  D12 
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ANNEX Chapter IV 

Table S. 3. Exclusion criteria to mini pigs in vivo study. 

GENERAL SIGNS OBSERVATIONS 

GENERAL 

APPEARANCE 

0. Normal 

1. Less activity than normal 

2. Lesions/poor condition 

BEHAVIOUR 

0: normal, curious and active animal that has a normal response 

to manipulation 

1: animal apathetic but responding in a normal way to 

manipulation 

2: apathetic animal which also has an abnormal response to 

manipulation (no response or aggression) 

SECRETIONS 

(BODY ORIFICES) 

0: no secretions 

1: mild secretions 

2: severe/purulent secretions or haemorrhage 

HYDRATION 

STATUS 

0: hydrated animal 

1: persistent skin crease 

2: persistent skin crease and sunken eyes 

MUCOUS 

COLORATION 

0: normal 

1: pale 

2: extreme paleness 

URINATION AND 

DEFECATION 

0. Normal amount and appearance 

2. Abnormal amount and appearance 

VULVA/VAGINA 

APPEARANCE 

0: normal 

1: lightly redness 

2: severe redness 

WATER AND FOOD 

INTAKE 

0: expected consumption, little food left 

1: decrease in intake 

2: no ingestion 

BODY 

TEMPERATURE 

0: Normal temperature (38 - 40ºC) 

2: Fever> 40ºC 
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Table S. 4. Histopathology images, in vivo study with catheterized pigs for 15 days 

  
ID10 (Modified) Urinary bladder vertex 
Focal ulcerative lesion crater form and very 

circumscribed. The rest of the mucosa is free of 
inflammation, so it is speculated that it is of 
traumatic origin during catheterization of the animal 

ID10 (Modified) Urinary bladder trine 
Mixed inflammation mononuclear (MN) and 

polymorphonuclear (PMN) diffuse that affects the 
entire mucosa. Mild-moderate exocytosis. 
Presence of a very discrete microulceration. 

  
ID11 (Modified) Urinary bladder vertex 
Mild multifocal inflammation. Slight discrete 

accumulations MNs (lymphoplasmocytic) 
 

ID11 (Modified) Urinary bladder trine 
Mild multifocal inflammation. Discreet 

accumulations MNs (lymphoplasmocytic) and 
dispersed PMNs, all of a mild nature 
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ID12 (Modified) Urinary bladder vertex 
No apparent lesions 

ID12 (Modified) Urinary bladder trine 
Intense diffuse mononuclear inflammation with 

mild-moderate epithelial exocytosis. Focal 
Ulceration 

  
ID12 (Modified) Urinary urethra 
No apparent lesions 

ID13 (Uncoated commercial) Urinary bladder 
vertex 

Diffuse purulent inflammation with mild- 
moderate epithelial exocytosis. Probably multifocal 
ulcers. Intense vascular activation. 

  



Supplementary information 

 

224 

ID13 (Uncoated commercial) Urinary bladder 
trine 

Mild discrete multifocal inflammation of 
character MN (lympoplasmocytic and 
macrophage). Intense congestion. 

ID13 (Uncoated commercial) Urethra 
Mild scattered inflammation in which, eventually, 

scarce accumulations of PMNs are seen in the 
mucosa. 

  

ID14 (Uncoated commercial) Urinary bladder 
Vertex 

Perivascular to diffuse inflammation of 
predominantly MN character but with dispersed 
presence of PMNs. 

Mild-Moderate Intensity. 

ID14 (Uncoated commercial) Urinary bladder 
trine 

No apparent lesions. 

 
 

ID14 (Uncoated commercial) Urethra 
Very discrete multifocal mononuclear 

aggregates. 

ID15 (Uncoated commercial) Urinary bladder 
vertex 

Diffuse increase in mixed inflammatory cellularity 
(leukocytes, Mos, and PMNs). Moderate 
perivascular accumulations of mixed inflammation. 
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ID15 (Uncoated commercial) Urinary bladder 
trine 

Mild perivascular inflammatory clusters of 
predominant MN character. 

ID15 (Uncoated commercial) Kidneys 
Moderate generalized multifocal segmental 

interstitial-segmental inflammation of predominant 
MN character. Presence of mild dispersed 
cellularity in renal pelvis. 

  
ID17 (Antimicrobial commercialex) Urinary 

bladder vertex 
Mixed dispersed inflammation without obvious 

perivascular accumulations. Moderate-intense 
neutrophilic epithelial exocytosis.  

ID17 (Antimicrobial commercialex) Urinary 
bladder trine 

Scattered presence of PMNs in the mucosa of a 
mild nature, but with neutrophilic evident epithelial 
exocytosis. Intense diffuse purulent-necrotizing 
inflammation that affects deep muscle layers and 
serous organ (probable traumatic fistulization). 
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ID17 (Antimicrobial commercialex) Kidneys 
Interstitial multifocal-segmental inflammation of 

predominant purulent character and severe 
intensity. Concomitant inflammation in the renal 
pelvis. 

ID18 (Antimicrobial commercialex) Urinary 
bladder vertex 

Very slight scattered perivascular inflammatory 
accumulations (almost negligible). 

  
ID18 (Antimicrobial commercialex) Urinary 

bladder trine 
 Perivascular to diffuse mixed inflammation, 

focally intense with evident epithelial exocytosis -
even intraepithelial microabscesses-. 

The unaffected mucosa remains unscathed. 
 

ID18 (Antimicrobial commercialex) Urethra 
Intense perivascular-diffuse inflammation of the 

mucosa 
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